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ABSTRACT 


This  investigation  involved  an  attempt  at  delineating  the  depth  of  cure  of  resin-modified  glass- 
ionomer  restorative  dental  materials.  Samples  of  different  thicknesses  using  Vitremer  Core 
Material  and  Restorative  (3M/ESPE),  Fuji  II  LC  (GC  America),  and  Photac-Fil  Quick  (3M/ESPE) 
were  evaluated  as  to  solubility,  Knoop  hardness,  and  thermal  analysis  techniques  that  included 
specific  heat  determination  as  well  as  differential  scanning  calorimetry  thermal  scans.  Specimens 
were  evaluated  at  time  periods  that  included  immediately  after  fabrication,  24  hours,  one  week, 
one  month,  and  at  three  months.  Overall  results  found  that  the  solubility  method  chosen  for  this 
investigation  did  not  provide  the  necessary  sensitivity  for  depth  of  cure  analysis  of  resin-modified 
glass-ionomer  restorative  materials.  Hardness  and  thermal  analysis  provided  evidence  of  a 
continuing,  post-photopolymerization  reaction  that  resulted  in  increased  hardness,  specific  heat, 
and  thermal  requirements  over  the  storage  times.  Furthermore,  the  resin-modified  glass-ionomer 
restorative  materials  demonstrated  water  storage  behavior  similar  to  conventional  glass-ionomer 
materials,  in  that  water  gained  by  the  materials  became  more  bound  as  storage  time  increased. 
Individual  instances  were  observed  in  which  the  physical  properties  of  3  mm  thick  specimens 
were  similar  to  that  observed  of  2  mm  specimens,  however  these  findings  were  not  consistent 
throughout  the  investigation.  Based  on  the  conditions  of  this  study,  it  is  recommended  that  resin- 
modified  glass-ionomer  restorative  materials  should  not  be  cured  in  thicknesses  greater  than  two 


millimeters. 
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Glass-ionomer  cements  were  invented  and  developed  by  Wilson  and  Kent  in  the  early  1970’s.1 
Glass  ionomer  cements  generally  consist  of  a  mixture  of  various  polyacrylic  acids  and  tartaric 
acid  that  react  with  a  fluoroaluminosilcate  glass.  The  setting  reaction  occurs  via  an  acid-base 
reaction  between  the  acids  and  the  calcium  and  aluminum  ions  that  are  leached  from  the  glass 
component.2,3  The  early  glass-ionomer  cements  have  undergone  incremental  changes  in 
formulations  in  attempts  to  improve  their  physical  properties  and  clinical  handling 
characteristics.3  These  modifications  have  included  the  use  of  alternative  polyacids,3  water- 
activated  dehydrated  polyacid  powders,3,4  cermets,5  metal  additions,6,7  and  smaller  mean  glass 
particle  size.8 

Resin-modified  glass-ionomers  (RMGI)  are  materials  that  consist  substantially  of  glass-ionomer 
components  (water-soluble  polymeric  acids,  ion-leachable  glass,  and  water)  combined  with 
organic,  photopolymerizable  monomers  and  an  initiation  system.9  Although  the  exact 
composition  of  the  RMGI  materials  is  proprietary,  the  resin  composition  in  the  set  material  has 
been  estimated  to  be  approximately  4.5  to  six  percent.10  These  materials  were  developed  to 
hopefully  improve  the  mechanical  properties  and  early  moisture  sensitivity  observed  with  the 
conventional  glass-ionomer  materials.11,12  The  RMGI  materials  basically  exist  in  two  forms: 

One  in  which  part  of  the  water  is  replaced  by  water-soluble,  photopolymerizable  2- 
hydroxyethylmethacrylate  monomer  (HEMA),  and  one  in  which  methacrylate  groups  are 
predominately  grafted  onto  the  polyacrylic  molecules.13 14  Fuji  II  LC  (GC  America  Corp,  Alsip, 

IL)  and  Photac-Fil  Quick  (3M  ESPE,  St.  Paul,  MN)  have  been  identified  as  members  of  the 
former,  while  Vitremer  (3M  ESPE)  is  considered  to  be  a  member  of  the  latter.13 15  Although 
HEMA  is  the  predominate  methacrylate  used,16'18  some  formulations  may  use  a  combination  of 
HEMA  and  diurethane  dimethacrylate.18 

Nicholson3  described  the  setting  reaction  of  RMGI  materials  as  complex  compared  to 
conventional  glass  ionomer  materials,  especially  in  terms  of  the  interactions  of  HEMA  and  other 
added  constituents.  Although  a  required  constituent,  HEMA  lengthens  both  the  working  and 
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setting  times  of  a  glass  ionomer  material,  as  well  as  decreases  the  compressive  strength.19,20 
HEMA  also  affects  the  configuration  of  the  polyacrylic  acid  component  and  has  been  theorized 
to  induce  possible  phase  separations:  polymerized  HEMA  components  are  water  insoluble  and 
may  precipitate  out  of  solution,  establishing  different  domains  within  the  material.16 
Paradoxically,  some  RMGI  materials  have  been  reported  to  not  afford  a  long  working  time  in  the 
clinical  environment,  as  the  light-activated  polymerization  component  of  some  products  have 
been  described  as  sensitive  to  ambient  light  exposure.21  Some  concern  has  been  voiced 
regarding  deeper  regions  of  RMGI  materials  where  light  penetration  may  not  be  of  sufficient 
concentration  for  photopolymerization.3  Manufacturers  have  added  additional  chemically- 
activated  (i.e.,  auto  cure)  methods  in  order  to  address  clinical  concerns.21  There  is  some 
apprehension  concerning  the  leaching  of  unreacted  monomers,  as  such,  RMGI  materials  may 
be  the  subject  of  future  biocompatibility  investigations.22  Interestingly,  a  recent  report  details  the 
formation  of  a  HEMA-free  RMGI  material  that  may  address  future  cytotoxicity  concerns  of 
HEMA  in  these  materials.23 

RMGI  Setting  Reaction 

The  setting  reaction  of  RMGI  materials  has  been  studied  as  a  function  of  delay  or  omission  of 
visible  light  activation,13  with  the  chemical  setting  process  also  investigated  using  infrared 
spectroscopy.24'27  Li  et  al.27  investigated  the  setting  behavior  of  2-mm  thick  samples  of  RMGI 
materials  using  Fourier  transform  infrared  (FTIR)  spectroscopy  and  diametral  tensile  strength 
(DTS).  They  reported  that  DTS  improved  with  time,  which  reflected  a  continuing  setting 
reaction.  FTIR  analysis  reported  only  aliphatic  C=C  groups  were  present  in  the  RMGI  liquid  and 
resin  but  could  not  determine  if  the  HEMA  groups  were  free  in  solution  or  grafted  on  the 
polyacrylic  acid  backbone  chain.  In  comparing  the  effect  of  delaying  visible  light  curing  on  the 
strength  of  RMGI,  Li  et  al.  reported  in  the  absence  of  light  activation  Vitremer  obtained  a  higher 
DTS  compared  to  Photac  Fil  Aplicap.27  Interestingly,  delay  of  photoinitiation  had  no  effect  on 
Vitremer,  whereas  delay  of  light  activation  significantly  lowered  the  DTS  of  Photac-Fil.27 


4 


Kakaboura  et  al.ze  also  used  FTIR  spectroscopic  analysis  using  one-millimeter-thick  RMGI 
specimens,  identifying  the  1638  cm'1  methacrylate  C=C  stretch  vs.  the  1712  cm'1  ester  C=0 
stretch  as  a  means  for  assessing  the  resin  reaction.  For  monitoring  the  acid/base  reaction,  the 
authors  compared  the  1 740  cm'1  ester  stretch  to  the  1 600-1 500  cm'1  peak  of  carboxylate  salts 
formed.  They  reported  that  Fuji  II  LC,  Photac-Fil,  and  Vitremer  did  exhibit  an  acid/base  reaction 
after  20  minutes  of  dark  storage  and  that  the  acid/base  reaction  was  significantly  slowed  by  the 
light  activation  process.28  Of  the  three  RMGI  products  investigated,  Photac-Fil  Aplicap  (a 
previous  formulation  of  Photac-Fil  Quick)  formed  the  lowest  acid/base  reaction  products  while 
no  difference  was  found  between  Fuji  II  LC  and  Vitremer.  The  authors  suggested  that  this 
finding  was  due  to  fact  that  Photac  Fil  Aplicap  contained  most  of  the  polyacrylic  acid  in  the 
powder  component,  and  required  more  water  infiltration  for  full  reaction.  After  20  minutes  of 
dark  storage,  Fuji  II  LC  and  Photac-Fil  Aplicap  were  found  to  have  limited  methacrylate  curing 
efficiency,  whereas  Vitremer  exhibited  a  self-curing  methacrylate  curing  reaction  that  did  not 
appear  to  interfere  with  the  acid/base  reaction.  However,  the  authors  could  not  speculate  on 
the  influence  of  immediate  light  activation  on  the  retardation  of  the  acid/base  reaction.28 

de  Gee  et  a/.13  studied  the  effects  of  delay/omission  of  photopolymerization  on  the  three-body 
wear  characteristics  of  Fuji  II  LC,  Photac-Fil,  and  Vitremer.  These  researchers  reported  that 
Photac-Fil  Aplicap  did  not  seem  to  contain  an  auto-polymerization  catalyst  for  the  HEMA 
component,  and  while  delayed  light  activation  favored  the  development  of  the  acid-base 
component,  total  omission  of  light  activation  resulted  in  a  relatively  weak  material  that  could 
leach  unpolymerized  HEMA.13  In  contrast,  Fuji  II  LC  was  found  to  contain  an  auto-curing  HEMA 
mechanism,  but  in  omission  of  light  activation  the  poly-HEMA  chains  polymerized  at  a  rate  that 
retarded  the  acid/base  reaction  which  led  the  authors  to  speculate  that  the  HEMA  network 
approached  full  formation  within  a  few  minutes  of  mixing.  Vitremer,  in  whose  structure  is 
formed  by  a  chemical  integration  of  the  polyalkenoate  and  poly-HEMA  network,  was  found  to 
have  better  physical  properties  and  the  researchers  observed  that  the  HEMA  auto-cure 
polymerization  reaction  did  not  appear  to  interfere  with  the  simultaneous  acid/base  reaction.13 
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Ando  et  al.29  reported  on  the  effect  of  delay  of  light  curing  for  up  to  40  minutes  of  a  RMGI 
orthodontic  cement  (Fuji  Ortho  LC,  GC  America).  These  researchers  found  that  although  a 
trend  towards  reduction  of  bond  strength  was  observed,  there  was  no  significant  difference 
between  tensile  bond  strengths  of  the  RMGI  orthodontic  cement  observed  between  0,  5, 20, 

29 

and  40  minutes  delay  of  light  exposure. 

Wan  et  al.2A  investigated  Fuji  II  LC  using  FTIR  spectroscopy  and  reported  that  although  the 
photopolymerized  reaction  is  responsible  for  the  initial  set,  the  detected  acid-base  reaction 
continued  at  a  rate  that  leveled  at  1 68  hours  after  mixing.  They  confirmed  earlier  reports3  that 
HEMA  retards  the  acid-base  reaction  by  inducing  stereochemical  changes  to  the  polyacrylic 
polymer,  while  the  set  HEMA  resin  matrix  established  physical  barriers  that  slowed  the  process 
of  diffusion.24  Watson  etal.30  evaluated  the  RMGI/dentin  interface  during  the  initial  setting 
reaction  using  laser-scanning  confocal  microscopy  and  reported  that  water  movement  from  the 
dentinal  tubules  into  the  RMGI  material  was  observed  during  light  polymerization  and  further 
theorized  that  this  water  movement  was  essential  for  the  formation  of  the  “absorption  layer” 
observed  with  RMGI  materials.30  Young31  noted  the  difficulty  of  using  FTIR  spectroscopy  for 
distinguishing  RMGI  setting  changes  due  to  photopolymerization  and  those  arising  from  the 
acid-base  reaction.  Young  observed  peak  loss  at  1322  and  1300  cm'1  bands  due  to  water 
(1640  cm'1  stretch  band)  masking  the  1633  cm'1  C=C  stretch  band  and  reported  that  90  percent 
of  the  monomer  was  polymerized  after  20  seconds  of  light  exposure.31  However,  the  acid-base 
reaction  of  unpolymerized  sections  were  reported  to  proceed  slower  compared  to  conventional 
glass  ionomer  products.31  Young  et  al.32  studied  the  acid/base  reaction  of  glass  ionomer 
cements  using  Raman  spectroscopy  and  confirmed  the  necessity  of  water  availability  for  the 
acid/base  initial  reaction  to  proceed. 

Palmer  et  al.33  evaluated  the  HEMA  released  as  a  function  of  curing  method  for  two  RMGI  liner 
and  two  RMGI  restorative  materials.  Both  of  the  restorative  materials  polymerized  by  five 
minutes  when  auto-cured  in  the  absence  of  light  activation,  but  both  materials  released 
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significantly  more  HEMA  compared  to  the  same  products  that  were  photopolymerized.  These 
researchers  also  reported  that  HEMA  release  from  both  RMGI  materials  was  similar  after 
photopolymerization,  but  Vitremer  restorative  material  released  significantly  less  HEMA  than 
Fuji  II  LC,  suggesting  that  the  Fuji  II  LC  auto-cure  mechanism  is  less  efficient  compared  to 
Vitremer  restorative.33  Interestingly,  Palmer  et  al.  corroborated  earlier  research  by 
Kanchanavasita  ef  a/.34  that  Fuji  II  LC  would  benefit  from  a  visible  light  photopolymerization  time 
longer  than  that  recommended  by  the  manufacturer.33 

RMGI  Adhesion  Studies 

Resin-modified  glass-ionomer  products  have  been  demonstrated  to  adhere  to  both  enamel  and 
dentin.35'46  The  adhesion  mechanism  was  first  described  by  Wilson  et  al 48  through  the 
development  of  ionic  crosslinks  at  the  restorative-tooth  interface  via  the  then-described  “ion 
exchange  layer.”  In  the  ion-exchange  layer,  Wilson  et  al 48  postulated  the  formation  of  an  ionic 
bond  between  the  polyacrylic  acid  and  the  hydroxyapatite  component  of  the  mineralized  tissue. 
This  mechanism  was  later  confirmed  by  Yoshida  et  al .49  using  X-ray  Photoelectron 
Spectroscopy  while  the  same  investigators  further  detailed  the  interaction  between  the 
polyalkenoic  acids  and  hydroxyapatite  in  a  later  report.50  The  bonding  of  RMGI  to  dentin  was 
later  found  to  be  two-fold,  being  both  the  ionic  bond  between  tooth  hydroxyapatite  and 
polyacrylic  acids  as  confirmed  by  Yoshida  et  al ,49'50  but  also  by  a  micromechanical  means  by 
the  formation  of  a  hybrid  layer,  analogous  to,  but  of  smaller  thickness  of  that  seen  with  dentin 
bonding  agent  systems.51'53 

Sidhu  and  Watson54  studied  the  RMGI  tooth/restoration  interfacial  characteristics  using  confocal 
fluorescence  microscopy  and  theorized  that  the  seemingly  structure-less,  identified  “absorption 
layer”  was  possibly  due  to  water  movement  within  the  RMGI  material,  either  by  water  diffusion 
within  the  setting  restoration  material  or  from  the  dentin  and  pulp  of  a  vital  tooth.  The 
absorption  layer  was  also  observed  to  form  over  time  after  initial  setting  of  the  RMGI  matrix  and 
was  found  only  in  deep  dentin,  not  being  present  when  the  RMGI  material  was  bonded  to 
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enamel  or  superficial  dentin.54  Sidhu  ef  a/.55  investigated  the  shear  bond  strength  of  RMGI 
materials  and  reported  that  the  absorption  layer  appeared  to  have  an  important  role  in 
mediating  the  bond  between  RMGI  and  dentin.  Tay  ef  a/.56  further  researched  the  absorption 
layer  and  confirmed  that  it  was  formed  only  in  the  presence  of  available  moisture  and  was  a 
necessary  feature  for  the  development  of  bond  strength  of  the  RMGI  to  dentin.  Furthermore, 
silver-nitrate  staining  techniques  identified  capillary  pore  spaces  that  were  theorized  to  provide 
the  continuous  water,  arising  from  the  hydrated  dentin,  required  for  full  development  of  the 
absorption  layer.56 

Yiu  ef  a/.57  investigated  the  interaction  of  RMGI  materials  with  moist  dentin  using  transmission 
electron  microscopy  (TEM)  and  scanning  electron  microscopy  (SEM)  ultrastructural  methods 
and  reported  unique  spherical  bodies  within  the  RMGI  matrix  only  in  areas  that  were  close  to 
the  RMGI-dentin  interface.  Further  analysis  of  these  spherical  bodies  allowed  the  authors  to 
theorize  that  the  spherical  body  core  was  composed  of  a  poly-HEMA  matrix  derived  from  water 
transmission  from  the  moist  dentin,  while  the  periphery  contained  products  from  the  slower 
ongoing  acid-base  reaction.57  Pereira  ef  a/.47  investigated  RMGI  restorative  material  bond 
strength  to  dentin  as  a  function  of  dentin  regional  differences  and  simulated  pulpal  pressure, 
and  reported  that  pulpal  pressure  had  a  strong  influence  on  bond  strength.  These  researchers 
also  observed  that  although  water  is  essential  to  the  RMGI  setting  reaction,  excess  water  may 
be  detrimental  to  the  early  setting  reaction.47 

RMGI  Depth  of  Cure  Studies 

The  depth  of  cure  of  RMGI  materials  has  been  reported  in  some  studies  and  reviews,  with 
various  methodology  and  materials  reported.  Burke  ef  a/.58  investigated  the  depth  of  cure  of 
early  RMGI  lining  agents  using  a  scrape  methodology  and  reported  that  the  liners  displayed 
greater  hardness  at  increased  depths  when  measured  12  hours  after  photopolymerization, 
suggesting  that  the  RMGI  products  possessed  an  auto-cure  acid/base  reaction  in  addition  to 
photopolymerization.  Swift  ef  a/.59  investigated  the  depth  of  cure  of  Fuji  II  LC,  Photac-Fil 
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Aplicap,  and  Vitremer  compared  to  two  compomers.  They  photopolymerized  rectangular  5  mm 
x  5  mm  molds  that  were  9  mm  in  depth  and  measured  the  Knoop  Hardness  at  time  intervals  of 
10  minutes,  24  hours,  and  seven  days  after  photopolymerization.  For  all  materials  tested,  only 
the  top  five  millimeters  of  the  specimens  had  enough  consistent  hardness  for  measurement.  At 
the  end  of  seven  days,  there  was  no  statistical  difference  in  hardness  between  specimen  top 
surfaces  and  five-millimeter  levels.  However,  due  to  lower  hardness  values  at  increased 
depths,  the  authors  recommended  that  it  would  be  prudent  to  place  and  cure  RMGI  materials  in 
two  to  three  millimeter  increments.59  One  literature  review21  reported  depth  of  cure  values  of 
RMGI  lining  and  restorative  materials  that  ranged  from  1 .54  to  2.26  mm  for  lining  materials  and 
2.68  to  2.97  for  restorative  materials.  However,  this  review  only  referenced  the  methodology 
used  for  depth  of  cure  determinations  and  does  not  identify  the  source  of  the  data.21 
Accordingly,  it  cannot  be  ascertained  if  this  reported  data  has  been  subject  to  scientific  peer 
review. 

The  depth  of  cure  of  RMGI  materials  has  not  received  the  attention  that  has  been  directed  to 
the  resin  composite  restorations.  The  main  cause  for  this  lack  of  interest  may  be  due  to  the  fact 
that  most  clinicians  oversimplify  RMGI  materials  compared  to  conventional  glass-ionomer 
materials  and  reason  that  the  depth  of  cure  is  not  as  significant,  assuming  that  the  acid/base 
component  reaction  will  compensate  for  inadequate  penetration  of  light.3  Research  has 
established  that  the  RMGI  material  setting  reaction  is  indeed  complex  and  earlier  investigations 
regarding  RMGI  depth  of  cure  may  have  been  too  simplistic  in  nature.  For  instance,  early 
laboratory  studies  were  not  comprehensive  in  scope  as  per  physical  properties  and  no 
investigations  to  date  have  included  in  vitro  models  that  investigates  the  in  vivo  pulpal  pressure 
hydration  effect  on  the  physical  properties  of  the  deeper  RMGI  regions.  Accordingly,  it  can  be 
conjectured  that  water  influx  from  pulpal  pressure  may  have  a  dilution  effect  on  these  deeper 
regions  that  have  not  experienced  photopolymerization,  with  a  possible  negative  effect  on 
material  physical  and  mechanical  properties. 
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Purpose 

The  purpose  of  this  investigation  was  to  characterize  the  depth  of  cure  of  resin-modified  glass- 
ionomer  restorative  materials  using  physical  property  testing  to  include  hardness,  solubility,  as 
well  as  thermal  analysis  using  differential  scanning  calorimetry.  The  research  hypothesis  is  that 
RMGI  materials  will  display  a  depth  of  cure  gradient  that  is  more  dependent  on  visible  light 
penetration  rather  than  what  residual  acid-base  chemical  setting  reaction  that  may  remain. 
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CHAPTER  TWO: 


METHODS  AND  MATERIALS 
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The  RMGI  materials  consisted  of  Fuji  II  LC  (GC  America),  Vitremer  (3M/ESPE),  and  Photac  Fil 
Quick  (3M/ESPE).  All  materials  were  prepared  and  mixed  per  manufacturers  instructions  in  a 
dental  materials  lab  fitted  with  special  lighting  that  excluded  the  light  spectrum  to  which 
photoinitiators  are  sensitive  (F40/GO  Gold,  Sylvania,  Danvers,  MA  01923),  except  for 
specimens  prepared  for  thermal  analysis  which  was  accomplished  in  a  different  laboratory.  For 
precapsulated  materials,  mechanical  mixing  was  accomplished  with  a  microprocessor- 
controlled  calibrated  and  programmed  mixing  unit  (Automix,  Sybron  Dental  Specialties,  Orange 
CA).  Materials  that  were  not  precapsulated  were  manually  prepared  per  manufacturer 
directions,  placed  in  a  syringe  delivery  system  (AccuDose  Low  Viscosity,  Centrix  Inc.,  Shelton 
CT),  and  injected  into  respective  molds.  Visible  light  polymerization  was  accomplished  using  a 
halogen-based,  visible-light  polymerization  unit  (Optilux  501 ,  Sybron  Dental  Specialties,  Orange 
CA)  whose  performance  was  assessed  using  a  laboratory  laser  power  meter  (PowerMax  5200 
with  PM10  Probe,  Molectron,  Portland  OR)  before  each  use.  When  not  in  use,  specimens  were 
stored  in  dark  conditions  at  98  ±  2  percent  humidity  at  37  ±  2  °C. 

For  the  purpose  of  this  master’s  thesis,  physical  property  and  thermal  analysis  methods  were 
observed,  depending  on  the  method,  at  intervals  of  immediately  after  fabrication,  24  hours,  one 
week,  one  month,  and  at  three  months.  Continued  observations  will  continue  after  completion 
of  the  thesis  at  six,  nine,  and  twelve  months  after  preparation  for  the  purpose  of  information 
gathering  for  submission  of  manuscripts. 

Solubility:  Solubility  testing  was  based  on  ANSI/ADA  Specification  No.  27:  Resin-Based 
Filling  Materials  (1997), 60  using  Delrin  molds  with  a  diameter  of  8.0  mm  and  depths  of  2,  3,  4, 
and  5  mm.  Ten  specimens  (five  molds  experimental  and  five  molds  control)  were  prepared  for 
each  material  and  time  period  evaluated.  Specimens  of  each  respective  depth  were  placed  on 
a  mylar-covered  glass  slide  and  placed  on  a  dental  vibrator.  Immediately  prior  to  placing  the 
material,  a  pre-weighed,  50  mm  long  piece  of  unwaxed  dental  floss  was  positioned  so  that 
approximately  4  mm  extended  into  the  bottom  of  each  empty  mold  (Figure  1 ). 
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Figure  1.  Solubility  Specimen  Mold 
Before  Material  Placement 


Specimens  were  filled  the  entire  depth  of  the 
mold  (Figure  2)  and  the  top  surface  was  then 
covered  with  a  mylar  strip  and  a  glass  slide 
with  pressure  placed  in  order  to  produce  a 
flat  surface  (Figure  3).  The  experimental 
specimens  were  photopolymerized  for  the 
manufacturer  recommended  curing  time  from 
the  top  of  the  mold  (Figure  4)  and  then  stored 
(Figure  5).  Control  specimens  were 
photopolymerized  from  both  top  and  bottom 
of  the  molds  for  the  manufacturer 
recommended  curing  time. 
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At  the  appointed  time  of  evaluation,  each  specimen  was  removed  from  its  respective  mold  and 
was  weighed  to  the  nearest  0.001  g,  the  weight  of  the  floss  subtracted,  and  this  value 
designated  as  Wtl .  Each  specimen  was  placed  into  a  bottle  containing  1 00  mL  of  distilled 
water  in  a  manner  in  which  they  were  suspended  from  contact  with  the  bottle  and  completely 
immersed  in  the  water.  The  bottle  was  then  sealed  and  stored  for  24  hours  at  37  ±  2  °C,  after 
which  the  specimens  were  removed  from  the  water,  rinsed  with  distilled  water,  and  blot  dried 
with  absorbent  paper,  and  then  weighed.  The  specimens  were  then  stored  in  a  desiccator  for 
24  hours  at  a  relative  humidity  of  10  ±  5  percent  and  then  weighed  to  the  nearest  0.001  g.  The 
specimens  were  weighed  daily  until  a  constant  weight  was  reached  (±  0.001  g).  The  weight  of 
the  floss  was  subtracted  from  this  value  with  the  result  designated  as  the  final  weight  (Wt2). 
The  solubility  (S),  expressed  as  a  percentage  of  weight,  was  calculated  using  the  formula: 


S  =  Wtl  -  Wt2  X  100 


Wtl 


Mean  solubility  was  compared  with  analysis  of  variance  (ANOVA)  followed  by  Scheffd’s  post- 
hoc  pairwise  comparison  test  to  determine  if  significant  differences  existed  as  per  curing 
method  and  depth  of  cure  at  the  0.05  level  of  significance. 
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Hardness:  Delrin  molds  were  used  with  a  diameter  of  5.0  mm  and  depths  of  2,  3,  4,  and  5  mm. 
Five  molds  of  each  depth  were  prepared  for  each  time  period  evaluated.  Specimens  of  each 
respective  depth  were  placed  on  a  mylar-covered  glass  slide  and  filled  the  entire  depth  of  the 
cylinder.  The  top  surface  was  then  covered  with  a  mylar  strip  and  a  glass  slide  with  pressure 
placed  in  order  to  produce  a  flat  surface.  The  specimens  were  photopolymerized  from  the  top 
orientation  for  the  time  recommended  by  the  manufacturer  and  then  stored  in  dark  conditions  as 
previously  specified. 

At  the  appointed  time  of  evaluation  Knoop  Hardness  numbers  (KHN)  were  determined  with  a 
hardness  tester  (M-400-G2,  LECO,  St  Joseph,  Ml)  using  a  100  g  load  and  a  dwell  time  of  10  s. 
Three  replicate  Knoop  Hardness  (KH)  measurements  were  made  at  the  center  of  the  top  and 
bottom  surfaces  at  the  appointed  time  period  for  evaluation.  The  three  values  from  each 
specimen  surface  were  averaged  to  yield  a  top  and  bottom  summary  value  for  each  specimen. 
The  summary  values  for  each  of  the  specimen  surfaces  were  then  averaged  to  yield  a  mean 
and  standard  deviation.  Values  were  compared  with  ANOVA  followed  by  Scheffd’s  post-hoc 
pairwise  comparison  test  to  determine  if  significant  differences  existed  among  the  depths  of 
cure  at  the  0.05  level  of  significance. 

Differential  Scanning  Calorimetry:  RMGI  materials  were  prepared  as  per  manufacturer’s 
recommendations  and  placed  either  in  40  //I  differential  scanning  calorimetry  (DSC)  aluminum 
crucibles  (Mettler  Toledo  GmbH,  Schwerzenbach  CH  )  for  the  2  mm  depth  sample,  or  100 //I 
aluminum  DSC  crucibles  for  the  3  and  4  mm  depth  samples.  Five  mm  depth  samples  were  not 
prepared  for  the  DSC  evaluation  due  to  the  lack  of  a  suitable  crucible.  Each  respective  material 
was  polymerized  with  a  visible  light-curing  unit  for  the  manufacturer  recommended  time, 
weighed  on  an  analytical  balance  (AG245,  Mettler  Toledo  GmbH),  and  then  stored  in  dark 
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conditions  as  previously  specified.  An  unfilled  reference  aluminum  DSC  crucible  of  both  40- 
and  100  //I  was  also  stored  with  each  sample  group.  At  the  appointed  time  of  evaluation, 
specimens  were  weighed,  placed  into  a  DSC  unit  (DSC822®,  Mettler  Toledo  GmbH),  and  were 
first  subjected  to  a  specific  heat  capacity  determination  thermal  scan  from  20  °C  to  60  °C  at  a 
rate  of  10  °C  per  minute  as  per  the  protocol  of  Khalil  and  Atkins.61  Each  scan  was  preceded 
and  followed  by  a  five-minute  isothermal  20  °C  period.  Each  specimen  was  subjected  to  three 
heat  capacity  determination  scans  with  the  weight  of  the  specimen  registered  between  each 
scan.  The  heat  capacity  of  each  scan  was  determined  as  the  mean  of  the  specific  heat  values 
calculated  by  the  DSC  software  (Star®,  Version  8.10,  Mettler  Toledo  GmbH)  over  the 
temperature  range.  The  average  of  the  three  specific  heat  determination  scans  was  recorded 
as  the  mean  with  standard  deviation  for  each  sample,  as  well  as  the  weight  loss  using  the 
analytical  balance.  After  the  three  specific  heat  capacity  determination  scans,  the  specimen 
was  then  subjected  to  a  thermal  scan  of  37  °C  to  240  °C61  with  the  thermal  flow  characteristics 
of  the  material  analyzed  with  thermal  analysis  software  (Star9,  Version  8.10,  Mettler  Toledo 
GmbH).  Mean  specific  heat  capacity,  thermal  scan  findings,  and  weight  loss  was  determined 
for  each  material  thickness  and  compared  with  ANOVA  and  Scheffe’  post  hoc  multiple 
comparison  tests. 
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CHAPTER  THREE: 
RESULTS 


Solubility 

The  complete  solubility  data  can  be  found  in  Tables  64-93  in  Appendix  A. 


17 


Mean  solubility 
results  for  the 
Vitremer  samples 
can  be  seen  in 
Table  1. 

Multivariate 
ANOVA  analysis  of 
the  Vitremer 
solubility  results  as 
a  function  of 
specimen  cure 
method,  thickness, 
and  storage  time 
identified  significant 
differences  (p  < 
0.0001)  in  solubility 
for  all  factors,  with 
an  interaction 

noted  between  the  factors  storage  time  and  thickness  (p  <  0.0001 )  for  both  curing  methods. 


Table  1.  Vitremer  Mean  Solubility  Results  (%) 


Time/Thickness 

EXPERIMENTAL 

CONTROL 

t-test 

Mean 

SD 

Mean 

SD 

P  = 

IMMEDIATE 

2  mm 

4.19 

0.28 

3.91 

0.35 

0.193 

3  mm 

4.70 

0.47 

4.27 

0.40 

0.160 

4  mm 

7.60 

1.89 

5.05 

0.17 

0.017 

5  mm 

5.46 

0.24 

4.76 

0.28 

0.003 

24  Hour 

2  mm 

5.58 

0.53 

5.69 

0.28 

0.682 

3  mm 

5.45 

0.36 

5.65 

0.50 

0.511 

4  mm 

5.79 

0.34 

5.04 

0.46 

0.020 

5  mm 

4.83 

0.29 

4.85 

0.29 

0.891 

ONE  WEEK 

2  mm 

5.41 

0.44 

6.06 

0.41 

0.041 

3  mm 

5.47 

0.61 

5.52 

0.41 

0.874 

4  mm 

5.20 

0.41 

5.60 

0.39 

0.167 

5  mm 

5.61 

0.47 

6.01 

0.73 

0.337 

ONE  MONTH 

2  mm 

7.05 

0.78 

6.52 

0.31 

0.195 

3  mm 

7.79 

0.65 

7.49 

0.79 

0.540 

4  mm 

6.32 

0.33 

7.23 

0.89 

0.060 

5  mm 

7.84 

0.68 

8.69 

0.68 

0.086 

THREE  MONTH 

2  mm 

4.93 

0.55 

4.51 

0.15 

0.140 

3  mm 

5.29 

0.48 

5.43 

0.50 

0.668 

4  mm 

5.97 

0.36 

5.17 

0.75 

0.062 

5  mm 

5.75 

0.52 

5.90 

0.84 

0.743 

n  =  5 

p  values  presented  in  red  are  statistically  significant  p  <  0.05 


Within  the  experimental  group,  solubility  at  the  one-month  storage  time  was  significantly  greater 
(p  <  0.0001)  than  all  of  the  other  storage  times.  Considering  experimental  group  thickness,  the 
4  mm  samples  demonstrated  a  trend  with  the  most  solubility,  exhibiting  significantly  more 
solubility  than  the  2  mm  samples  (p  =  0.001)  but  did  not  exhibit  significant  difference  than  the  3 
mm  or  5  mm  samples. 
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The  Vitremer  control  group  similarly  exhibited  significantly  more  solubility  at  the  one-month 
storage  time  (p  <0.0001)  but  there  were  differences  noted  between  the  other  thicknesses  as 
well.  The  immediate  Vitremer  control  samples  demonstrated  significantly  less  (p  <  0.001) 
solubility  than  the  other  storage  times,  while  there  were  no  significant  differences  identified 
between  the  24-hour  and  one  week  and  the  one-week  and  one-month  storage  times.  Post  hoc 
analysis  of  the  Vitremer  control  samples  as  a  function  of  thickness  showed  that  the  5  mm 
samples  exhibited  significantly  more  solubility  (p  <  0.0001)  than  the  2  mm  samples,  with  no 
difference  in  solubility  noted  between  the  2  mm,  3  mm,  and  4  mm  samples  (p  =  0.190)  and  the 
3  mm,  4  mm,  and  5  mm  samples  (p  =  0.051). 

Independent  t-test  analysis  comparing  the  Vitremer  experimental  and  control  samples  at  equal 
sample  thickness  and  storage  times  revealed,  except  for  four  instances,  that  there  was  no 
overall  difference  in  solubility  between  the  two  curing  methods.  The  immediate  4  mm  and  5  mm 
as  well  as  the  24-hour  4  mm  control  samples  were  found  to  exhibit  significantly  less  solubility 
than  the  experimental  samples  for  the  same  thickness  and  storage  time.  Paradoxically,  the 
one-week  2  mm  control  samples  were  found  to  exhibit  significantly  more  solubility  than  the 
experimental  samples  of  the  same  thickness  and  storage  time. 
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The  results  for  the 
Fuji  II  LC  solubility 
samples  can  be 
seen  in  Table  2. 
Multivariate 
ANOVA  analysis  of 
the  results  as  a 
function  of 
specimen  cure 
method  identified 
significant 
differences  (p  < 
0.0001)  in  solubility 
both  within  and 
between  the  two 
groups.  In 
addition,  there 

were  differences  noted  between  the  two  curing  method  groups  when  analyzed  within  the 
groups  with  two-way  ANOVA  as  a  function  of  time  and  thickness. 


Table  2.  Fuji  II  LC  Mean  Solubility  Results  (%) 


Time/Thickness 

EXPERIMENTAL 

CONTROL 

t-test 

Mean 

SD 

Mean 

SD 

P  = 

IMMEDIATE 

2  mm 

3.89 

0.31 

2.61 

1.03 

0.029 

3  mm 

3.82 

1.80 

1.80 

0.46 

<0.0001 

4  mm 

4.77 

1.87 

2.15 

0.12 

0.014 

5  mm 

4.79 

0.20 

2.13 

0.09 

<0.0001 

24  HOURS 

2  mm 

3.85 

0.18 

3.29 

0.09 

<0.0001 

3  mm 

3.24 

0.11 

3.18 

0.06 

0.288 

4  mm 

3.22 

0.16 

3.03 

0.07 

0.039 

5  mm 

3.20 

0.10 

2.91 

0.06 

0.001 

ONE  WEEK 

2  mm 

4.90 

1.65 

5.12 

0.20 

0.767 

3  mm 

4.64 

0.12 

4.59 

0.10 

0.473 

4  mm 

4.79 

0.20 

4.69 

0.22 

0.485 

5  mm 

4.74 

0.68 

4.58 

0.12 

0.619 

ONE  MONTH 

2  mm 

5.11 

0.24 

4.89 

0.24 

0.181 

3  mm 

5.17 

0.13 

5.01 

0.11 

0.076 

4  mm 

5.32 

0.41 

4.96 

0.16 

0.108 

5  mm 

5.25 

0.22 

4.80 

0.15 

0.005 

THREE  MONTHS 

2  mm 

4.72 

0.58 

4.04 

0.13 

0.034 

3  mm 

5.56 

0.86 

4.11 

0.37 

0.008 

4  mm 

4.72 

0.29 

4.14 

0.33 

0.018 

5  mm 

4.39 

0.17 

3.84 

0.20 

0.002 

n  =  5 

p  values  presented  in  red  are  statistically  significant  p  <  0.05 


For  the  Fuji  II  LC  experimental  solubility  group  there  was  an  identified  interaction  between  the 
two  factors  of  storage  time  and  thickness  (p  =  0.044)  while  Scheffe  post  hoc  analysis  did  not 
identify  a  significant  difference  in  solubility  when  considering  thickness  (p  =  0.960)  for  the 
experimental  group.  A  significant  difference  (p  <  0.0001 )  was  identified  within  the  experimental 
group  for  the  factor  storage  time,  with  the  one-month  samples  indicated  with  significantly  more 
solubility  (p  <  0.002)  than  the  immediate  and  24-hour  samples.  However,  the  one-month 
samples  exhibited  statistically  similar  solubility  with  the  one-week  and  three-month  samples  (p  = 
0.334). 
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The  Fuji  II  LC  control  solubility  group  was  identified  as  having  significant  differences  within  the 
group  for  both  sample  thickness  and  storage  time  (p  <  0.001)  with  no  interaction  between  the 
factors  of  thickness  and  storage  time  (p  =  0.079).  The  Fuji  II  LC  2  mm  samples  were  found  to 
exhibit  significantly  more  solubility  than  3  mm  and  5  mm  (p  <  0.039)  but  were  statistically  similar 
to  the  4  mm  samples  (p  =  0.157).  Post  hoc  analysis  for  the  Fuji  II  LC  control  samples  as  a 
function  of  storage  time  indicated  that  the  one-month  samples  exhibited  significantly  more 
solubility  (p  <  0.0001 )  than  the  other  storage  times  except  for  the  one-week  samples  (p  = 

0.556). 

Independent  t-test  analysis  comparing  the  Fuji  II  LC  experimental  and  control  samples  at  equal 
sample  thickness  and  storage  times  revealed  that  over  half  of  the  control  samples  exhibited 
significantly  less  solubility  than  the  experimental  samples.  This  was  most  frequently  noted  with 
the  immediate,  24-hour,  and  three-month  groups.  There  were  no  significant  differences  in 
solubility  noted  between  paired  samples  within  the  one-week  group,  and  the  majority  of  the  one- 
month  group. 

The  results  of  the  Photac-Fil  Quick  solubility  can  be  seen  in  Table  3.  Multivariate  ANOVA 
analysis  of  the  results  as  a  function  of  specimen  cure  method  identified  significant  differences  (p 
<  0.0001)  in  solubility  both  within  and  between  the  two  groups.  Additionally,  there  were 
differences  noted  between  the  two  groups  when  analyzed  within  each  group  using  two-way 
ANOVA  analysis  as  a  function  of  time  and  thickness. 

Similar  to  the  Fuji  II  LC  samples,  the  Photac-Fil  Quick  experimental  solubility  group  exhibited  an 
interaction  between  the  two  factors  of  specimen  thickness  and  storage  time  (p  <  0.0001)  but  a 
significant  difference  was  not  found  in  solubility  between  the  different  sample  thicknesses  (p  = 
0.690).  A  significant  difference  in  solubility  was  noted  when  analyzed  per  storage  time  (p  < 
0.0001)  with  the  one-month  experimental  samples  demonstrating  significantly  more  solubility 
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than  the 
immediate 
and  three- 
month 

samples  (p  < 
0.0001)  but 
statistically 
similar  to  the 
24-hour  and 
one-week 
samples  (p  = 
0.660). 

The  Photac- 
Fil  Quick 
control 
solubility 
group  was 
identified  as 

having  significant  differences  within  the  group  for  both  sample  thickness  and  storage  time  (p  < 
0.001)  but  without  an  identified  interaction  between  the  factors  of  thickness  and  storage  time  (p 
=  0.523).  The  Photac-Fil  Quick  2  mm  control  samples  were  found  to  curiously  exhibit 
significantly  more  solubility  than  the  other  thicknesses  (p  <  0.018)  with  no  significant  difference 
noted  between  the  other  thicknesses  (p  =  0.590).  Post  hoc  analysis  of  the  Photac-Fil  Quick 
control  samples  as  a  function  of  storage  time  indicated  that  the  24-hour,  one-week,  and  one- 
month  samples  were  statistically  similar  (p  =  0.359)  and  exhibited  significantly  more  solubility 
than  the  immediate  samples  (p  <  0.0001)  and  the  three-month  samples  (p  =  0.034). 


able  3.  Photac-Fil  Quick  Mean  Solubility  Results  (%) 

Time/Thickness 

EXPERIMENTAL 
Mean  SD 

CONTROL 
Mean  SD 

t-test 

P  = 

IMMEDIATE 

2  mm 

3.89 

1.10 

4.00 

0.51 

0.842 

3  mm 

4.96 

1.38 

3.60 

0.33 

0.0642 

4  mm 

5.52 

0.83 

3.65 

0.16 

0.001 

5  mm 

5.64 

0.70 

3.29 

0.17 

<0.0001 

24  Hour 

2  mm 

7.96 

0.43 

6.01 

0.33 

<0.0001 

3  mm 

6.58 

0.72 

5.45 

0.55 

0.024 

4  mm 

6.00 

0.46 

5.28 

0.19 

0.012 

5  mm 

5.75 

0.37 

5.25 

0.85 

0.257 

ONE  WEEK 

2  mm 

6.07 

1.07 

5.89 

0.44 

0.719 

3  mm 

6.80 

0.20 

5.53 

0.58 

0.002 

4  mm 

6.15 

0.35 

5.91 

0.37 

0.328 

5  mm 

6.31 

0.20 

5.71 

0.41 

0.019 

ONE  MONTH 

2  mm 

7.17 

0.50 

6.24 

0.41 

0.013 

3  mm 

6.30 

0.34 

5.69 

0.14 

0.006 

4  mm 

6.78 

0.22 

5.62 

0.14 

<0.0001 

5  mm 

6.31 

0.52 

5.46 

0.13 

<0.0001 

THREE  MONTH 

2  mm 

5.44 

0.27 

5.26 

0.25 

0.332 

3  mm 

5.21 

0.28 

4.86 

0.37 

0.129 

4  mm 

5.56 

0.41 

5.12 

0.21 

0.066 

5  mm 

5.46 

0.13 

5.09 

0.46 

0.204 

n  =  5 

p  values  presented  in  red  are  statistically  significant  p  <  0.05 
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Independent  t-test  analysis  of  the  Photac-Fil  Quick  experimental  and  control  samples  at  equal 
sample  thickness  and  storage  times  revealed  that  over  half  of  the  control  samples  exhibited 
significantly  less  solubility  than  the  experimental  samples.  This  was  most  frequently  noted  with 
the  24-hour  and  one-month  groups.  There  were  no  significant  differences  in  solubility  noted 
between  paired  samples  between  the  samples  at  three  months,  with  mixed  results  with  the 
immediate  and  one-week  groups. 

Hardness 

The  complete  data  concerning  hardness  testing  may  be  observed  in  Tables  94-105  in 
Appendix  B. 

The  mean  KHN  value  results  for  Vitremer  can  be  observed  in  Table  4.  The  data  was  analyzed 

for  possible  differences  in  hardness 
of  different  layers  as  a  function  of 
thickness  and  if  any  possible 
changes  over  the  stated  storage 
periods.  In  the  comparison  of  top 
surface  hardness,  ANOVA  did  not 
identify  a  significant  difference  (p  = 
0.47)  in  the  top  surface  hardness 
values  at  the  24-hour  storage  time, 
but  identified  differences  at  one 
week  (p  =  .0054),  one-month  (p  = 
0.0064),  and  three  months  (p  =  0.01)  At  the  one-month  storage  time,  the  only  significant 
differences  were  noted  between  the  3  mm  and  5  mm  top  surfaces  (p  =  0.045),  while  for  the 
three-month  aged  specimens  Scheffe  multiple  comparison  test  identified  a  difference  only 
between  the  2  mm  and  4  mm  top  surfaces  (p  =  0.0107). 


Table  4.  Vitremer  Mean  Hardness  Results  (KHN) 


24  Hours 

■  We«ll 

1  Month 

3  Months 

2mm  Top 

24.5 

22.4 

27.1 

27.1 

sd 

0.4 

0.3 

0.4 

0.5 

2mm  Bottom 

23.1 

19.9 

24.4 

24.9 

sd 

0.3 

0.2 

0.4 

0.6 

3mm  Top 

24.9 

22.4 

26.7 

23.3 

sd 

0.3 

0.3 

0.3 

0.5 

3mm  Bottom 

22.7 

18.0 

23.9 

20.0 

sd 

0.4 

0.1 

0.6 

0.5 

4mm  Top 

23.9 

22.1 

27.7 

21.7 

sd 

0.4 

0.2 

0.4 

0.4 

4mm  Bottom 

20.5 

17.3 

21.4 

16.6 

sd 

0.7 

0.2 

0.2 

0.2 

5mm  Top 

24.1 

22.8 

27.8 

24.5 

sd 

0.6 

0.2 

0.5 

0.4 

5mm  Bottom 

17.1 

15.4 

18.5 

16.8 

sd 

0.6 

0.2 

0.2 

0.5 

n  =  5 
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For  the  Vitremer  top  surface  hardness  compared  over  the  three-month  storage  times,  ANOVA 


identified  a  significant  difference  (p  <  0.0001 )  within  the  2  mm  samples  (p  <  0.0001 ),  the  3  mm 
samples  (p  =  0.0002),  the  4  mm  samples  (p  =  0.0004),  and  the  5  mm  samples  (p  <  0.0001). 


The  results  of 


Table  5.  Scheffe  Multi  Comparisons  For  Vitremer  Top  Surface 
Hardness  Over  Storage  Time 


Comparisons 

Thickness 

2  mm  3  mm  4  mm  5  mm 

p  value 

24-Hour  vs.  1  Week 

0.0098 

0.0179 

0.3286 

0.0469 

24-Hour  vs.  1  Month 

0.2829 

0.2569 

0.067 

<0.0001 

24-Hour  vs.  3  Months 

0.1663 

0.5458 

0.2663 

0.8408 

1  Week  vs.  1  Month 

0.0002 

0.0003 

0.0018 

<  0.0001 

1  Week  vs.  3  Months 

0.0001 

0.2288 

0..9989 

0.0086 

1  Month  vs.  3  Months 

0.9873 

0.0208 

0.0014 

<0.0001 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence 
interval  


the  post  hoc 
multi 

comparison 
tests  can  be 
seen  in  Table 
5. 

Concerning  the 
analysis  of  the 
Vitremer 
bottom  KHN 


over  the 


Table  6.  Scheffe  Multi  Comparisons  For  Vitremer  Bottom  Surface 
Hardness  Over  Storage  Time  


Comparisons 

Thickness 

2  mm  3  mm  4  mm  |  5  mm 

p  value 

24-Hour  vs.  1  Week 

<  0.0001 

<  0.0001 

0.016 

0.258 

24-Hour  vs.  1  Month 

0.867 

0.425 

0.834 

0.745 

24-Hour  vs.  3  Months 

0.108 

0.068 

0.024 

0.834 

1  Week  vs.  1  Month 

<  0.0001 

<  0.0001 

0.003 

0.042 

1  Week  vs.  3  Months 

<  0.0001 

0.007 

0.997 

0..713 

1  Month  vs.  3  Months 

0.375 

0.003 

0.004 

0.282 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence 
interval  


storage  times, 
one-way 
ANOVA 
identified  a 
significant 
difference 
within  the  2 
mm  (p  < 
0.0001),  3  mm 

(p<  0.0001), 


4  mm  (p  <  0.0001 )  and  5  mm  (p  =  0.033)  sample  groups.  The  results  of  the  post  hoc  multi 
comparison  tests  can  be  seen  in  Table  6. 
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The  mean  bottom/top  KHN  ratios  of  the  Vitremer  samples  by  thickness  and  time  can  be  seen  in 
Table  7.  For  each  thickness  analyzed  over  the  storage  time,  ANOVA  did  not  identify  a 
difference  within  the  2  mm,  4  mm,  or  5  mm  groups  over  the  storage  time.  However,  a 
difference  (p  <  0.0001 )  was  identified  within  the  3  mm  samples  with  the  one  week  samples 

identified  as  having  a 
significantly  lower  mean 
bottom/top  ratio  than  the  other 
storage  time  periods  (p  < 
0.0001). 

When  the  bottom/top  ratio  of  the 
entire  Vitremer  group  was 
compared  with  two-way  ANOVA,  a  significant  difference  (p  <  0.0001 )  was  identified  within  the 
group  with  no  interaction  found  between  time  and  thickness  (p  =  0.258).  Scheffe  post  hoc 
analysis  identified  that  all  thicknesses  exhibited  a  significantly  different  mean  bottom/top  KHN 
ratio  (p  <  0.0001 )  from  each  other.  When  the  KHN  bottom/top  ratio  was  analyzed  as  a  function 
of  time,  Scheffe  identified  a  significant  difference  between  the  24-hour  groups  and  one-week  (p 
=  0.001)  with  no  significant  difference  noted  between  any  of  the  other  storage  times. 

The  results  of  the  Fuji  II  LC 
hardness  testing  can  be  seen  in 
Table  8.  For  the  Fuji  II  LC 
samples,  ANOVA  did  not  identify  a 
significant  difference  for  the  top 
surfaces  at  the  24-hour  storage  (p 
=  0.05),  one-week  (p  =  0.47),  one- 
month  (p  =  0.51 ),  or  the  three- 
month  (p  =  0.24)  storage  times. 


Table  8.  Fuji  II  LC  Mean  Hardness  Results  (KHN) 


24  Hours 

1  Week 

1  Month 

3  Months 

2mm  Top 

20.8 

207 

20.0 

20.6 

sd 

0.3 

0.3 

0.5 

1.0 

2mm  Bottom 

18.4 

18.8 

18.2 

18.6 

sd 

0.3 

0.5 

0.3 

0.5 

3mm  Top 

20.4 

20.6 

20.1 

20.6 

sd 

0.3 

0.3 

0.6 

0.1 

3mm  Bottom 

15.2 

18.2 

16.7 

19.4 

sd 

0.2 

0.3 

0.2 

0.1 

4mm  Top 

20.2 

21.3 

19.6 

21.3 

sd 

0.1 

0.4 

0.4 

0.3 

4nim  Bottom 

11.6 

154 

11.8 

13.1 

sd 

0.3 

0.6 

0.5 

0.5 

5mm  Top 

20.2 

21.3 

20.1 

21.0 

sd 

0.3 

0.2 

0.4 

0.2 

5mm  Bottom 

9.7 

12.8 

10.9 

10.6 

sd 

0.4 

0.5 

0.4 

0.4 

n  =  5 


Table  7.  Vitremer  Mean  Bottom/Top  KHN  Ratios  (%) 

24  Hours 

1  Week 

1  Month 

3  Months 

2mm 

93.0 

88.7 

89.8 

93.4 

sd 

1.1 

1.3 

1.1 

6.5 

3mm 

90.5 

79.8 

89.6 

86.4 

sd 

1.7 

1.4 

2.4 

3.5 

4mm 

84.7 

77.7 

77.2 

80.1 

sd 

5.9 

1.8 

1.8 

9.8 

5mm 

71.5 

67.6 

66.3 

670 

sd 

9.9 

1.2 

1.3 

5.6 

n  =  5 


25 


Analysis  of  the  Fuji  II  LC  top  surfaces  over  the  storage  times  did  not  identify  a  significant 
change  in  the  top  surface  hardness  with  the  2  mm  samples  (p  =  0.1320),  3  mm  samples  (p  = 
0.3659),  nor  the  5  mm  samples  (p  =  0.0671).  ANOVA  identified  a  significant  change  within  the 
4  mm  samples  (p  =  0.001 )  with  Scheffe  finding  a  difference  between  the  one-week  and  one- 
month  samples  (p  =  0.0009)  and  the  one-month  and  three-month  samples  (p  =  0.0004).  For  the 
Fuji  II  LC  bottom  surfaces  over  the  different  storage  times,  ANOVA  did  not  identify  a  difference 
within  the  2  mm  samples  (p  =  0.372),  but  identified  differences  with  bottom  surface  hardness 
with  the  3  mm  (p  <  0.0001),  4  mm  (p  <  0.0001),  and  5  mm  (p  <  0.0001)  samples.  The  results  of 


the  post  hoc  analysis  can  be  seen  in  Table  9. 


Table  9.  Scheffe  Multi  Comparisons  For  Fuji  II  LC  Bottom  Surface 
Hardness  Over  Storage  Time  


Comparisons 

Thickness 

2  mm  3  mm  4  mm  |  5  mm 

p  value 

24-Hour  vs.  1  Week 

0.793 

<  0.0001 

0.001 

<  0.0001 

24-Hour  vs.  1  Month 

0.919 

0.001 

0.629 

0.254 

24-Hour  vs.  3  Months 

0.948 

<  0.0001 

0.109 

0.136 

1  Week  vs.  1  Month 

0.425 

0.001 

0.010 

0.002 

1  Week  vs.  3  Months 

0.981 

0.025 

0.109 

0.004 

1  Month  vs.  3  Months 

0.648 

<  0.0001 

0.629 

0.981 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence 
interval  


The  Fuji  II  LC 
bottom/top  KHN 
ratio  results  can 
be  observed  in 
Table  10.  When 
analyzed  per 
thickness  as  a 
function  of 
storage  time, 
ANOVA  did  not 


identify  a  significant 
different  in  change  of  the 
KHN  ratio  for  the  2  mm 
samples  (p  =  0.641). 
ANOVA  did  identify 
significant  changes  in  the 
3  mm  (p  <  0.0001),  4  mm 
(p  =  0.002),  and  5  mm  (p  =  0.001 )  groups.  The  results  of  the  post  hoc  multi  comparison  test 


Table  10.  Fuji  II  LC  Mean  Bottom/Top  KHN  Ratio  (%) 

24  Hours  1  Week  1  Month  3  Months 

2  in  m 

88.4 

92.7 

91.1 

91.3 

sd 

1.9 

9.3 

2.7 

4.2 

3mm 

74.7 

88.5 

82.8 

94.0 

sd 

1.4 

2.3 

3.8 

1.8 

4  in  in 

55.8 

72.1 

62.5 

62.2 

sd 

6.1 

2.0 

5.8 

6.2 

5mm 

47.6 

60.1 

52.9 

51.4 

sd 

1.5 

3.9 

5.7 

3.8 

n  =5 


can  be  seen  in  Table  1 1 . 
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Table  11.  Scheffe  Multi  Comparisons  For  Fuji  II  LC  Bottom/Top 
Surface  KHN  Ratio  Over  Storage  Time 


Comparisons 

Thickness 

2  mm  |  3  mm 

4  mm  |  5  mm 

p  value 

24-Hour  vs.  1  Week 

0.658 

<  0.0001 

0.002 

0.002 

24-Hour  vs.  1  Month 

0.885 

0.001 

0.298 

0.274 

24-Hour  vs.  3  Months 

0.857 

<  0.0001 

0.348 

0.541 

1  Week  vs.  1  Month 

0.972 

0.019 

0.082 

0.077 

1  Week  vs.  3  Months 

0.982 

0.027 

0.067 

0.028 

1  Month  vs.  3  Months 

0.99 

<  0.0001 

0.99 

0.954 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence 
interval  


The  results  of  the  Photac-Fil 
Quick  Knoop  hardness  testing  can 
be  seen  in  Table  12.  For  the 
analysis  of  the  top  surface  KHN  of 
the  Photac-Fil  Quick  samples  over 
the  different  storage  times,  no 
difference  was  noted  between  the 
top  surface  hardness  at  the  24- 
hour  storage  (p  =  0.73),  one- 
month  (p  =  0.50),  nor  three-month 
(p  =  0.05)  storage  times. 

However,  a  significant  difference 
in  top  surface  hardness  was  noted 
(p  =  0.008)  within  the  one-week  group,  with  a  significant  difference  found  between  the  2  mm 
and  5  mm  top  surfaces  (p  =  0.0213).  Regarding  the  changes  of  top  surface  hardness  as  a 
function  of  time,  ANOVA  identified  significant  differences  for  all  of  the  thicknesses:  2  mm  (p  < 


Table  12.  Photac-Fil  Quick  Hardness  Results 


(KHN) 

24  Hours 

*  1  Weeks; 

1  Month 

3  Months 

2mm  Top 

11.5 

13.7 

17.5 

17.0 

S(l 

0.4 

0.3 

0.5 

0.5 

2mm  Bottom 

9.4 

12.0 

16.3 

15.4 

S(l 

0.2 

0.2 

0.1 

0.4 

3mm  Top 

11.6 

13.6 

18.1 

16.8 

$<l 

0.4 

02 

0.6 

0.2 

3mm  Bottom 

9.2 

11.3 

15.6 

13.5 

S(l 

0.1 

03 

0.2 

0.5 

4mm  Top 

12.0 

12.8 

18.2 

16.9 

s<l 

0.2 

0.3 

0.2 

0.1 

4mm  Bottom 

8.4 

10.5 

14.5 

11.2 

S(l 

0.5 

0.2 

0.4 

0.1 

5mm  Top 

11.6 

12.7 

17.9 

17.3 

S(l 

0.3 

02 

0.6 

0.4 

5mm  Bottom 

8.7 

10.2 

11.2 

10.7 

S(l 

0.4 

0.1 

0.2 

0.2 

n  =  5 
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0.0001),  3  mm  (p  =  0.0014),  4  mm  (p  =  0.0004),  and  5  mm  (p  <  0.0001).  Results  of  the  Scheffe 
post  hoc  tests  can  be  seen  in  Table  1 3. 


Table  13.  Scheffe  Multi  Comparisons  For  Photac-Fil  Quick  Top 
Surface  Hardness  Over  Storage  Time 


Comparisons 

Thickness 

2  mm  3  mm  4  mm  |  5  mm 

p  value 

24-Hour  vs.  1  Week 

<  0.0001 

0.5369 

0.3286 

0.0469 

24-Hour  vs.  1  Month 

<  0.0001 

0.0317 

0.067 

<  0.0001 

24-Hour  vs.  3  Months 

<  0.0001 

0..9894 

0.2663 

0.8408 

1  Week  vs.  1  Month 

<  0.0001 

0.0019 

0.0018 

<  0.0001 

1  Week  vs.  3  Months 

<  0.0001 

0.3654 

0..9989 

0.0086 

1  Month  vs.  3  Months 

0.2031 

0.0586 

0.0014 

<  0.0001 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence 
interval 


Table  14.  Scheffe  Multi  Comparisons  For  Photac-Fil  Quick  Bottom 
Surface  Hardness  Over  Storage  Time 


Comparisons 

Thickness 

2  mm  |  3  mm  4  mm  |  5  mm 

p  value 

24-Hour  vs.  1  Week 

<  0.0001 

<  0.0001 

0.001 

0.366 

24-Hour  vs.  1  Month 

<  0.0001 

<  0.0001 

<  0.0001 

0.028 

24-Hour  vs.  3  Months 

<  0.0001 

<  0.0001 

<  0.0001 

0.032 

1  Week  vs.  1  Month 

<  0.0001 

<0.0001 

<  0.0001 

0.491 

1  Week  vs.  3  Months 

<  0.0001 

<  0.0001 

0.629 

0.524 

1  Month  vs.  3  Months 

0.337 

<  0.0001 

<  0.0001 

0.99 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence 
Ijnterval^ „ 


With  analysis 
of  the  Photac- 
Fil  Quick 
bottom 
surface 
hardness  over 
the  storage 
times,  ANOVA 
also  identified 
a  significant 
change  in 
KHN  with  all 
thicknesses:  2 
mm  (p  < 
0.0001),  3  mm 
(p<  0.0001),  4 
mm  (p  < 
0.0001),  and  5 
mm  (p  =  0.01). 


Results  of  the  Scheffe  post  hoc  multi  comparison  test  for  each  of  these  groups  can  be  seen  in 


Table  14. 


The  mean  bottom/top  KHN  ratio  for  the  Photac-Fil  Quick  groups  over  the  storage  time  can  be 
seen  in  Table  15.  ANOVA  analysis  of  each  thickness  over  the  different  storage  times  identified 
a  significant  difference  within  the  2  mm  (p  =  0.02),  3  mm  (p  =  0.055),  4  mm  (p  <  0.0001),  and  5 
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mm  samples  (p  =  0.003).  When  the  change  in  bottom/top  KHN  ratios  were  analyzed  by  two-way 
ANOVA  as  a  function  of  specimen  thickness  and  storage  time,  a  significant  difference  was 
identified  (p  <  0.0001)  with  a  significant  interaction  also  identified  between  the  effects  of  time 

and  thickness  (p  < 
0.0001).  Results  of 
the  Scheffe  post 
hoc  analysis  can  be 
seen  in  Table  16. 


Table  15.  Photac-Fil  Quick  Mean  Bottom/Top  KHN  Ratios  (%) 


24  Hours 

1  Week 

1  Month 

3  Months 

2mm 

82.8 

87.9 

92.1 

91.6 

sd 

5.9 

4.7 

4.3 

2.9 

3mm 

78.8 

83.6 

86.8 

80.9 

sd 

5.5 

4.7 

4.2 

2.5 

4mm 

70.8 

81.3 

80.6 

65.6 

sd 

2.6 

2.9 

4.6 

4.0 

5mm 

75.4 

77.8 

61.7 

62.7 

sd 

10.5 

6.3 

4.1 

6.0 

n  =  5 


Table  16.  Scheffe  Multi  Comparisons  For  Photac-Fil  Quick  Mean 
Bottom/Top  KHN  Ratios 


Comparisons 

Thickness 

2  mm  3  mm  4  mm  5  mm 

p  value 

24-Hour  vs.  1  Week 

0.402 

0.415 

0.003 

0.961 

24-Hour  vs.  1  Month 

0.042 

0.075 

0.006 

0.056 

24-Hour  vs.  3  Months 

0.058 

0.901 

0.201 

0.083 

1  Week  vs.  1  Month 

0.569 

0.728 

0.992 

0.021 

1  Week  vs.  3  Months 

0.663 

0.810 

<  0.0001 

0.032 

1  Month  vs.  3  Months 

0.999 

0.249 

<  0.0001 

0.997 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence 
interval  _ 


Differential  Scanning  Calorimetry 


Table  17.  Vitremer  Mean  Specil 

fic  Heat  Results  (J/g2C) 

Time  Period 

2mm 

3mm 

4mm 

Immediate 

1.21  (0.06) 

1.06(0.03) 

0.96  (0.04) 

24  Hours 

1.22  (0.09) 

1.05  (0.05) 

0.92  (0.09) 

1  Week 

1.28  (0.02) 

1.10(0.04) 

0.98  (0.03) 

1  Month 

1.26  (0.02) 

1.12  (0.02) 

1 .04  (0.05) 

3  Months 

1.36  (0.08) 

1.23(0.11) 

1.15(0.04) 

n  =  5 


Specific  Heat 
Determination:  Data 
concerning  the  specific  heat 
determinations  can  be  found 


in  Tables  106  -  108, 
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Appendix  C.  The  mean  specific  heat  determination  results  for  Vitremer  as  per  thickness  and 
time  period  can  be  seen  in  Table  1 7.  For  all  storage  time  periods,  the  2-mm  thickness  samples 
exhibited  higher  specific  heat  than  the  3-  or  4-mm  thick  samples.  Two-way  ANOVA  analysis  of 
the  Vitremer  specific  heat  results  as  a  function  of  thickness  over  storage  time  identified 

significant  differences 
in  both  thickness  and 
time  (p  <  0.0001) 
without  a  significant 
interaction  (p  =  0.690). 
Accordingly,  Scheffe 
analysis  found  that  over 
the  storage  times  there 
were  significant 
differences  between  in 
Vitremer  specific  heat 
values  between  all 
thicknesses  (p  < 

0.0001 )  with  significant  differences  in  specific  heat  noted  between  the  three-month  and  all  of  the 
other  times  (p  <  0.0001 ).  Results  of  the  Scheffe  post  hoc  testing  for  the  Vitremer  groups  can  be 
seen  in  Table  18.  One-way  ANOVA  of  the  sample  specific  heat  per  thickness  over  the 
different  storage  times  identified  a  significant  increase  within  the  2  mm  (p  =  0.009),  3  mm  (p  = 
0.001),  and  4  mm  (p  <  0.0001)  samples. 


Table  18.  Scheffe  Mu 
Specific  Heat  per  T 

ilti  Comparisons  For  Vitremer 
Sickness  Over  Storage  Time 

Comparisons 

Thickness 

2  mm  3  mm  4  mm 

p  value 

Immediate  vs.  24-Hours 

0.99 

0.998 

0.911 

Immediate  vs.  1  Week 

0.508 

0.941 

0.973 

Immediate  vs.  1  Month 

0.870 

0.673 

0.328 

Immediate  vs.  3  Months 

0.025 

0.008 

0.001 

24  Hours  vs.  1  Week 

0.621 

0.822 

0.598 

24  Hours  vs.  1  Month 

0.935 

0.483 

0.078 

24  Hours  vs.  3  Months 

0.038 

0.004 

<  0.0001 

1  Week  vs.  1  Month 

0.967 

0.977 

0.656 

1  Week  vs.  3  Months 

0.481 

0.046 

0.003 

1  Month  vs.  3  Months 

0.180 

0.147 

0.108 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval  


Time  Period 

2mm 

3mm 

4mm 

Immediate 

1.04  (0.02) 

0.93  (0.03) 

0.83  (0.03) 

24  Hours 

1.21  (0.01) 

0.97  (0.02) 

0.91  (0.02) 

1  Week 

1.17  (0.02) 

1.07  (0.05) 

1.02  (0.04) 

1  Month 

1.16(0.08) 

0.97  (0.03) 

0.96  (0.03) 

3  Months 

1.05(0.17) 

0.99  (0.03) 

0.97  (0.05) 

n  =  5 


The  mean  specific  heat 
determination  results  for  Fuji 
II  LC  as  per  thickness  and 
storage  time  can  be  seen  in 
Table  19.  Two-way  ANOVA 
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analysis  of  the  Fuji  II  LC  specific  heat  results  as  a  function  of  thickness  and  storage  time 
identified  significant  differences  with  both  time  and  thickness  (p  <  0.0001 )  and  identified  a 
significant  interaction  between  the  two  factors  (p  =  0.003).  The  results  of  the  Scheffe  multi 
comparison  test  concerning  sample  storage  time  can  be  seen  in  Table  X.  One-way  ANOVA  of 
the  different  thicknesses  over  the  different  storage  times  identified  a  significant  change  within 
the  2  mm  (p  =  0.01 3),  3  mm  (p  <  0.0001 ),  and  4  mm  samples  (p  <  0.0001 ).  Results  of  the 
Scheffe  post  hoc  analysis  for  each  of  the  thicknesses  can  be  seen  in  Table  20. 


Table  20.  Scheffe  Multi  Comparisons  For  Fuji  II  LC 
Specific  Heat  per  Thickness  Over  Storage  Time 


Comparisons 

Thickness 

2  mm 

3  mm 

4  mm 

p  value 

Immediate  vs.  24-Hours 

0.032 

0.367 

0.020 

Immediate  vs.  1  Week 

0.132 

<  0.0001 

<  0.0001 

Immediate  vs.  1  Month 

0.184 

0.562 

<  0.0001 

Immediate  vs.  3  Months 

0.999 

0.137 

<  0.0001 

24  Hours  vs.  1  Week 

0.953 

0.006 

0.006 

24  Hours  vs.  1  Month 

0.896 

0.997 

0.424 

24  Hours  vs.  3  Months 

0.052 

0.976 

0.305 

1  Week  vs.  1  Month 

0.999 

0.003 

0.239 

1  Week  vs.  3  Months 

0.196 

0.023 

0.342 

1  Month  vs.  3  Months 

0.265 

0.884 

0.999 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval  _ 


Table  21.  Photac-Fil  Quick  Mean  Specific  Heat  Results 
(J/g«C) 


Time  Period 

2inm 

3mm 

4mm 

Immediate 

1.08  (0.03) 

0.93  (0.05) 

0.83  (0.02) 

24  Hours 

1.19(0.04) 

1.11  (0.03) 

0.89  (0.06) 

1  Week 

1.05  (0.12) 

0.93  (0.03) 

0.95  (0.03) 

1  Month 

1.08  (0.11) 

1.00  (0.04) 

0.92  (0.06) 

3  Months 

1.16(0.05) 

1.02(0.01) 

0.97  (0.03) 

n  =  5 


The  mean  specific  heat 
determination  results  for 
Photac-Fil  Quick  can  be  seen 
in  Table  21.  Two-way 
ANOVA  analysis  of  the 
specific  heat  changes  as  a 
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function  of  both  time  and  thickness  identified  significant  specific  heat  changes  with  the  Photac- 
Fil  Quick  samples  for  both  time  and  thickness  (p  <  0.0001 )  with  a  significant  interaction  between 
the  two  factors  (p  =  0.002).  The  results  of  the  Scheffe  post  hoc  analysis  can  be  seen  in  Table 
22.  One-way  ANOVA  did  not  identify  a  significant  specific  heat  difference  with  the  2  mm 
samples  over  the  storage  time  (p  =  0.65),  but  identified  a  significant  difference  with  the  3  mm  (p 
<  0.0001 )  and  4  mm  samples  (p  =  0.001 ). 


Table  22.  Scheffe  Multi  Comparisons  For  Photac-Fil 
Quick  Specific  Heat  Over  Storage  Time 


Comparisons 

Thickness 

2  mm  3  mm  4  mm 

p  value 

Immediate  vs.  24-Hours 

0.355 

<  0.0001 

0.410 

Immediate  vs.  1  Week 

0.994 

0.999 

0.011 

Immediate  vs.  1  Month 

0.999 

0.091 

0.084 

Immediate  vs.  3  Months 

0.634 

0.009 

0.003 

24  Hours  vs.  1  Week 

0.182 

<  0.0001 

0.377 

24  Hours  vs.  1  Month 

0.372 

0.002 

0.888 

24  Hours  vs.  3  Months 

0.989 

0.025 

0.136 

1  Week  vs.  1  Month 

0.992 

0.141 

0.888 

1  Week  vs.  3  Months 

0.391 

0.015 

0.972 

1  Month  vs.  3  Months 

0.655 

0.825 

0.554 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval 

I1  ~ 


Differential  Scanning  Calorimetry  Thermal  Scan: 

The  complete  data  detailing  the  differential  scanning  calorimetry  thermal  results  and  peak 
temperatures  can  be  found  in  Appendix  D,  Tables  109-111. 

The  mean  results  for  the  Vitremer  thermal  scan  for  each  thickness  and  storage  time  period  can 
be  seen  in  Table  23.  The  enthalpy  results  are  listed  as  negative  because  it  was  an  endothermic 


phenomenon. 
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Time  Period 

2mm 

s<! 

3mm 

sd 

4  mm 

sd 

Immediate 

-2.97 

0.75 

-40.78 

6.62 

-47.26 

8.52 

24  Hours 

-27.39 

8.27 

-47.95 

4.12 

-54.99 

5.62 

1  Week 

-43.33 

6.51 

-64.18 

6.42 

-67.69 

8.51 

1  Month 

-49.72 

4.26 

-88.69 

10.39 

-103.45 

16.39 

3  Months 

-90.03 

13.82 

-103.56 

20.73 

-104.17 

35.08 

n  =  5 


Two-way  ANOVA  analysis 
of  the  Vitremer  enthalpy 
results  as  a  factor  of  both 
thickness  and  storage 
time  identified  significant 
changes  concerning  both 
thickness  (p  <  0.0001)  and 
time  (p  <  0.0001)  but  did 
not  identify  any  significant 
interactions  between  the 
two  factors  (p  =  0.144). 
The  Scheffe  post  hoc 
analysis  can  be  seen  in 

Table  24.  Using  one-way  ANOVA  to  analyze  thermal  changes  of  each  thickness  as  a  function 
of  time,  a  significant  difference  was  identified  within  the  2  mm  (p  <  0.0001),  3  mm  (p  <  0.0001), 
and  4  mm  (p  <  0.0001)  samples  as  the  respective  samples  aged. 


Table  24.  Scheffe  Multi  C 
Differential  Scanning  Ca 

omparisons  For  Vitremer 
orimetry  Thermal  Results 

Comparisons 

Thickness 

2  mm  3  mm  4  mm 

p  value 

Immediate  vs.  24-Hours 

0.003 

0.935 

0.985 

Immediate  vs.  1  Week 

<0.0001 

0.114 

0.652 

Immediate  vs.  1  Month 

<  0.0001 

<  0.0001 

0.008 

Immediate  vs.  3  Months 

<  0.0001 

<  0.0001 

0.007 

24  Hours  vs.  1  Week 

0.077 

0.417 

0.912 

24  Hours  vs.  1  Month 

0.007 

0.002 

0.025 

24  Hours  vs.  3  Months 

<  0.0001 

<  0.0001 

0.023 

1  Week  vs.  1  Month 

0.808 

0.089 

0.149 

1  Week  vs.  3  Months 

<  0.0001 

0.002 

0.136 

1  Month  vs.  3  Months 

<  0.0001 

0.502 

0.999 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval 

The  results  of  the  mean  peak  temperature  associated  with  the  endothermic  peak  of  the  thermal 
scan  for  the  Vitremer  samples  can  be  seen  in  Table  25.  Two-way  ANOVA  analysis  of  the  data 
for  both  thickness  and  storage  time  identified  significantly  different  peak  temperatures  for  both 
sample  thickness  and  storage  time  (p  <  0.0001 )  and  indicated  significant  interactions  between 
the  two  factors  (p  <  0.0001 ). 
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Table  25.  Vitremer  Thermal  Scan  Mean  Peak  Temperature  Results  ( °C) 


Time  Period 

2mm 

s<l 

3mm 

sd 

4  mm 

sd 

Immediate 

182.94 

4.80 

157.83 

1.99 

150.72 

9.17 

24  Hours 

108.02 

2.91 

130.81 

8.85 

133.52 

2.53 

1  Week 

110.68 

3.25 

134.56 

5.79 

133.71 

2.84 

1  Month 

114.63 

2.65 

132.05 

0.96 

131.49 

1.21 

3  Months 

121  54 

3.19 

129.78 

1  68 

130.69 

4.52 

n  =  5 


One-way  ANOVA  of  the  data  identified  significant  differences  for  the  individual  thicknesses  over 
storage  time  revealed  significant  mean  peak  temperature  differences  between  the  2  mm  and  3 
mm  (p  =  0.01 2)  as  well  as  between  the  2  mm  and  4  mm  specimens  (p  =  0.006)  but  not  between 
the  3  mm  and  4mm  specimens  (p  =  0.924).  Results  of  the  Scheffe  multicomparison  tests  can 
be  seen  in  Tables  26  and  27. 


Table  26.  Scheffe  Multi  C 
Differential  Scanning  Ca 

omparisons  For  Vitremer 
orimetry  Thermal  Peak  Results 

Comparisons 

Thickness 

2  mm  |  3  mm  4  mm 

p  value 

Immediate  vs.  24-Hours 

<  0.0001 

0.935 

0.002 

Immediate  vs.  1  Week 

<  0.0001 

0.114 

0.002 

Immediate  vs.  1  Month 

<  0.0001 

<  0.0001 

0.001 

Immediate  vs.  3  Months 

<  0.0001 

<  0.0001 

<  0.0001 

24  Hours  vs.  1  Week 

0.824 

0.879 

0.999 

24  Hours  vs.  1  Month 

0.093 

0.998 

0.986 

24  Hours  vs.  3  Months 

<0.0001 

0.999 

0.953 

1  Week  vs.  1  Month 

0.525 

0.969 

0.980 

1  Week  vs.  3  Months 

0.002 

0.752 

0.941 

1  Month  vs.  3  Months 

0.074 

0.979 

0.999 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval  _ 
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Table  27.  Scheffe  Multi  Comparisons  For  Vitremer  Differential  Scanning 
Calorimetry  Thermal  Peak  Results 


Comparisons 

Storage  Time 

Immediate 

24  Hour 

One 

Week 

One 

Month 

Three 

Months 

p  value 

2  mm  vs.  3 
mm 

<  0.0001 

<  0.0001 

<  0.0001 

<0.0001 

0.012 

2  mm  vs.  4 
mm 

<  0.0001 

<  0.0001 

<  0.0001 

<  0.0001 

0.006 

3  mm  vs.  4 
mm 

0.238 

0.790 

0.958 

0.890 

0.924 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence  interval 


The  mean  enthalpy  results  for  the  Fuji  II  LC  samples  can  be  observed  in  Table  28. 


Table  28.  Fuji  II  LC  Thermal  Scan  Mean  Results  (J/g) 


Time  Period 

2mm 

sd 

3mm 

sd 

4mm 

sd 

Immediate 

-15.37 

12.64 

-33.53 

3.88 

-34.48 

2.46 

24  Hours 

-36.87 

4.77 

-34.65 

5.90 

-38.81 

3.43 

1  Week 

-52.41 

3.35 

-80.03 

1.46 

-72.90 

1.96 

1  Month 

-46.12 

10.50 

-76.58 

5.54 

-78.28 

4.83 

3  Months 

-47.66 

7.24 

-74.94 

2.71 

-81 .54 

5.63 

n  =  5 


Table  29.  Scheffe  Multi  C 
Differential  Scanning  Ca 

omparisons  For  Fuji  II  LC 
orimetry  Thermal  Results 

Comparisons 

Thickness 

2  mm  |  3  mm  |  4  mm 

p  value 

Immediate  vs.  24-Hours 

0.014 

0.998 

0.658 

Immediate  vs.  1  Week 

<  0.0001 

<0.0001 

<  0.0001 

Immediate  vs.  1  Month 

<  0.0001 

<  0.0001 

<0.0001 

Immediate  vs.  3  Months 

<  0.0001 

<  0.0001 

<  0.0001 

24  Hours  vs.  1  Week 

0.116 

<0.0001 

<  0.0001 

24  Hours  vs.  1  Month 

0.570 

<  0.0001 

<  0.0001 

24  Hours  vs.  3  Months 

0.421 

<  0.0001 

<  0.0001 

1  Week  vs.  1  Month 

0.843 

0.885 

0.459 

1  Week  vs.  3  Months 

0.936 

0.589 

0.080 

1  Month  vs.  3  Months 

0.999 

0.989 

0.842 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval 

Two-way  ANOVA  of  the 
Fuji  II  LC  enthalpy  results 
identified  a  significant 
difference  for  both 
thickness  and  storage 
time  (p  <  0.0001 )  as  well 
as  an  interaction  between 
the  effects  of  time  and 
thickness  (p  <  0.0001). 
One-way  ANOVA  of  the 
Fuji  II  LC  samples  as  a 
function  of  individual 
thickness  over  time 


revealed  a  significant  difference  with  the  2  mm  (p  <  0.0001),  3  mm  (p  <  0.0001),  and  4  mm 
samples  (p  <  0.0001).  Results  of  the  Scheffe  multi  comparison  analysis  can  be  seen  in  Table 
29. 
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Table  30.  Scheffe  Multi  Comparisons  For  Fuji  II  LC  Differential  Scanning 
Calorimetry  Thermal  Results  


Comparisons 

Storage  Time 

Immediate 

- . , .  1  One 

24Hour  |  Week 

One 

Month 

Three 

Months 

p  value 

2  mm  vs.  3 
mm 

0.011 

0.799 

<  0.0001 

<  0.0001 

<  0.0001 

2  mm  vs.  4 
mm 

0.008 

0.842 

<  0.0001 

<  0.0001 

<  0.0001 

3  mm  vs.  4 
mm 

0.982 

0.471 

0.003 

0.941 

0.238 

n  =  5 

Results  shaded  red  are  considered  significant  at  aj5%confidencejnterya[ 


One-way  ANOVA  of  the  Fuji  II  thickness  per  time  period  identified  a  significant  difference 
between  the  different  thicknesses  at  the  immediate  (p  <  0.004),  one-week  (p  <  0.0001),  one- 
month  (p  <  0.0001),  and  three-month  time  groups  (p  <  0.0001).  A  significant  difference  was  not 
noted  in  the  24-hour  sample  group  (p  =  0.470).  Results  of  the  post  hoc  tests  can  be  seen  in 
Table  30. 


The  mean  results  of  the  peak  temperature  associated  with  the  endothermic  peak  during  the 
thermal  scan  for  the  Fuji  II  LC  samples  can  be  seen  in  Table  31 . 


Table  31.  Fuji  II  LC  Thermal  Scan  Mean  Peak  Temperature  Results  (°C) 


Time  Period 

2  mm 

sd 

3mm 

sd 

4min 

sd 

Immediate 

142.43 

54.93 

174.70 

3.13 

163.61 

1.22 

24  Hours 

126.53 

17.29 

146.68 

9.81 

141.19 

2.63 

1  Week 

126.15 

12.76 

147.29 

1.28 

137.95 

1.35 

1  Month 

128.58 

7.66 

142.89 

2.23 

135.63 

3.98 

3  Months 

132  87 

9.81 

141.71 

1.00 

138.86 

4.03 

n  =  5 


Two-way  ANOVA  of  the  mean  Fuji  II  LC  enthalpy  peak  identified  significant  differences  within 
the  samples  (p  <  0.0001)  for  both  thickness  and  storage  time  period  but  did  not  indicate  a 
significant  interaction  between  the  two  factors  (p  =  0.91 1).  One-way  ANOVA  of  the  Fuji  II  LC 
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separate  thicknesses  as 
a  function  of  storage 
time  did  not  identify  a 
significant  difference  in 
mean  peak  temperature 
with  the  2  mm  (p  = 
0.865),  but  identified  a 
significant  change  in 
peak  temperature  within 
the  3  mm  (p  <  0.0001) 
and  4  mm  samples  (p  < 
0.0001 )  as  a  function  of 
storage  time.  Results  of 

the  post  hoc  analysis  can  be  seen  in  Table  32. 

One-way  ANOVA  analysis  of  the  Fuji  II  LC  thermal  scan  peak  temperature  as  a  function  of 
storage  time  did  not  identify  a  significant  difference  in  peak  temperature  with  the  immediate 
group  (p  =  0.301),  24-hour  group  (p  =  0.053),  or  the  three-month  samples  (p  =  0.1 16). 

However,  a  significant  change  of  peak  enthalpy  temperature  was  found  within  the  one-week 
samples  (p  =  0.003)  and  the  one-month  samples  (p  =  0.004).  Results  of  the  Scheffe  post  hoc 
analysis  can  be  seen  in  Table  33. 


Table  33.  Scheffe  Multi  Comparisons  For  Fuji  II  LC  Differential  Scanning 
Calorimetry  Thermal  Peak  Temperature  Results 


Comparisons 

Storage  Time 

Immediate 

24  Hour 

One 

Week 

One 

Month 

Three 

Months 

p  value 

2  mm  vs.  3 
mm 

0.311 

0.061 

0.003 

0.004 

0.125 

2  mm  vs.  4 
mm 

0.588 

0.194 

0.81 

0.153 

0.352 

3  mm  vs.  4 
mm 

0.861 

0.772 

0.184 

0.139 

0.776 

n  =  5 


shaded  red  are  considered  significant  at  a  95%  confidence  interval 


Table  32.  Scheffe  Multi  C 
Differential  Scanning  Ca 

omparisons  For  Fuji  II  LC 
orimetry  Thermal  Peak  Results 

Comparisons 

Thickness 

2  mm  3  mm  |  4  mm 

p  value 

Immediate  vs.  24-Hours 

0.926 

<  0.0001 

<  0.0001 

Immediate  vs.  1  Week 

0.919 

<  0.0001 

<  0.0001 

Immediate  vs.  1  Month 

0.954 

<0.0001 

<  0.0001 

Immediate  vs.  3  Months 

0.988 

<  0.0001 

<  0.0001 

24  Hours  vs.  1  Week 

0.999 

0.999 

0.645 

24  Hours  vs.  1  Month 

0.999 

0.865 

0.163 

24  Hours  vs.  3  Months 

0.998 

0.706 

0.860 

1  Week  vs.  1  Month 

0.999 

0.789 

0.861 

1  Week  vs.  3  Months 

0..997 

0.611 

0.995 

1  Month  vs.  3  Months 

0.999 

0.998 

0.655 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval  
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The  mean  enthalpy  results  of  the  Photac-Fil  Quick  samples  can  be  seen  in  Table  34. 


Table  34.  Photac-Fil  Quick  Mean  Thermal  Scan 


Time  Period 

2  mm 

$<l 

3mm 

$<l 

4mm 

sd 

Immediate 

-7  76 

766 

-34.08 

5.84 

-43.54 

2.60 

24  Hours 

-34.97 

2.40 

-70.90 

3.15 

-58.27 

8.62 

1  Week 

-46.79 

13.72 

-67.72 

4.58 

-70.99 

5.58 

1  Month 

-47.73 

6.28 

-74.03 

2.00 

-77.16 

3.76 

3  Months 

-59.08 

740 

-92.25 

2.39 

-99.95 

2.44 

n  =  5 


Two-way  ANOVA  of  the  mean  enthalpy  as  a  function  of  time  and  samples  thickness  identified  a 
significant  difference  for  both  time  and  thickness  (p  <  0.0001 )  and  an  interaction  between  the 
two  factors  (p  =  0.002).  One-way  ANOVA  analysis  of  the  individual  thicknesses  over  the 
storage  time  revealed  a  significant  difference  with  the  2  mm  (p  <  0.0001),  3  mm  (p  <  0.0001), 
and  4  mm  samples  (p  <  0.0001 )  as  they  aged  over  the  storage  times.  Results  of  the  Scheffe 
post  hoc  testing  can  be  seen  in  Table  35.  One-way  ANOVA  analysis  of  the  change  in  thermal 

enthalpy  for  the  collective 
groups  as  a  function  of 
storage  time  identified 
significant  differences 
within  the  different 
thicknesses  at  the 
immediate  (p  <  0.0001), 
24-hour  (p  <  0.0001),  one- 
week  (p  =  0.003),  one- 
month  (p  <  001),  and 
three-month  (p  <  0.0001 ) 
storage  times.  The  results 
of  the  multi  comparison 


Table  35.  Scheffe  Multi  C 
Quick  Differential  Scann 

omparisons  For  Photac-Fil 
ng  Calorimetry  Thermal  Results 

Comparisons 

Thickness 

2  mm  3  mm  4  mm 

p  value 

Immediate  vs.  24-Hours 

0.001 

<  0.0001 

0.014 

Immediate  vs.  1  Week 

<  0.0001 

<  0.0001 

<  0.0001 

Immediate  vs.  1  Month 

<0.0001 

<  0.0001 

<0.0001 

Immediate  vs.  3  Months 

<  0.0001 

<  0.0001 

<  0.0001 

24  Hours  vs.  1  Week 

0.319 

0.849 

0.041 

24  Hours  vs.  1  Month 

0.250 

0.855 

0.001 

24  Hours  vs.  3  Months 

0.005 

<0.0001 

<0.0001 

1  Week  vs.  1  Month 

0.999 

0.292 

0.588 

1  Week  vs.  3  Months 

0.283 

<  0.0001 

<  0.0001 

1  Month  vs.  3  Months 

0.358 

<  0.0001 

<  0.0001 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95% 
confidence  interval 

testing  can  be  seen  in  Table  36. 
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Table  36.  Scheffe  Multi  Comparisons  For  Photac-Fil  Quick  Differential 
Scanning  Calorimetry  Thermal  Results 


Comparisons 

Storage  Time 

Immediate 

24  Hour 

One 

Week 

One 

Month 

Three 

Months 

p  value 

2  mm  vs.  3 
mm 

<  0.0001 

<  0.0001 

0.012 

<  0.0001 

<  0.0001 

2  mm  vs.  4 
mm 

<  0.0001 

<  0.0001 

0.005 

<  0.0001 

<  0.0001 

3  mm  vs.  4 
mm 

0.085 

0.021 

0.856 

0.569 

0.077 

n  =  5 

Results  shaded  red  are  considered  significant  at  a  95%  confidence  interval 


Results  of  the  Photac-Fil  Quick  mean  peak  temperature  of  the  DSC  thermal  scan  can  be  seen 
in  Table  37.  Two-way  ANOVA  analysis  of  the  mean  thermal  peak  temperature  values  as  a 
function  of  storage  time  and  thickness  indicated  significant  differences  within  the  samples  (p  < 
0.0001)  with  interactions  identified  between  the  two  factors  (p  <  0.0001). 


Table  37.  Photac-Fil  Quick  Thermal  Scan  Mean  Peak  Temperature  Results 
<°C) _ _ 


Time  Period 

2mm 

sd 

3mm 

sd 

4mm 

sd 

Immediate 

123  27 

49.51 

194.33 

4.16 

174.59 

1.06 

24  Hours 

134.69 

23.75 

149.37 

5.59 

154.31 

3.36 

1  Week 

141.22 

4.42 

145.34 

2.08 

143.29 

1.79 

1  Month 

136.69 

2.91 

140.14 

0.42 

141.02 

0.91 

3  Months 

129.47 

4.01 

137.51 

0.51 

137.43 

1.91 

n  =  5 


One-way  ANOVA  of  the  mean  peak  values  for  Photac-Fil  Quick  for  the  individual  sample 
thicknesses  over  the  storage  times  did  not  identify  a  significant  difference  within  the  2  mm 
samples  (p  =  0.81 3),  but  found  a  significant  change  in  temperature  within  the  3  mm  samples  (p 
<  0.0001),  and  the  4  mm  samples  (p  <  0.0001)  over  the  storage  times.  Results  of  the  Scheffe 
post  hoc  analysis  can  be  seen  in  Table  38. 
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One-way  ANOVA  of  the 
Photac-Fil  Quick  mean 
thermal  peak  values  for  the 
samples  as  a  function  of 
storage  time  identified  a 
significant  difference  in 
thermal  peak  values  within 
the  immediate  (p  =  0.006), 
one-month  (p  =  0.006),  and 
three-month  (p  =  0.001) 
storage  groups.  However,  a 
significant  difference  was 
not  found  at  24-hours  (p  = 
0.121)  and  at  one-week  (p  =  0.155).  Results  of  the  post  hoc  analysis  can  be  seen  in  Table  39. 


Table  38.  Scheffe  Multi  Comparisons  For  Photac-Fil 
Quick  Differential  Scanning  Calorimetry  Thermal  Peak 
Results 


Comparisons 

Thickness 

2  mm  3  mm  4  mm 

p  value 

Immediate  vs.  24-Hours 

0.968 

<  0.0001 

<  0.0001 

Immediate  vs.  1  Week 

0.855 

<  0.0001 

<  0.0001 

Immediate  vs.  1  Month 

0.944 

<  0.0001 

<  0.0001 

Immediate  vs.  3  Months 

0.997 

<  0.0001 

<  0.0001 

24  Hours  vs.  1  Week 

0.996 

0.562 

<  0.0001 

24  Hours  vs.  1  Month 

0.999 

0.015 

<  0.0001 

24  Hours  vs.  3  Months 

0.998 

0.001 

<  0.0001 

1  Week  vs.  1  Month 

0.999 

0.315 

0.638 

1  Week  vs.  3  Months 

0..995 

0.049 

0.012 

1  Month  vs.  3  Months 

0.994 

0.858 

0.214 

n  =  5 

Results  shaded  are  considered  significant  at  a  95% 
confidence  interval 


Table  39.  Scheffe  Multi  Comparisons  For  Photac-Fil  Quick  Differential 
Scanning  Calorimetry  Thermal  Peak  Temperature  Results 


Comparisons 

Storage  Time 

Immediate 

24  Hour 

One 

Week 

One 

Month 

Three 

Months 

p  value 

2  mm  vs.  3 
mm 

0.007 

0.305 

0.155 

0.033 

0.002 

2  mm  vs.  4 
mm 

0.047 

0.139 

0.589 

0.009 

0.002 

3  mm  vs.  4 
mm 

0.569 

0.864 

0.596 

0.746 

0.999 

n  =  5 

Results  shaded  are  considered  significant  at  a  95%  confidence  interval 


Differential  Scanning  Calorimetry  Thermal  Weight  Change 

The  complete  data  for  the  weight  changes  during  thermal  analysis  can  be  seen  in  Appendix  E, 
Tables  112-  116  for  Vitremer,  Tables  117-121  for  Fuji  II  LC,  and  Tables  122 -126  for 


Photac-Fil  Quick. 
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For  all  tables,  “H20  Gain”  represents  the  sample  weight  difference  noted  between  fabrication 
and  the  end  of  storage  in  100%  humidity.  “H20  Loss”  represents  the  amount  of  weight  change 
noted  during  the  specific  heat  determinations,  while  “Net  H20”  represents  the  difference 
between  water  gain  during  storage  and  water  loss  during  the  specific  heat  determinations. 

“Scan  Loss”  represents  the  weight  change  during  the  37  -  240  °C  thermal  scan,  and  “Total 
Loss”  represents  the  sum  of  weight  loss  during  specific  heat  determinations  and  thermal  scan. 
‘Total/Gain”  represents  the  ratio  (percent)  of  entire  weight  loss  to  water  gain,  and  “Scan/Gain” 
likewise  represents  the  ratio  of  weight  loss  during  the  DSC  thermal  scan  to  water  gain.  The 
latter  two  analyses  were  undertaken  to  explore  any  possible  relationships  between  the  amount 
of  water  gained  and  weight  loss  as  a  function  of  storage  time. 

Some  assumptions  were  made  during  the  formulation  of  the  weight  determinations.  First,  it  was 
assumed  that  any  weight  change  during  the  specific  heat  determinations  would  be  due  to  water 
loss,  presumably  of  the  loosely-bound  nature.  This  assumption  was  reinforced  that  the  DSC 
chamber  is  constantly  purged  with  low-humidity  nitrogen  gas  and  that  temperature  span  of  the 
specific  heat  determination  (20  0  -  60  0  C)  would  not  be  sufficient  to  cause  reasonable  loss  of 
any  HEMA  methacrylate  components  (BP  120  “C62 )  that  may  be  present  as  well  as  other  glass- 
ionomer  components.  The  second  assumption  is  that  the  during  the  DSC  thermal  scan  (37  0  - 
240  fiC)  the  majority  of  weight  loss  is  due  to  water  of  the  more  firmly-bound  nature.  This 
assumption  is  albeit  made  with  the  knowledge  that  some  polyacrylic  acids  used  in  resin- 
modified  glass-ionomer  restorative  materials  have  a  boiling  point  (~  210-220  °C63)  at  the  higher 
end  of  the  thermal  scan  used  in  this  evaluation.  Accordingly,  any  material  loss  associated  with 
an  endothermal  peak  above  100  °C  and  below  the  polyacrylic  acid  boiling  points  should  be 
assumed  to  be  mostly  due  to  water.  Furthermore,  the  second  assumption  was  reinforced  with 
the  results  of  pilot  studies  that  revealed  no  endothermal  peaks  evident  during  the  latter  end  of 
the  DSC  thermal  scans.  A  third  assumption  made  in  the  DSC  weight  change  formulations  was 
that  any  RMGI  polymer  formation  would  be  stable  during  the  temperature  range  of  the  DSC 


thermal  scan.  This  last  supposition  was  established  after  pilot  studies  revealed  that  RMGI 
materials  required  temperatures  in  excess  of  400  °C  to  degrade  during  DSC  thermal  scans. 


41 


The  mean  weight  change  during  the  thermal  analysis  for  Vitremer  is  presented  in  Table  40. 
Two-way  ANOVA  identified  significant  gain  in  water  (p  <  0.0001 )  in  the  Vitremer  samples  as  a 
function  of  storage  time,  but  a  difference  was  not  noted  (p  =  0.891)  between  the  different 
sample  thicknesses,  as  well  as  no  interactions  between  the  factors  of  time  and  thickness  (p  = 
0.389).  The  immediate  samples  were  not  included  in  any  of  the  water  gain  analyses  since 
these  samples  did  not  have  the  opportunity  to  gain  water  and  could  abnormally  skew  the 
statistical  results.  The  results  of  the  post  hoc  tests  concerning  Vitremer  water  gain  can  be  seen 
in  Table  41. 


Table  40.  Vitremer  Mean  Thermal  Weight  Change  (%  Wt) 
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Table  41.  Scheffe  Multi 

Comparisons  For  Vitremer  Water 
Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.913 

2  mm  vs.  4  mm 

0.999 

3  mm  vs.  4  mm 

0.921 

24  Hours  vs.  1  Week 

0.235 

24  Hours  vs.  1  Month 

0.005 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.393 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.002 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

time  increased.  The  results  of  the  Scheffe  post 
hoc  analysis  per  sample  thickness  and  storage 
time  can  be  seen  in  Table  42. 

Analysis  of  the  net  water  retention  during 
specific  heat  determination  for  the  Vitremer 
samples  as  a  function  of  sample  thickness  and 
storage  time  determined  that  the  Vitremer 
samples  retained  significantly  more  during  the 
specific  heat  determinations  as  storage  time 
increased  (p  <  0.0001 )  and  as  the  samples 
increased  in  thickness  (p  =  0.001)  without  an 
interaction  in  the  factors  of  storage  time  and 


Two-way  ANOVA  analysis  of  the  Vitremer 
samples  water  loss  during  the  specific  heat 
determinations  identified  a  significant  difference  (p 
<  0.0001 )  in  water  loss  between  the  samples  for 
both  factors  storage  time  and  sample  thickness 
with  an  interaction  noted  (p  =  0.038)  between  the 
two  factors.  The  2  mm  samples  were  noted  to 
lose  significantly  more  water  than  the  other 
thicknesses  and  more  water  was  lost  as  storage 


Table  42.  Scheffe  Multi 

Comparisons  For  Vitremer  Water 
Loss  During  Specific  Heat 
Determinations 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.006 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.014 

Immediate  vs.  24  Hours 

0.244 

Immediate  vs.  1  Week 

0.069 

Immediate  vs.  1  Month 

0.047 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

0.979 

24  Hours  vs.  1  Month 

0.941 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.999 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

specimen  thickness  (p  =  0.456).  Itemized  results  of  the  post  hoc  analysis  can  be  seen  in  Table 


43. 


44 


Two-way  ANOVA  of  Vitremer  weight  loss  during 
the  DSC  thermal  scan  identified 
significant  changes  in  weight  as  a  function  of 
thickness  and  storage  time  (p  <  0.0001), 
without  an  interaction  between  the  two  factors  (p 
=  0.226).  The  thicker  samples  were  noted  to 
exhibit  more  weight  loss  and  increased  weight 
loss  was  also  noted  with  longer  storage  times. 
The  results  of  the  post  hoc  analysis  can  be  seen 
in  Table  44. 


Analysis  of  the  total  weight  loss  (specific  heat 
determination  loss  +  thermal  scan  loss) 
identified  a  significant  increase  in  weight  loss  as 
a  function  of  storage  time  (p  <  0.0001 )  but  did 
not  identify  a  significant  difference  when 
analyzed  as  per  specimen  thickness  (p  =  0.085).  Furthermore,  no  interaction  between  the 
factors  was  identified  (p  =  0.238).  The  results  of  the  multi  comparison  post  hoc  testing  can  be 


Table  43.  Scheffe  Multi 

Comparisons  For  Vitremer  Net 
Water  Retention  During  Specific 
Heat  Determinations 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.038 

2  mm  vs.  4  mm 

0.001 

3  mm  vs.  4  mm 

0.401 

Immediate  vs.  24  Hours 

0.885 

Immediate  vs.  1  Week 

0.018 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

0.188 

24  Hours  vs.  1  Month 

0.001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.254 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.130 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

seen  in  Table  45. 
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Table  45.  Scheffe  Multi 

Comparisons  For  Vitremer  Total 
Weight  Loss 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.124 

2  mm  vs.  4  mm 

0.259 

3  mm  vs.  4  mm 

0.925 

Immediate  vs.  24  Hours 

0.736 

Immediate  vs.  1  Week 

0.005 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

0.150 

24  Hours  vs.  1  Month 

0.004 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.656 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

<0.0001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

Table  44.  Scheffe  Multi 

Comparisons  For  Vitremer  DSC 

Scan  Weight  Loss 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.038 

2  mm  vs.  4  mm 

0.001 

3  mm  vs.  4  mm 

0.401 

Immediate  vs.  24  Hours 

0.885 

Immediate  vs.  1  Week 

0.018 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

0.188 

24  Hours  vs.  1  Month 

0.001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.254 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.130 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 

I  interval 

Two-way  ANOVA  analysis  of  the  ratio  (expressed  as  a  percentage)  of  total  weight  loss  to  water 
gain  of  the  Vitremer  samples  identified  significant  differences  (p  <  0.0001)  among  both  factors 
of  specimen  thickness  and  storage  time  with  a  significant  interaction  indicated  between  the  two 
factors  (p  <  0.0001 ).  In  summary,  there  were  significant  differences  between  the  2  mm  and  4 
mm  specimens  and  all  storage  time  periods  demonstrated  significant  reduction  in  the  ratio 
except  between  the  one-week  and  one-month  storage  time.  Results  of  the  post  hoc  testing  can 
be  seen  in  Table  46. 


Analysis  of  the  ratio  of  the  weight  loss  observed  during  the  DSC  thermal  scan  to  water  gain  of 
the  Vitremer  samples  indicated  similar  results,  with  significant  differences  found  among  the 
factors  of  storage  time  and  thickness  (p  <  0.0001)  with  a  significant  interaction  between  the  two 


factors  (p  <  0.0001 ).  Scheffe  post  hoc  comparison  results  presented  similar  results  as  that 
seen  for  the  total  weight  loss  to  water  gain  ratio  evaluation  and  are  posted  in  Table  47. 
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Table  46.  Scheffe  Multi 

Comparisons  For  Vitremer  Ratio 
of  Total  Weight  Loss  to  Water 

Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.925 

2  mm  vs.  4  mm 

0.004 

3  mm  vs.  4  mm 

0.010 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.236 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.033 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

Table  47.  Scheffe  Multi 

Comparisons  For  Vitremer  Ratio 
of  DSC  Thermal  Scan  Weight  Loss 
to  Water  Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.218 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

<0.0001 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.161 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.033 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

The  mean  weight  change  during  the  thermal  analysis  for  Fuji  II  LC  is  presented  in  Table  48. 
Two-way  ANOVA  analysis  of  Fuji  II  LC  water  gain  (except  the  immediate  groups)  as  a  function 
of  thickness  and  storage  time,  identified  significant  differences  (p  <  0.0001 )  for  both  factors,  with 
an  interaction  indicated  between  the  two  factors  (p  =  0.001 ).  Interesting,  the  2  mm  samples 
demonstrated  more  water  gain  than  the  thicker  samples  and  although  water  gain  increased  as 
storage  time  increased,  water  gain  was  observed  to  peak  at  the  one-week  storage  time. 

Results  of  the  post  hoc  testing  can  be  seen  in  Table  49. 


H20  Gain  SD  H20  Loss  SD  Net  H20  SD  Scan  Loss  SD  Total  Loss  SD  Total  H20  Gain  SD  Scan  H20  Gain  SD 


Table  48.  Fuji  II  LC  Mean  Thermal  Weight  Change  (%Wt) 
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Table  49.  Scheffe  Multi 

Comparisons  For  Fuji  II  LC  Water 
Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.002 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.584 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

0.115 

1  Week  vs.  1  Month 

0.103 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

<0.0001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

Analysis  of  the  net  water  retention  during  specific 
heat  determination  of  the  Fuji  II  LC  samples 
identified  significant  differences  for  both  storage 
time  and  specimen  thickness  (p  <  0.0001 )  as  well 
as  an  interaction  between  both  factors  (p  < 

0.0001 ).  Post  hoc  analysis  identified  significant 
differences  for  all  thickness  combinations  except 
between  the  3  mm  and  4  mm  samples  and  all 
storage  time  periods  were  significantly  different 
except  between  the  one-week  and  one-month 
storage  times.  The  results  of  the  multi 
comparison  testing  can  be  seen  in  Table  51 . 


Two-way  ANOVA  analysis  of  the  Fuji  II  LC  water 
loss  during  specific  heat  determination  identified 
significant  weight  loss  in  the  samples  both  when 
analyzed  per  thickness  and  storage  time  (p  < 
0.0001 )  with  an  interaction  between  the  two 
factors  also  identified  (p  =  0.012).  The  results  of 
the  Scheffe  multi  comparison  testing  can  be  seen 
in  Table  50. 


Table  50.  Scheffe  Multi 

Comparisons  For  Fuji  II  LC  Water 
Loss  During  Specific  Heat 
Determinations 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.150 

Immediate  vs.  24  Hours 

<0.0001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

0.109 

24  Hours  vs.  1  Week 

0.003 

24  Hours  vs.  1  Month 

0.942 

24  Hours  vs.  3  Months 

0.308 

1  Week  vs.  1  Month 

0.030 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.061 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 
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Analysis  of  the  Fuji  II  LC  samples  for  weight  loss 
during  the  DSC  thermal  scan  identified  significant 
differences  for  both  storage  time  and  specimen 
thickness  (p  <  0.0001 )  as  well  as  an  interaction 
between  both  factors  (p  <  0.0001 ).  Post  hoc 
analysis  identified  significant  differences  for  all 
thickness  combinations  except  between  the  3  mm 
and  4  mm  samples  and  all  storage  time  periods 
were  significantly  different  except  between  the 
one-week  and  one-month  and  the  one-week  and 
three-month  storage  times.  The  results  of  the 
multi  comparison  testing  can  be  seen  in  Table  52. 
Analysis  of  the  Fuji  II  LC  samples  concerning  total 
weight  loss  (specific  heat  determination  +  DSC 
thermal  scan)  closely  mirrored  the  results  of  the 
DSC  thermal  scan  with  significant  differences 
identified  (p  <  0.0001)  for  both  storage  time  and 
specimen  thickness  with  an  interaction  noted  between  the  two  factors  (p  <  0.0001 ).  The  results 
of  the  post  hoc  testing  can  be  seen  in  Table  53. 


Table  51.  Scheffe  Multi 

Comparisons  For  Fuji  II  LC  Net 
Water  Retention  During  Specific 
Heat  Determinations 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.129 

Immediate  vs.  24  Hours 

<0.0001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.962 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

<0.0001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 

1  interval 
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Table  52.  Scheffe  Multi 

Comparisons  For  Fuji  II  LC  Weight 
Loss  During  DSC  Thermal  Scan 

I  Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.183 

Immediate  vs.  24  Hours 

0.001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.148 

1  Week  vs.  3  Months 

0.881 

1  Month  vs.  3  Months 

0.012 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

Table  53.  Scheffe  Multi 

Comparisons  For  Fuji  II  LC  Total 
Weight  Loss 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.045 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.237 

Immediate  vs.  24  Hours 

0.001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

0.164 

1  Week  vs.  1  Month 

0.794 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

Two-way  ANOVA  analysis  of  the  ratio  (expressed  as  a  percentage)  of  total  weight  loss  to  water 
gain  of  the  Fuji  II  LC  samples  identified  significant  differences  (p  <  0.0001)  with  respect  to 
specimen  thickness  and  storage  time  and  a  significant  interaction  indicated  between  the  two 
factors  (p  <  0.0001 ).  There  were  significant  differences  between  the  all  thickness  pairs,  except 
between  the  3  mm  and  4  mm  specimens,  and  all  storage  time  periods  demonstrated  significant 
reduction  in  the  ratio  except  between  the  one-week  and  one-month  storage  time.  Results  of  the 
post  hoc  testing  can  be  seen  in  Table  54. 


Analysis  of  the  ratio  of  the  weight  loss  observed  during  the  DSC  thermal  scan  to  water  gain  of 
the  Fuji  II  LC  samples  indicated  similar  results,  with  significant  differences  found  among  storage 
time  and  thickness  (p  <  0.0001 )  with  a  significant  interaction  between  the  two  factors  (p  < 

0.0001 ).  Interestingly,  for  the  3  mm  and  4  mm  samples,  the  ratio  demonstrated  its  highest 
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value  at  24  hours,  which  then  decreased  at  the  one-week  storage  time.  At  this  point,  all  three 
thicknesses  of  the  samples  demonstrated  an  increase  in  the  ratio.  Scheffe  post  hoc 
comparison  results  presented  similar  results  as  that  seen  for  the  total  weight  loss  to  water  gain 
ratio  evaluation,  and  the  results  are  posted  in  Table  55. 


Table  54.  Scheffe  Multi 

Comparisons  For  Fuji  II  LC  Total 
Weight  Loss  to  Water  Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.987 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.699 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.005 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 


Table  55.  Scheffe  Multi 

Comparisons  For  Fuji  II  LC  DSC 
Thermal  Scan  Weight  Loss  to 

Water  Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.987 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.335 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.004 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

The  mean  results  of  the  Photac-Fil  Quick  thermal  analysis  weight  changes  can  be  seen  in  Table 
56.  Two-way  ANOVA  analysis  of  the  Photac-Fil  Quick  samples  for  water  gain  (immediate 
groups  excluded)  identified  a  significant  increase  in  weight  as  a  factor  of  storage  time  (p  < 
0.0001 )  but  found  no  significant  difference  in  weight  gain  as  a  factor  of  specimen  thickness  (p  = 
0.323).  There  was  no  significant  interaction  between  the  two  factors  found  (p  =  0.106).  Overall 
results  found  that  the  samples  demonstrated  significant  increase  in  water  gain  with  increase  in 
storage  time,  with  the  three-month  samples  displaying  significantly  more  water  uptake  than  the 
other  samples.  Results  of  the  post  hoc  testing  can  be  seen  in  Table  57. 


H20  Gain  SD  H20  Loss  SD  Net  H20  SD  Scan  Loss  SD  Total  Loss  SD  Total  H20  Gain  SD  Scan  H20  Gain  SD 


52 


Table  56.  Photac-Fil  Quick  Mean  Thermal  Weight  Change  (%Wt) 
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Table  57.  Scheffe  Multi 

Comparisons  For  Photac-Fil  Quick 
Water  Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.441 

2  mm  vs.  4  mm 

0.663 

3  mm  vs.  4  mm 

0.936 

24  Hours  vs.  1  Week 

0.924 

24  Hours  vs.  1  Month 

0.504 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.189 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

loss  appeared  to  peak  at  the  24-hour  storage 
time  and  then  appeared  to  lessen  and 
become  stable,  at  least  for  the  3  mm  and  4 
mm  samples.  Results  of  the  Scheffe  post 
hoc  analysis  are  presented  in  Table  58. 

Analysis  of  the  net  water  retention  of  the 
Photac-Fil  Quick  samples  during  the  specific 
heat  determinations  revealed  significant 
differences  for  both  sample  thickness  and 
storage  time  (p  <  0.0001)  without  an 
interaction  between  the  two  factors  (p  = 
0.168).  Specifically  the  samples  retained 


Analysis  of  Photac-Fil  Quick  water  loss  during  the 
specific  heat  determinations  indicated  significant 
differences  among  sample  thickness  and  storage 
time  (p  <  0.0001)  without  an  interaction  between 
the  two  factors  (p  =  0.355).  The  different  sample 
thicknesses  were  all  significantly  different  from 
each  other,  with  the  2  mm  samples  displaying 
more  water  loss  than  the  other  two  thicknesses  (p 
<  0.01 3).  Considering  sample  storage  time,  water 


Table  58.  Scheffe  Multi 

Comparisons  For  Photac-Fil  Quick 
Water  Loss  During  Specific  Heat 
Determinations 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.013 

Immediate  vs.  24  Hours 

<0.0001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

<0.0001 

24  Hours  vs.  1  Month 

<0.0001 

24  Hours  vs.  3  Months 

0.030 

1  Week  vs.  1  Month 

0.998 

1  Week  vs.  3  Months 

0.260 

1  Month  vs.  3  Months 

0.548 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

more  water  as  sample  thickness  and  storage 

time  increased.  Results  of  the  Scheffe  multi  comparison  testing  are  presented  in  Table  59. 
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II  Table  59.  Scheffe  Multi 

Comparisons  For  Photac-Fil  Quick 
Net  Water  Retention  During 

1  Specific  Heat  Determinations 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.413 

Immediate  vs.  24  Hours 

0.001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

0.001 

24  Hours  vs.  1  Month 

0.046 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.707 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

<0.0001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

Two-way  ANOVA  analysis  of  the  Photac-Fil 
Quick  samples  for  weight  loss  during  the 
thermal  DSC  scan  similarly  to  the  total  loss 
analysis  identified  significant  differences  in 
weight  as  a  function  of  storage  time  (p  < 
0.0001)  and  sample  thickness  (p  =  0.0001) 
with  an  interaction  noted  between  the  two 
factors  (p  <  0.0001 ).  In  general,  total  weight 
loss  increased  as  storage  time  increased  and 
sample  thickness  increased.  Results  of  the 
post  hoc  testing  can  be  seen  in  Table  61 . 


Two-way  ANOVA  analysis  of  the  Photac-Fil  Quick 
samples  for  total  weight  loss  during  specific  heat 
determinations  and  thermal  DSC  scan  identified 
significant  differences  in  weight  as  a  function  of 
storage  time  (p  <  0.0001)  and  sample  thickness  (p 
=  0.023)  with  an  interaction  noted  between  the  two 
factors  (p  <  0.0001 ).  In  general,  total  weight  loss 
increased  as  storage  time  increased  and  sample 
thickness  increased.  Results  of  the  post  hoc 
testing  can  be  seen  in  Table  60. 


1  Table  60.  Scheffe  Multi 

Comparisons  For  Photac-Fil  Quick 
Total  Weight  Loss 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.413 

Immediate  vs.  24  Hours 

0.001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

0.001 

24  Hours  vs.  1  Month 

0.046 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.707 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

<0.0001 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 
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Table  61 .  Scheffe  Multi 
Comparisons  For  Photac 
DSC  Thermal  Scan  Weig 

:-Fil  Quick 
ht  Loss 

Comparisons 

p  value 

2  mm  vs.  3  mm 

<0.0001 

2  mm  vs.  4  mm 

<0.0001 

3  mm  vs.  4  mm 

0.413 

Immediate  vs.  24  Hours 

0.001 

Immediate  vs.  1  Week 

<0.0001 

Immediate  vs.  1  Month 

<0.0001 

Immediate  vs.  3  Months 

<0.0001 

24  Hours  vs.  1  Week 

0.998 

24  Hours  vs.  1  Month 

0.236 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.385 

1  Week  vs.  3  Months 

<0.0001 

1  Month  vs.  3  Months 

0.006 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 

Two-way  ANOVA  analysis  of  the  ratio  (expressed 
as  a  percentage)  of  total  weight  loss  to  water  gain 
of  the  Photac-Fil  Quick  samples  identified 
significant  difference  for  weight  change  as  a 
function  of  storage  time  (p  <  0.0001 )  but  not  for 
specimen  thickness  (p  =  0.342)  without  an 
identified  interaction  indicated  between  the  two 
factors  (p  <  0.903).  There  were  significant 
differences  noted  between  the  24-hour  and  three- 
month  as  well  as  between  the  one-week  and 
three-month  storage  time  periods.  Results  of  the 
post  hoc  testing  can  be  seen  in  Table  62. 


Table  62.  Scheffe  Multi 

Comparisons  For  Photac-Fil  Quick 
Total  Weight  Loss  to  Water  Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.366 

2  mm  vs.  4  mm 

0.928 

3  mm  vs.  4  mm 

0.582 

24  Hours  vs.  1  Week 

0.613 

24  Hours  vs.  1  Month 

0.199 

24  Hours  vs.  3  Months 

<0.0001 

1  Week  vs.  1  Month 

0.868 

1  Week  vs.  3  Months 

0.020 

1  Month  vs.  3  Months 

0.129 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
interval 
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Analysis  of  the  ratio  of  the  weight  loss  observed  during  the  DSC  thermal  scan  to  water  gain  of 
the  Photac-Fil  Quick  samples  indicated  similar  results,  with  significant  differences  found  with 
storage  time  (p  =  0.001)  but  not  with  sample  thickness  (p  =  0.310).  As  with  the  analysis  of  total 
weight  loss  to  water  gain,  a  significant  interaction  between  the  two  factors  was  not  identified  (p 
=  0.927).  The  highest  ratio  was  noted  at  the  24-hour  storage  time,  at  which  point  the  ratio  of 
scan  loss  to  water  gain  was  observed  to  decrease  with  storage  time.  Scheffe  post  hoc 
comparison  results  are  presented  in  Table  63. 


Table  63.  Scheffe  Multi 

Comparisons  Ratio  For  Photac-Fil 
Quick  DSC  Thermal  Scan  Weight 
Loss  to  Water  Gain 

Comparisons 

p  value 

2  mm  vs.  3  mm 

0.992 

2  mm  vs.  4  mm 

0.452 

3  mm  vs.  4  mm 

0.382 

24  Hours  vs.  1  Week 

0.976 

24  Hours  vs.  1  Month 

0.607 

24  Hours  vs.  3  Months 

0.003 

1  Week  vs.  1  Month 

0.845 

1  Week  vs.  3  Months 

0.011 

1  Month  vs.  3  Months 

0.089 

n  =  15 

Results  shaded  red  are  considered 
significant  at  a  95%  confidence 
|  interval 
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CHAPTER  FOUR: 


DISCUSSION 
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In  terms  of  setting  chemistry,  resin-modified  glass-ionomer  restorative  materials  are  more 
complex  than  their  conventional  predecessors.3  Although  Andrzejewska  et  al.M  reported  that 
the  addition  of  aqueous  polyacids  enhanced  the  light-induced  polymerization  of  HEMA,  the 
converse  is  not  the  same,  as  organic,  photopolymerizable  monomers  alters  the  conventional 
acid-base  setting  reaction.3  Anstice  and  Nicholson65  reported  that  the  addition  of  HEMA  to  a 
conventional  restorative  glass-ionomer  restorative  material  resulted  in  a  slower  setting  reaction 
with  reduced  compressive  strength.  The  cause  of  this  effect  was  assumed  to  be  reduction  of 
ionic  reactions  due  to  reduction  of  dielectric  constant  of  HEMA,65  conformational  changes  that 
result  in  a  more  tightly  coiled  thus  less-reactive  polyacrylic  acid  polymer,3  and  that  the  aqueous 
HEMA  solution  provides  less  solubility  for  the  polyacrylic  acids  to  enter  solution  and  react.65 
Conventional  clinical  wisdom  states  that  depth  of  cure  is  not  important  with  resin-modified  glass- 
ionomer  restorative  materials,  since  clinicians  seem  to  assume  that  the  conventional  acid-base 
reaction  will  take  place  at  deeper  areas  in  which  light  penetration  is  insufficient  to  enable  the 
polymerization  of  HEMA.3  However,  clinicians  need  to  realize  that  these  deeper  unpolymerized 
areas  represent  an  area  in  which  the  acid-base  reaction  is  diluted  with  HEMA.  Although  some 
type  of  setting  reaction  may  take  place,  it  occurs  at  a  much  slower  pace  and  results  in  a 
material  with  inferior  physical  properties.3,65 

The  overall  aim  of  this  research  was  to  identify  and  possibly  quantify  any  post-visible-light 
irradiation  reactions  that  may  occur  in  resin-modified  glass-ionomer  restorative  materials  in 
depths  of  two  to  five  millimeters.  Three  different  areas  of  investigation  were  undertaken: 
Solubility,  Hardness,  and  Thermal  Analysis. 

Solubility:  The  solubility  testing  method  was  partly  based  on  ANSI/ADA  Specification  No.  27: 
Resin-Based  Filling  Materials  (1997).60  Accordingly,  the  method  utilized  was  designed  to 
provide  specimens  of  uniform  surface  area,  thickness,  equal  exposure  duration  to  moisture,  and 
dehydration  of  the  specimens  until  weight  stability  to  the  nearest  0.001  grams  was  observed. 
However,  this  evaluation  differed  from  either  the  ANSI/ADA  Specification  No.  27  and/or  clinical 
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conditions  in  three  ways.  The  first  variation  is  that  in  this  investigation  solubility  was  solely 
assessed  as  a  function  of  percentage  weight  loss,  whereas  the  ANSI/ADA  specification  is 
based  on  weight  loss  per  calculated  volume.  This  parameter  was  chosen  in  an  attempt  to 
establish  a  protocol  that  would  allow  expedient  comparison  of  solubility,  lessen  material  loss,  as 
well  as  sample  dehydration  during  extra  handling  required  of  volume  measurements.  Although 
the  chosen  thesis  parameter,  being  based  on  weight  alone,  could  be  criticized  for  lacking  the 
precision  of  the  ANSI/ADA  specification,  the  parameter  was  envisioned  to  allow  expedient 
comparative  solubility  analysis. 

The  second  variation  is  that  this  method  involved  specimens  of  different  photopolymerization 
protocols  with  four  different  thicknesses  per  group.  The  “experimental”  group  represents  a 
photopolymerization  method  that  mirrors  clinical  placement;  that  is,  the  specimens  are  light 
activated  as  per  manufacturer  recommendations  from  the  top  surface  of  the  specimen  cylinder. 
This  thesis  “control”  group  involved  both  the  specimen  top  and  bottom  surface  photoactivation. 
Although  the  control  group  represents  a  clinically  unrealistic  situation,  the  control  samples  were 
designed  to  allow  possible  comparison  of  material  solubility  behavior  and  kinetics  between  the 
two  polymerization  schemes. 

The  third  area  in  which  this  evaluation  differed  is  that  a  protective  varnish  or  resin  coating  was 
not  applied  to  the  polymerized  samples.  Although  originally  touted  to  be  less  susceptible  than 
conventional  glass-ionomer  materials  to  the  effects  of  early  moisture  contamination  and  later 
dehydration,  resin-modified  glass-ionomer  restorative  materials  were  found  to  also  require  a 
surface  protecting  agent.10,11,66,67  Surface  protectants  were  not  applied  to  the  specimens  during 
this  investigation  as  it  was  felt  that  the  surface  coatings  could  reduce  the  experiment  sensitivity 
to  solubility  differences  that  could  exist  due  to  the  different  curing  regimens. 
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Figure  6.  Vitremer  Group  Solubility  per  Storage  Time  (%) 
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Experimental 
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n  =  20 

Groups  marked  with  the  same  letter  are  statistically  similar  (p  >  0.05) 


Figure  7.  Vitremer  Group  Solubility  per  Specimen  Thickness  (%) 
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n  =  25 

Groups  marked  with  the  same  letter  are  statistically  similar  (p  >  0.05) 


Graphical  results  for  the  multivariate  analysis  of  the  Vitremer  solubility  groups  as  a  function  of 
curing  mode,  and  storage  time  can  be  seen  in  Figure  6.  The  experimental  groups  exhibited 
similar  solubility  at  all  storage  times  except  for  the  one  month  time  period.  The  control  groups 
exhibited  increasing  solubility  with  the  increase  in  storage  time  which  appeared  to  peak  at  one 
month  and  then  decrease.  The  results  for  multivariate  Vitremer  solubility  for  both  curing  modes 
as  a  function  of  thickness  can  be  seen  in  Figure  7. 
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Comparative  solubility  trends  between  the  two  Vitremer  groups  are  compared  with  the  results 
graphically  superimposed  in  Figure  8.  The  experimental  samples  are  represented  by  the  dotted 
lines  while  the  control  samples  are  depicted  with  the  solid  lines.  It  can  be  readily  observed  that 
solubility  over  time  between  the  two  curing  modes  exhibits  a  similar  trend,  as  independent  of 
each  thickness  by  curing  mode  pair  only  identified  four  instances  of  significant  difference  in 
solubility. 


Graphical  results  for  the  multivariate  analysis  of  the  Fuji  II  LC  solubility  groups  as  a  function  of 
curing  mode  and  storage  time  can  be  seen  in  Figure  9.  The  Fuji  II  LC  experimental  groups 
exhibited  statistically  less  solubility  at  24  hours  but  increased  solubility  as  storage  time 
progressed.  The  control  samples  likewise  exhibited  a  significant  increase  in  solubility  as 
storage  time  progressed,  which  likewise  to  the  Vitremer  samples,  appears  to  peak  at  one  month 


storage. 
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Experimental  Control 


n  =  20 

Groups  marked  with  the  same  letter  are  statistically  similar  (p  >  0.05) 


Figure  10.  Fuji  II  LC  Group  Solubility  per  Specimen  Thickness  (%) 


Experimental 


Control 


n  =  25 

Groups  marked  with  the  same  letter  are  statistically  similar  (p  >  0.05) 

Graphical  results  for  the  multivariate  analysis  of  the  Fuji  II  LC  solubility  groups  as  a  function  of 
curing  mode  and  specimen  thickness  can  be  seen  in  Figure  10.  Interestingly,  the  experimental 
groups  exhibited  similar  solubility  regardless  of  sample  thickness  while  the  control  groups  were 
observed  to  demonstrate  decreased  solubility  as  the  sample  increased  in  thickness. 


An  overlay  of  the  Fuji  II  LC  control  and  experimental  solubility  results  is  depicted  in  Figure  11. 
The  experimental  results  are  annotated  with  dotted  lines  and  the  control  results  are  represented 
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by  solid  lines.  Independent  t-test  analysis  of  each  curing  mode  thickness  pair  at  the  same 
storage  time  identified  that  the  control  group  for  the  immediate,  three-month,  and  all  but  the  3 
mm  samples  of  the  24-hour  group  exhibited  significantly  less  solubility  than  the  experimental 
samples.  Similar  to  the  Vitremer  samples,  the  overall  solubility  trend  of  increasing  solubility 
with  increased  storage  time  with  solubility  peaking  at  one  month  is  evident. 


Figure  11.  Overlay  of  Fuji  II  LC  Solubility  Results  (%) 


Graphical  results  for  the  multivariate  analysis  of  the  Photac-Fil  Quick  solubility  groups  as  a 
function  of  curing  mode  and  storage  time  can  be  seen  in  Figure  12.  With  both  curing  modes 
there  was  a  significant  increase  in  solubility  with  increasing  storage  time  that  exhibits  a 
significant  decrease  after  one  month  of  storage.  When  considered  per  specimen  thickness 
(Figure  13),  the  Photac-Fil  Quick  experimental  specimens,  similar  to  that  seen  of  Fuji  II  LC,  do 
not  differ  significantly  in  solubility.  Also  similar  to  Fuji  II  LC,  the  Photac-Fil  Quick  control 
samples  exhibit  significantly  less  solubility  with  increased  sample  thickness,  with  the  2  mm 
specimens  displaying  significantly  more  solubility  than  the  other  thicknesses. 


64 


Figure  12.  Photac-Fil  Quick  Solubility  per  Storage  Time  (%) 
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Groups  marked  with  the  same  letter  are  statistically  similar  (p  >  0.05) 


Photac-Fil  Quick  combined  control  and  experimental  solubility  results  are  graphically  depicted  in 
Figure  14,  with  the  dashed  lines  depicting  the  experimental  samples  and  the  solid  lines 
annotating  the  control  samples.  Independent  t-test  analysis  of  each  curing  mode  thickness  pair 
at  the  same  storage  time  identified  that  the  control  group  samples  exhibited  significantly  less 
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solubility  overall  than  the  experimental  samples,  except  for  the  three-month  storage  time  at 
which  all  exhibited  similar  solubility.  Similar  to  Vitremer  and  Fuji  II  LC,  the  solubility  of  Photac- 
Fil  Quick  exhibits  an  increasing  trend  of  solubility  that  decreases  after  one  month  of  storage. 


Figure  14.  Overlay  of  Photac-Fil  Quick  Solubility  Results  (%) 
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The  marginal  means  of  each  material  as  a  function  of  storage  time  are  depicted  in  Figure  15. 
The  experimental  group  is  depicted  as  this  curing  mode  is  representative  of  clinical  conditions. 
It  was  not  the  purpose  of  this  thesis  to  compare  the  performance  of  each  material:  any  such 
contrast  is  accomplished  only  to  observe  overall  material  trends  under  similar  conditions.  All 
three  materials  displayed  a  trend  of  increasing  solubility  with  increase  of  storage  time  that 
peaked  at  the  one-month  storage  interval.  This  solubility  behavior  was  not  totally  expected,  as 
it  could  be  assumed  that  solubility  would  decrease  as  the  RMGI  matrix  matured  with  increasing 
time.  Glass-ionomer  materials  have  been  reported  to  exhibit  continued  matrix  maturity  with 
time,3  and  the  exact  time  intervals  involved  with  RMGI  maturity  have  not  been  fully  revealed. 
Sidhu  etal.66  elucidated  some  information  concerning  the  matrix  maturity  of  RMGI  materials, 
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and  found  that  Fuji  II  LC,  Photac-Fil  Quick,  and  Vitremer  did  not  exhibit  matrix  maturity  at  three 
months,  as  evidenced  by  all  materials  being  susceptible  to  dehydration  effects.  At  six  months, 
Fuji  II  LC  exhibited  resistance  to  dehydration  suggesting  matrix  maturity,  and  it  required  12 
months  for  Vitremer  and  Photac-Fil  Quick  to  reach  the  same  level.68  It  can  be  inferred  that  the 
decrease  in  solubility  noted  at  three  months  for  each  of  these  materials  is  associated  with  the 
matrix  maturity  process;  perhaps  this  solubility  behavior  provides  evidence  that  the  resin- 
modified  glass-ionomer  materials  are  susceptible  to  the  effects  of  dehydration  for  up  to  one 
month.  However,  further  evaluation  is  required  for  further  storage  time  periods  before  more 
definitive  comparisons  should  be  attempted. 


Figure  15.  Material  Experimental  Group  Marginal  Means  Solubility  Results 
as  a  Function  of  Storage  Time  (%) 


n  =  25 


For  the  three  materials,  it  is  interesting  to  also  note  that  the  trend  within  each  material  is  that  the 
solubility  between  the  different  curing  methods  was  not  overwhelmingly  significantly  distinct. 

The  experimental  curing  method  (visible  light  activation  at  the  top  surface)  simulates  the  clinical 
situation.  The  control  curing  method  (visible  light  activation  at  the  top  and  bottom  surfaces)  was 
designed  to  allow  possible  comparison  of  solubility  dynamics  between  the  clinical  and  a  more 
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thoroughly-cured  RMGI  sample.  It  was  expected  that  the  additional  curing  of  the  bottom 
surfaces  afforded  to  the  control  samples  would  effect  almost  uniformly  less-soluble  samples,  as 
compared  to  the  experimental  group.  Review  of  Tables  1 , 2,  and  3  will  show  the  t-test  results 
between  individual  specimens  of  the  same  thickness  and  storage  time,  and  will  demonstrate 
individual  instances  of  non-difference  between  samples  as  per  curing  mode. 

The  lack  of  uniform  difference  between  curing  modes  of  the  RMGI  materials  might  be  explained 
by  the  resin  content  of  the  RMGI  materials.  RMGI  have  been  reported  to  be  composed  of 
approximately  4.5  -  6  percent  resin  in  the  set  product.10  Although  the  presence  of  resin  may 
purportedly  improve  some  physical  properties  of  glass  ionomer  materials,  perhaps  the  amount 
of  resin  present  is  in  insufficient  quantity  to  affect  solubility  behavior.  Accordingly,  the  solubility 
behavior  of  the  RMGI  materials  may  be  more  dictated  by  the  conventional,  acid-base 
components  of  the  hybrid  material. 

Another  unexpected  finding  under  the  conditions  of  this  study  was  the  lack  of  solubility 
differences  between  the  different  depths  of  samples.  Additional  one-way  ANOVA  of  the 
Vitremer  samples  as  a  factor  of  thickness  did  not  find  a  significant  difference  in  solubility  for  the 
experimental  samples  (p  =  0.141)  as  well  as  the  control  samples  (p  =  0.243).  Analysis  of  Fuji  II 
LC  samples  did  not  identify  a  significant  difference  in  solubility  within  the  experimental  samples 
(p  =  0.986)  or  the  control  samples  (p  =  0.732).  Likewise,  analysis  of  Photac-Fil  Quick  samples 
did  not  find  a  significant  difference  among  the  experimental  samples  (p  =  0.912)  nor  the  control 
specimens  (p  =  0.179).  Although  experimental  conditions  were  followed  as  precisely  as 
possible,  solubility  testing  did  result  in  some  groups  yielding  variant  standard  deviations. 
However,  it  is  thought  that  the  wide  standard  deviations  observed  would  not  affect  the  overall 
results  reported  in  this  evaluation. 

One  explanation  that  may  have  resulted  in  the  lack  of  solubility  difference  findings  of  this  study 
could  be  due  to  the  kinetics  of  water  penetration  into  the  samples.  Water  diffusion  into  most 


dental  materials  follows  Fick’s  First  Law  of  Diffusion,  which  follows  that  for  disc  specimens 
(where  edge  effects  can  be  ignored)  the  following  equation  applies: 
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where 


M,  /M-  =  2(Dt/TTl2)* 

M,  =  the  mass  up  take  at  time  t  (seconds) 
M.  =  is  the  equilibrium  uptake 
I  =  the  thickness  of  the  specimen 
D  =  the  diffusion  coefficient.69 


Nicholson70  reported  the  water  absorption  of  two  resin-modified  glass-ionomer  restorative 
materials  (Vitremer  and  Baseline  VLC  [no  longer  manufactured])  and  found  that,  based  on 
solution  used,  the  two  materials  exhibited  absorption  behavior  that  followed  Fick’s  First  Law  for 
only  an  initial  period  of  time.  Nicholson  identified  that  curing  duration  effected  a  dependent 
action  on  the  diffusion  coefficient,  in  that  longer  visible  light  polymerization  times  had  an  inverse 
effect  on  the  diffusion  coefficient.  Nicholson  reasoned  that  the  longer  curing  duration 
polymerized  more  previously-soluble  materials  into  a  more  insoluble  state.  Furthermore,  an 
increase  in  the  degree  of  polymerization  would  reduce  the  ease  in  which  water  molecules  could 
potentially  diffuse  through  the  structure.70  Although  as  water  diffusion  rate  into  the  resin- 
modified  glass-ionomer  materials  declined  with  increasing  time,  Nicholson  reported  that  it  still 
required  a  total  of  ten  days  to  reach  equilibrium  with  a  2.8-millimeter  thick  disc  of  Vitremer.70 


Nicholson’s  work  was  reinforced  by  two  reports  by  Jevnikar  et  al .71'72  using  micro-magnetic 
resonance  imaging  techniques.  In  their  first  report,71  the  authors  compared  water  infiltration  into 
both  conventional  and  resin-modified  glass  ionomer  restorative  materials  for  up  to  192  hours 
and  reported  that  in  the  first  24  hours  water  diffused  0.72  mm  into  the  conventional  material  and 
0.33  mm  into  resin-modified  glass  ionomer  material.  The  conventional  glass-ionomer  materials 
required  96  hours  for  full  water  equilibrium,  however;  the  resin-modified  glass-ionomer  material 
required  1 92  hours,  which  led  the  authors  to  conclude  that  resin-modified  glass-ionomer 
restorative  materials  are  more  impervious  to  water  infiltration  than  their  conventional 
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counterparts.71  In  their  second  report,  Jevnikar  et  al.72  investigated  the  effect  of  surface 
coatings  on  water  migration  into  resin-modified  glass-ionomer  restorative  materials  using  similar 
techniques  as  in  their  previous  report  and  further  demonstrated  that  water  diffusion  into  these 
materials  are  limited  for  the  first  24  hours. 

This  information  from  Nicholson70  and  Jevnikar  ef  a/.71,72  may  provide  insight  pertaining  to  why  a 
profound  expected  difference  was  not  observed  in  solubility  between  the  control  and 
experimental  groups  during  this  evaluation.  Accordingly,  since  only  a  24-hour  water  exposure 
time  was  used  for  solubility  determination,  the  water  diffusion  rate  into  the  respective  materials 
represented  only  near-surface  solubility  behaviors.  Hence,  the  solubility  results  were  limited  by 
the  rate  of  water  diffusion  into  the  thicker  materials  and  did  not  represent  the  solubility  behavior 
of  the  entire  sample.  Future  solubility  evaluations  involving  resin-modified  glass-ionomer 
restorative  materials  should  include  increased  water  exposure  time  to  equilibrium  conditions. 

Insight  into  the  behavior  of  increasing  solubility  over  the  first  month  could  be  provided  by  the 
lower-kinetic  reactions  that  continue  with  glass-ionomer  materials.  It  has  been  reported  that 
with  conventional  glass-ionomer  materials  both  compressive  and  flexural  strengths  decline  after 
a  few  months  of  water  storage.73,74  Although  these  changes  were  first  thought  to  be  due  to 
hydrolytic  instability,73,74  it  was  reported  later  by  Nicholson  and  Abiden  that  these  changes 
occurred  even  with  anhydrous  storage  in  oil.75  It  is  thought  that  the  observed  strength 
degradation  is  due  to  increased  material  brittleness  resulting  from  the  continued  slow  reactions 
that  lead  to  higher  polymer  cross-link  density  within  the  glass-ionomer  material.3  These 
continued  reactions  in  addition  could  create  internal  stresses  of  such  magnitude  that  stress 
release  is  afforded  by  the  creation  of  internal  defects  that  communicate  to  the  surface. 

Although  this  remains  conjecture,  such  communications  could  allow  additional  increase  of 
surface  area  exposed  to  water  and  result  with  increased  solubility.  If  the  reactions  were  to 
cease  after  a  certain  period  of  time,  no  further  stresses  would  be  generated  and  solubility  at  that 
point  would  either  plateau  or  decline.  Decline  could  be  possible  if  the  proposed  surface 
alterations  could  be  healed,  as  resin-modified  glass-ionomer  restorative  materials  have  been 
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reported  to  self-heal  cracks  upon  exposure  to  water.67,76  Nevertheless,  the  solubility  results 
provides  strong  evidence  that  the  continuing  polyalkenoate  reaction  can  be  susceptible  to 
solution  effects  for  up  to  one  month  after  fabrication. 

Microhardness 

The  use  of  hardness  to  observe  the  setting  and  curing  behavior  of  resin-modified  glass-ionomer 
materials  has  been  investigated,59,76'83  as  the  change  in  hardness  may  reflect  a  material’s  state 
of  cure  and  possibly  demonstrate  the  continuation  of  a  setting  reaction.81  Xie  et  at.62  evaluated 
the  physical  properties  of  glass-ionomer  materials  that  included  Knoop  hardness  after  seven 
days  storage  and  found  that  as  a  whole,  the  resin-modified  glass-ionomer  materials  exhibited 
lower  Knoop  hardness  numbers  than  the  conventional  materials. 

Swift  et  at.59  reported  the  depth  of  cure  of  different  resin-modified  glass  ionomer  materials  using 
Knoop  Hardness  for  up  to  seven  days.  These  researchers  evaluated  the  depth  of  cure  of  Fuji  II 
LC,  Photac-Fil,  Vitremer,  and  two  compomers  (Geristore  and  Variglass)  for  seven  days  with 
each  material  evaluated  in  depths  up  to  nine  millimeters.  Reported  results  stated  that  all 
materials  could  only  be  analyzed  at  depths  five  millimeters  and  less,  as  depths  greater  than  five 
millimeters  were  too  soft  to  obtain  KHN  readings.  All  of  the  resin-modified  glass-ionomer 
materials  (except  Photac-Fil)  exhibited  an  increase  in  hardness  at  all  depths  over  the  seven-day 
storage  time.  Interestingly,  at  the  end  of  seven  days  Fuji  II  LC  was  reported  to  have  a  higher 
KHN  at  the  5  mm  depth  than  the  top  surface,  as  with  Vitremer  when  evaluated  at  one  day.59 
Their  results  contrasted  with  the  findings  of  this  thesis,  that  the  bottom  hardness  did  not  achieve 
the  same  KHN  of  that  seen  of  the  top  surfaces.  Although  they  reported  that  all  of  the  resin- 
modified  glass-ionomer  products  exhibited  satisfactory  depth  of  cure  at  five  millimeters,  it  was 
still  recommended  that  these  products  be  placed  in  thicknesses  of  three  millimeters  or  less.59 

Yap78  compared  Vickers  hardness  of  different  glass-ionomer,  composite,  and  compomer 
restorative  materials  for  up  to  six  months.  In  this  report,  Fuji  II  LC  and  Photac-Fil  demonstrated 
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significantly  greater  hardness  at  24  hours  than  at  six  months,  which  was  contrasted  by  Vitremer 
that  initially  demonstrated  lower  hardness  but  demonstrated  increasing  hardness  with  storage 
time  and  was  comparable  in  hardness  to  Fuji  II  LC  and  Photac-Fil  at  the  six-month  evaluation 
period.70  The  findings  of  this  thesis  found  similar  results  with  Vitremer  whose  top-surface  KHN 
increased  over  a  period  of  time,  but  this  study  contrasted  in  that  Photac-Fil  Quick  top-surface 
KHN  was  demonstrated  to  increase  to  a  maximum  hardness  at  one  month.  Fuji  II  LC  top- 
surface  hardness  was  found  to  maintain  a  steady  value  over  the  evaluation  period. 

Gladys  et  al.76  reported  Vickers  hardness  determinations  of  Fuji  II  LC  (both  encapsulated  and 
hand  mixed),  Vitremer,  and  Photac-Fil  as  the  part  of  an  extensive  evaluation  of  restorative 
material  physical  property  determinations.  These  investigators  reported  that  the  Vickers 
hardness  of  the  three  materials  were  somewhat  similar,  with  Fuji  II  LC  exhibiting  slightly  more 
hardness  values  than  Vitremer,  which  in  turn  demonstrated  slightly  more  hardness  values  than 
Photac-Fil.76  In  this  thesis  study,  Vitremer  was  found  to  exhibit  mean  top-surface  KHN  values 
slightly  more  than  Fuji  II  LC,  which  in  turn  demonstrated  higher  values  than  Photac-Fil  Quick. 

Ellakura  et  al.79  compared  the  surface  microhardness  of  resin-modified  and  conventional  glass- 
ionomer  materials  as  a  function  of  time  and  water  exposure.  These  researchers  followed 
Vickers  microhardness  at  1, 7, 15,  30,  90, 180,  and  365  days  of  Fuji  II  LC,  Photac-Fil,  and 
Vitremer  as  well  as  Ketac-Fil,  Ketac-Molar,  and  Ketac-Silver.  Results  found  that  the  resin- 
modified  materials  all  demonstrated  significantly  lower  microhardness  than  some  of  the 
conventional  glass-ionomer  materials  (Ketac-Fil  and  Ketac-Molar).79  Among  the  resin-modified 
materials,  all  materials  demonstrated  lower  hardness  at  the  24-hour  time  period  but  then 
demonstrated  thereafter  an  increase  in  hardness.  However,  Photac-Fil  hardness  peaked  at  1 5 
days  while  the  hardness  of  Vitremer  and  Fuji  II  LC  peaked  at  60  days.  After  this  time  period, 
the  surface  hardness  of  the  materials  decreased  in  various  amounts  up  to  one  year.79  Results 
of  this  thesis  corroborated  with  their  results  in  that  most  of  the  RMGI  materials  demonstrated  an 


increase  in  top-surfaced  KHN  but  differed  in  that  materials  demonstrated  (except  Fuji  II  LC) 
maximum  hardness  at  three  months. 
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Kanchanavasita  et  al.83  evaluated  the  surface  hardness  of  two  restorative  (Fuji  II  LC  and 
Vitremer)  and  two  liner  resin-modified  glass-ionomer  materials  for  up  to  one  year  with  samples 
stored  both  in  distilled  water  and  artificial  saliva.  In  this  report,  both  of  the  restorative  materials 
stored  in  distilled  water  reached  maximum  hardness  at  24  hours,  and  it  was  reported  that  the 
hardness  of  Fuji  II  LC  and  Vitremer  were  statistically  similar.  The  restorative  materials 
maintained  their  surface  hardness  for  the  duration  of  the  evaluation.  It  is  interesting  to  note  that 
storage  in  artificial  saliva  had  a  detrimental  affect  on  the  maintenance  of  surface  hardness  for  all 
of  the  materials  evaluated.83  As  with  the  study  by  Ellakura  et  al.,79  results  of  this  thesis  differed 
in  that  the  materials  evaluated  reached  a  maximum  KHN  value  at  a  later  period  in  time. 


The  top  surface  hardness  of  the  Vitremer  samples  over  the  storage  periods  are  depicted 


Figure  16.  Vitremer  Top  Surface  Mean  KHN 
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graphically  in  Figure  1 6.  Within  each  thickness,  the  top  surface  KHN  of  the  Vitremer  samples 
underwent  a  significant  decrease  in  KHN  at  one  week,  which  was  followed  by  a  significant 
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increase  in  hardness  at  the  one-month  storage  period.  At  three  months,  the  top  surfaces  of  all 
of  the  specimens  were  similar  in  hardness  to  that  seen  at  24  hours.  Analysis  of  the  Vitremer 
bottom  surface  KHN  over  the  storage  time  periods  are  depicted  in  Figure  17.  Similar  to  the  top 
surface,  the  bottom  surfaces  of  all  the  thicknesses  demonstrated  a  significant  decrease  in 
hardness  at  one  week,  but  all  then  demonstrated  an  increase  in  hardness  at  one  month  that 
was  similar  to  24  hours.  All  thicknesses  except  the  4  mm  group  exhibited  bottom  surface 
hardness  at  the  three-month  storage  period  that  was  statistically  similar  to  that  seen  at  24 
hours.  All  of  the  thickness  groups  demonstrated  significant  differences  in  hardness,  with  the  2 
mm  group  demonstrating  the  highest  KHN  that  progressively  decreased  to  the  5  mm  group, 
which  had  the  lowest  mean  KHN. 

Figure  17.  Vitremer  Bottom  Surface  KHN 
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The  Fuji  II  LC  top  surface  mean  KHN  segregated  by  sample  thickness  are  depicted  in  Figure 
1 8.  The  top  surfaced  displayed  overall  stability  in  hardness  over  the  storage  period,  except  for 
the  4  mm  samples  which  demonstrated  a  significant  decrease  in  hardness  at  one  month. 
However,  recovery  of  hardness  was  noted  at  three  months.  There  was  no  difference  in  top 
surface  KHN  found  between  the  different  thicknesses  over  the  storage  time. 
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Figure  18.  Fuji  II  LC  Top  Surface  Mean  KHN 
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Similar  analysis  of  the  Fuji  II  LC  bottom  surface  hardness  by  thickness  can  be  observed  in 
Figure  19.  The  bottom  surfaces  of  the  2  mm  samples  remain  stable,  whereas  the  3  mm 
samples  undergo  a  significant  increase  in  hardness  at  each  observation  period  throughout  the 
storage  period.  The  4  mm  samples  display  a  significant  increase  in  hardness  at  the  one-week 
time,  but  the  hardness  decreases  significantly  at  one-month  and  then  regains  hardness  to  the 
one-week  level  at  three  months.  The  5  mm  samples  also  demonstrate  a  significant  hardness 
increase  at  one  week,  but  then  decreases  to  the  initial  24-hour  level.  Two-way  ANOVA 
identified  that  all  of  the  thicknesses  demonstrated  significant  difference  in  hardness;  as  the 
thickness  increased  the  magnitude  of  the  bottom  surface  hardness  decreased. 
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The  Photac-Fil  Quick  top  surface  mean  KHN  are  depicted  in  Figure  20.  All  of  the  top  surfaces 
demonstrated  progressive  significant  increases  in  KHN  throughout  the  storage  period,  most 
notably  between  the  24-hour,  one-week,  and  one-month  storage  periods  for  the  2  mm  and  3 
mm  thicknesses;  between  one-week,  one-month,  and  three-months  storage  for  the  4  mm 
samples;  and  between  the  one-week  and  one-month  storage  for  the  5  mm  samples.  Two-way 
ANOVA  did  not  find  a  significant  difference  between  the  mean  hardness  of  any  of  the  top 
surfaces  over  the  three-month  storage  period  (p  =  0.825) 
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The  Photac-Fil  Quick  bottom  surface  mean  KHN  segregated  by  sample  thickness  are  depicted 
in  Figure  21. 


Figure  21.  Photac-Fil  Quick  Bottom  Surface  Mean  KHN 
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Almost  mirroring  the  KHN  results  of  the  top  surface,  all  of  the  bottom  surfaces  of  the  various 
thicknesses  exhibit  progressive  and  significant  increase  in  hardness  up  to  one-month  point  and 
then  demonstrate  a  hardness  decrease,  though  not  always  significant.  Furthermore,  two-way 
ANOVA  found  significant  differences  between  the  thicknesses,  with  KHN  decreasing  as  the 
thickness  increased. 

The  use  of  surface  hardness  in  the  determination  of  composite  resin  restorative  material  depth 
of  cure  has  largely  utilized  Knoop  hardness,  which  has  been  reported  to  correlate  well  with 
methacrylate  degree  of  conversion  determined  with  FTIR  as  well  as  other  material  physical 
properties.84,85  Furthermore,  the  comparison  of  the  top-  and  bottom  surface  Knoop  hardness 
ratios  have  been  used  as  a  method  for  the  determination  of  adequate  visible-light-curing  resin 
polymerization,  with  a  bottom/top  ratio  of  at  least  0.80  suggesting  an  adequate  cure.86'88  Prior 
published  research  has  not  explored  the  use  of  a  similar  ratio  suggesting  adequacy  of  cure  with 
resin-modified  glass-ionomer  materials.  Analysis  of  the  KHN  bottom/top  ratios  of  the  resin- 
modified  glass-ionomer  materials  was  investigated  to  identify  any  possible  trends  that  could  be 
associated  with  these  materials. 

Vitremer  samples  of  all  thicknesses  demonstrated  a  diminishing  trend  of  the  bottom/top  ratio 
(Figure  22)  from  24  hours  to  one  week  after  which  the  2  mm  and  3  mm  samples  experienced 
some  increase  of  the  ratio,  nearly  coinciding  at  one  month.  The  2  mm  samples  did  not 
experience  a  significant  change  (p  =  0.195)  during  the  storage  period  whereas  the  3  mm  group 
demonstrated  a  significant  loss  (p  <  0.0001 )  at  one  week  but  regained  at  one  month  to  be 
significantly  similar  to  the  2  mm  samples  (p  =  0.829).  The  4  mm  and  5  mm  samples,  although 
displaying  a  decrease  in  the  bottom/top  ratio,  did  not  experience  a  significant  loss  (p  =  0.206, 
0.500,  respectively).  At  the  end  of  the  three-month  storage  period,  none  of  the  KHN  bottom/top 
ratios  were  statistically  similar  (p  <  0.0001). 
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Graphical  depiction  of  the  Fuji  II  LC  bottom/top  KHN  ratio  over  time  per  thickness  and  storage 
time  can  be  observed  in  Figure  23.  The  2  mm  samples  displayed  a  stable  ratio  throughout  the 
storage  period,  whereas  the  3  mm  samples  displayed  significant  increases  of  the  KHN  ratio 
throughout  the  observation  time  (p  <  0.0001).  The  3  mm  samples  at  one  week  displayed  a 
mean  KHN  ratio  that  was  statistically  similar  to  the  2  mm  samples  (p  =  0.357).  Furthermore,  the 
three-month  KHN  ratio  for  the  3  mm  samples  interestingly  also  increased  to  the  level  that  was 
statistically  similar  (p  =  0.233)  to  that  of  the  2  mm  samples.  The  4  mm  samples  demonstrated  a 
significant  increase  at  one  week  (p  =  0.002)  that  was  followed  by  an  insignificant  decline  at  one 
and  three  months.  The  5  mm  samples  similarly  demonstrated  a  significant  KHN  ratio  increase 
at  one  week  (p  =  0.002)  that  was  also  followed  by  a  diminishing  of  the  ratio  that  was  found  to  be 
similar  to  the  ratio  that  presented  at  24  hours. 
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At  the  end  of  the  three-month  storage  period  the  2  mm  and  3  mm  samples  had  similar  KHN 
bottom/top  ratios  but  were  statistically  greater  than  the  4  mm  and  5  mm  samples  (p  <  0.0001). 

The  Photac-Fil  Quick  bottom/top  KHN  ratios  are  presented  in  Figure  24.  Interestingly,  the  ratio 
of  the  2  mm  and  3  mm  samples  are  statistically  similar  (p  =  0.304)  which  is  maintained  until  one 
month.  All  the  thicknesses  demonstrate  a  trend  for  increase  in  the  KHN  ratio  at  one  week,  after 
which  the  2  mm  and  3  mm  samples  continue  to  increase  until  the  one  month  time  period.  The  4 
mm  samples  decline  after  one  week  whereas  the  5  mm  samples  demonstrate  a  significant 
decline  (p  =  0.021)  in  the  KHN  ratio  after  one  week.  At  one  month  and  at  three  months,  the  4 
mm  and  5  mm  samples  continue  on  a  downward  trend.  At  the  end  of  the  three-month  period, 
the  Photac-Fil  Quick  different  thicknesses,  similar  to  Vitremer,  are  not  statistically  similar  (p  < 


0.0001). 
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Figure  24.  Photac-Fil  Quick  KHN  Bottom/Top  Ratios  Over  Storage  Time  (% 


n  =  5 

The  results  of  this  study  corroborate  the  findings  of  earlier  studies.  Similar  to  Yap,78  Ellakuria  et 
a/.,79  and  Kanchanavasita  et  a/.83  the  RMGI  materials  used  in  this  evaluation  demonstrated  a 
variation  in  top  surface  KHN  with  storage  time.  However,  where  this  study  mainly  differs  from 
the  previous  studies  is  the  time  in  which  the  KHN  variation  occurs.  Yap  reported  that  Fuji  II  LC 
and  Photac-Fil  Quick  demonstrated  the  highest  top-surface  Vickers  hardness  at  24  hours  while 
Vitremer  had  significantly  higher  hardness  at  6  months.78  Ellakuria  et  at.  reported  that  Photac- 
Fil  Quick  demonstrated  its  maximum  hardness  at  15  days  whereas  Fuji  II  LC  and  Vitremer 
increased  in  hardness  to  maximum  levels  at  two  months.79  Kanchanavasita  et  at.  reported  that 
Fuji  II  LC,  Photac-Fil  Quick,  and  Vitremer  all  exhibited  maximum  hardness  at  24  hours.83  In 
contrast  to  these  reports,  the  findings  of  this  study  did  demonstrate  an  increase  in  top  KHN 
numbers,  but  the  maximum  hardness  for  both  Vitremer  and  Photac-Fil  Quick  were  observed  to 
occur  at  one  month.  Also,  contrary  to  earlier  reports,  Fuji  II  LC  did  not  demonstrate  a  significant 
change  in  top  surface  KHN  over  the  evaluation  period,  although  an  increasing  trend  was  noted 
to  occur  at  one  week  for  some  thicknesses.  It  should  be  noticed  that  all  earlier  studies  involving 
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hardness  of  RMGI  materials  mainly  involved  analysis  of  development  of  just  top-surface 
hardness.  Only  this  report  and  the  study  published  by  Swift  et  al.59  involved  analysis  of  RMGI 
bottom  surface  hardness. 

The  overall  results  of  the  hardness  testing  of  the  resin-modified  glass-ionomer  restorative 
materials  provide  some  evidence  of  a  continuing  setting  reaction  and  reinforces  the  concept  that 
the  addition  of  resin  does  not  totally  inhibit  the  potential  for  the  polyalkenoate  reaction  to 
continue.  Young 25  reported  in  a  FTIR  study  of  one-millimeter-thick,  resin-modified  glass- 
ionomer  products  that  approximately  97  percent  of  the  methacrylate  reaction  was  complete  after 
150  seconds.  Accordingly,  this  FTIR  study  provides  emphasis  that  any  continuing  setting 
reactions  in  the  upper  regions  of  RMGI  materials  after  this  time  are  predominately  the  acid-base 
polyalkenoate  setting  reaction.  The  deeper  regions  are  similarly  assumed  to  predominately 
possess  the  polyalkenoate  acid-base  reaction,  as  all  materials  were  observed  to  demonstrate 
an  increase  in  bottom-surface  hardness  in  varying  degrees  over  the  course  of  this  study. 

Both  Vitremer  and  Photac-Fil  Quick  demonstrated  a  peak  in  bottom-surface  KHN  at  one  month, 
whereas  Fuji  II  LC  bottom-surface  KHN  appeared  to  be  at  its  maximum  (except  for  the  3  mm 
bottom  surface)  at  one  week.  Thereafter,  the  bottom  surface  KHN  of  all  the  materials 
demonstrated  a  decrease;  however  the  hardness  was  not  observed  to  fall  (except  for  the 
Vitremer  4  mm  samples)  significantly  below  the  hardness  exhibited  at  24  hours.  These  findings 
do  reinforce  the  concept  that  a  lower-kinetic  reaction  does  take  place  in  the  deeper  regions  of 
the  resin-modified  glass-ionomer  materials.  However,  the  decrease  in  hardness  values  after  a 
certain  time  indicates,  especially  in  the  4  mm  and  5  mm  samples,  that  the  process  reaches  an 
endpoint. 

Whereas  the  Vitremer  and  Fuji  II  LC  top  surface  KHN  remained  stable,  the  top  surface  KHN  of 
the  Photac-Fil  Quick  samples  demonstrated  an  increase  of  hardness  with  time  that 
approximately  mirrored  the  development  of  KHN  in  the  bottom  surfaces.  The  development  of 
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hardness  in  the  top  surface  of  the  2  mm  Photac  specimens  displayed  significant  correlations  (a 
=  0.01)  with  the  development  of  hardness  in  the  bottom  surfaces  of  the  3  mm  (Pearson’s  0.945, 
p  <  0.0001),  4  mm  samples  (Pearson’s  0.816,  p  <  0.0001)  and  5  mm  samples  (Pearson’s  0.686, 
p  =  0.001 ).  These  correlations  provide  evidence  that  the  setting  reaction  that  enables  the 
hardness  development  is  possibly  similar,  as  the  bottom  and  top  hardness  of  the  Photac-Fil 
Quick  samples  appears  to  be  developed  by  the  same  kinetics. 

In  spite  of  these  signs  of  continued  reactions,  none  of  the  materials  developed  a  bottom  surface 
KHN  in  the  thicker  samples  (4  mm  and  5  mm)  that  approximated  the  hardness  observed  in  the 
2  mm  thick  samples.  This  is  made  most  evident  in  the  examination  of  the  KHN  bottom/top 
ratios  over  the  storage  periods.  Except  for  Vitremer,  the  ratios  do  reflect  initial  signs  of  a 
continued  setting  reaction  in  the  4  mm  and  5  mm  samples,  but  the  trend  is  reversed  at  one 
week  for  both  Fuji  II  LC  and  Photac-Fil  Quick. 

Using  the  ratio  of  the  bottom  KHN  to  the  top  KHN  of  the  materials  allows  some  interpretation  of 
the  overall  effect  of  the  development  of  KHN  of  the  resin-modified  glass-ionomer  materials. 

As  this  ratio  has  been  utilized  extensively  in  the  study  of  resin  composites,84'88  it  has  not  been 
reported  previously  involving  resin-modified  glass-ionomer  materials.  Fuji  II  LC  and  Vitremer 
presented  stable  KHN  ratios  for  the  2  mm  samples  over  the  storage  time  whereas  Photac-Fil 
Quick  demonstrated  a  progressive  improvement  in  KHN  ratio  as  time  progressed  up  to  the  one- 
month  storage  period,  after  which  a  decrease  was  observed.  The  Photac-Fil  Quick  3  mm  KHN 
ratio  mirrored  the  increase  in  KHN  ratio  of  the  2  mm  samples,  although  the  values  were 
significantly  less.  For  Vitremer  and  Fuji  II  LC,  the  3  mm  KHN  ratios  overall  increase  with  time, 
reaching  statistical  equivalence  to  the  2  mm  groups  briefly  at  one  month  for  Vitremer  and  at  one 
week  and  3  months  for  Fuji  II  LC. 

Both  Photac-Fil  Quick  and  Fuji  II  LC  display  the  same  trends  in  KHN  bottom/top  surface  ratios 
of  the  4  mm  and  5  mm  samples,  demonstrating  an  increase  in  mean  KHN  ratios  up  to  one  week 
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of  storage  which  drops  afterwards.  This  similarity  in  hardness  ratio  behavior  may  suggest  that 
these  may  be  similar  in  composition  and  post-VLC  setting  reaction  behavior  in  the  deeper 
regions  of  the  materials. 

The  results  of  KHN  ratio  with  the  Vitremer  samples  were  somewhat  surprising  in  nature. 
Vitremer  is  said  to  possess,  in  addition  to  a  VLC  and  acid-base  cures,  a  “dark  cure”  that  is 
propagated  by  a  reduction-oxidation  reaction.59  Although  some  have  classified  this  as  a 
“tricure”  curing  mechanism,  some  authors59  take  exception  to  this  nomenclature,  stating  that 
the  setting  mechanism  obtained  by  this  method  is  the  same  obtained  with  photoactivation  in 
which  polymerization  is  initiated  with  a  different  method.  Nevertheless,  in  deeper  regions  of 
Vitremer  where  light  activation  is  insufficient  to  enable  photoactivation,  the  combination  of  the 
additional  “dark  cure”  and  the  acid-base  polyalkenoate  reaction  would  be  expected  to  result  in  a 
hardness  increase  with  longer  storage  time.  Although  an  increase  in  hardness  was  observed 
in  the  bottom  surfaces  of  the  4  mm  and  5  mm  Vitremer  samples,  the  hardness  that  developed 
was  not  of  sufficient  magnitude  to  positively  affect  the  KHN  ratio.  Accordingly,  the  ratio 
decreased  from  24  hours  to  one  week  and  remained  relatively  stable  after  that  point. 

Correlation  analysis  of  Vitremer  KHN  ratios  and  solubility  results  did  not  find  a  correlation 
between  KHN  ratios  and  experimental  solubility  (p  =  0.505).  Correlation  analysis  between  Fuji 
II  LC  experimental  solubility  results  and  KHN  ratio  results  identified  a  correlation  (Pearson’s 
0.318,  p  =  0.004)  as  well  as  with  Photac-Fil  Quick  (Pearson’s  0.245,  p  =  0.028).  Although  some 
correlations  were  reported  using  this  set  of  data  between  the  development  of  KHN  ratios  and 
experimental  solubility,  it  should  be  remembered  that  the  Pearson’s  correlation  is  considered  to 
be  liberal,  tending  to  overestimate  the  true  reliability  between  the  data.89  This  is  reinforced  by 
that  linear  regression  identified  no  strong  reliability  between  sets  of  variables  for  both  Fuji  II  LC 
and  Photac-Fil  Quick  (R2  =  0.101, 0.06,  respectively). 
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The  KHN  ratio  for  the  4  mm  and  5  mm  thicknesses  in  all  materials  evaluated  were  observed  to 
demonstrate  a  decreasing  trend  with  an  increase  in  storage  time.  This  decrease  was  noted 
between  24  hours  and  one  week  for  Vitremer,  and  the  decreasing  trend  initiated  after  one  week 
for  Fuji  II  LC  and  Photac-Fil  Quick.  One  explanation  into  this  decreasing  trend  could  possibly 
be  afforded  due  to  interruption  of  any  potential  continuing  reactions  due  to  water  infiltration. 
Resin-modified  glass-ionomer  materials  have  been  demonstrated  to  absorb  water  by  both 
Fickian  linear  and  non-linear  diffusion  behavior  that  required  longer  periods  of  time  to  reach 
equilibrium  than  conventional  glass-ionomer  materials.70'72  It  has  been  reported  that  RMGI 
materials  of  two  to  three  millimeters  thickness  required  up  to  eight71  to  ten  days70  for  water 
infiltration  to  reach  full  equilibrium,  and  the  decrease  in  KHN  at  or  about  this  same  time  for  the 
RMGI  materials  observed  in  this  study  could  be  due  to  water  infiltration  that  dissolves  and/or 
plasticizes  either  unreacted  components  or  any  matrix  that  may  have  formed. 

In  spite  of  evidence  of  a  continuing  setting  reaction  within  the  deeper  regions  of  the  resin- 
modified  glass-ionomer  materials,  there  is  ample  evidence  to  suggest  that  any  reaction  that  may 
proceed  in  thicknesses  greater  than  3  mm  is  insufficient  to  make  up  for  the  amount  of  cure 
observed  in  2  mm  thicknesses.  Using  the  KHN  ratio  as  a  guide,  only  the  3  mm  Fuji  II  LC 
samples  evidenced  equivalence  to  the  2  mm  samples  at  three  months,  and  although  Vitremer  3 
mm  KHN  ratio  samples  were  statistically  similar  to  the  2  mm  group  at  one  month,  the  ratio  was 
observed  to  decrease  thereafter.  It  is  only  speculative  at  this  time  to  assume  that  the  KHN 
bottom/top  ratio  is  a  valid  method  in  the  analysis  of  resin-modified  glass-ionomer  depth  of  cure, 
and  further  research  is  needed  in  this  area. 
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Thermal  Analysis 

The  process  of  measuring  the  amount  of  heat  involved  in  a  chemical  or  physical  change  is 
known  as  calorimetry.90  Using  calorimetry  the  resin-modified  glass-ionomer  materials  were 
analyzed  as  per  specific  heat  capacity,  thermal  scan  enthalpy,  thermal  scan  temperature  peak, 
and  weight  changes  during  calorimetry. 

Specific  Heat 

The  specific  heat  capacity  of  a  material  (often  referred  to  as  the  “specific  heat”,  or  “heat 
capacity”)  is  a  measure  of  the  amount  of  energy  required  to  raise  the  temperature  of  one  gram 
(or  one  mole)  of  the  material  by  one  degree  Kelvin.90,91  The  specific  heat  of  a  given  quantity  of 
matter  generally  describes  a  property  of  the  entire  quantity  of  the  substance.90  The  specific 
heat  capacity  of  a  substance  can  be  measured  from  the  sample  mass  and  the  difference  in  the 
heat  flow  rates  determined  during  a  programmed  temperature  sequence  consisting  of  an 
isothermal  period,  followed  by  a  rise  in  temperature,  and  then  finally  another  isothermal  period. 
Frequently  this  is  also  performed  using  a  standard  reference  material  for  calibration.92  Using  a 
DSC  there  are  usually  four  methods  of  specific  heat  capacity  determination:  Direct  method, 
Steady  State,  Sapphire  Method,  and  Alternating  DSC  (ADSC).91  The  Direct  Method  is  based  on 
the  dynamic  method  of  specific  heat  and  is  calculated  by  dividing  the  heat  flow  by  the  heating 
rate  and  sample  mass.  The  Direct  Method  can  be  accurate  to  within  ±  5%  and  requires  the 
shortest  measurement  time.91  The  Steady  State  is  similar  in  computation  as  the  Direct  Method 
but  subjects  the  sample  to  a  periodic  heating  and  cooling  cycle  and  has  an  accuracy  rate  similar 
to  the  Direct  Method.91  The  ADSC  method  varies  the  temperature  sinusoidally  as  a  function  of 
time  which  is  superimposed  on  the  average  heating  rate.  The  ADSC  method  is  slightly  more 
accurate  than  the  Direct  and  Steady  State,  but  requires  long  measurement  times.  The  most 
accurate  specific  heat  capacity  determination,  known  as  the  sapphire  method,  calibrates  the 
thermal  signals  of  a  substance  against  a  three-sapphire-disc  calibration  standard.91  Due  to 
software  limitations  with  the  DSC  unit  available  for  this  research,  the  Direct  Method  for  specific 
heat  capacity  was  used  during  this  evaluation. 
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The  specific  heat  determinations  for  this  evaluation  followed  a  similar  protocol  reported  by  Khalil 
and  Atkins.61  These  investigators  scanned  a  weighed  sample  of  glass-ionomer  product 
between  20  °C  and  60  °C  at  a  rate  of  10  °C  per  minute  and  reported  the  observed  specific  heat 
at  37  °C.  The  evaluation  in  this  thesis  followed  a  similar  protocol  but  recorded  the  specific  heat 
as  the  mean  of  specific  heat  determination  values  at  5  °C  intervals  above  the  latent  period  over 
the  thermal  scan.  As  the  specific  heat  capacity  of  a  material  is  also  dependent  on  the 
temperature  recorded90,92  it  was  felt  that  a  mean  of  these  values  over  a  small  thermal  range 
would  be  representative.  Under  their  protocol,  Khalil  and  Atkins  reported  the  specific  heat 
capacity  of  Fuji  II  LC  light  cured  to  be  0.972  J/g°C  and  cured  under  dark  conditions  to  be  1.267 
J/g°C.61  The  results  for  the  Fuji  II  LC  immediate  samples  under  the  present  evaluation  were 
found  to  be  very  similar  to  that  reported  by  Khalil  and  Atkins. 

The  results  of  specific  heat  analysis  of  the  Vitremer  samples  can  be  seen  in  Figure  25. 


All  Vitremer  samples  were  observed  to  increase  significantly  in  specific  heat  as  time 
progressed.  At  the  end  of  three-months,  there  was  no  significant  difference  in  specific  heat 
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between  the  2  mm  and  3  mm  samples  (p  =  0.100)  and  between  the  3  mm  and  4  mm  samples  (p 
=  0.323).  However,  there  was  a  significant  difference  found  between  the  2  mm  and  4  mm 
samples  (p  =  0.007). 


The  specific  heat  results  for  Fuji  II  LC  can  be  seen  in  Figure  26.  Similar  to  that  seen  of 
Vitremer,  the  Fuji  II  LC  samples  demonstrated  an  overall  increase  in  specific  heat  with  storage 
time.  At  one  week  storage,  there  were  significant  differences  found  between  the  2  mm  and  the 
other  thicknesses  (p  <  0.005)  but  not  between  the  3  mm  and  the  4  mm  samples  (p  =  0.182). 
This  relationship  continued  until  at  three  months,  where  there  were  no  significant  differences 
found  between  any  of  the  thicknesses  (p  =  0.451). 


Figure  26.  Fuji  II  LC  Mean  Specific  Heat  Results  (J/gsC) 
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The  results  of  the  Photac-Fil  Quick  specific  heat  can  be  seen  in  Figure  27. 
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Figure  27.  Photac-Fil  Quick  Mean  Specific  Heat  Results  (J/g2C) 
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As  with  the  other  two  materials,  Photac-Fil  Quick  demonstrated  a  generalized  increase  in 
specific  heat  over  the  storage  time.  At  24  hours,  there  was  no  difference  noted  between  the  2 
mm  and  3  mm  samples  (p  =  0.08)  with  differences  noted  between  the  3  mm  and  4  mm 
thicknesses  (p  <  0.001),  while  at  one  week  specific  heat  values  were  not  significantly  different 
(p  =  0.056).  With  passage  of  time  the  Photac-Fil  Quick  2  mm  samples  increased  in  specific 
heat  to  demonstrate  a  significant  difference  with  the  4  mm  thickness  (p  =  0.019)  while  there 
remained  no  difference  between  the  2  mm  and  3  mm  (p  =  0.265)  or  between  the  3  mm  and  4 
mm  (p  =  0.297).  At  three  months,  the  3  mm  and  4  mm  samples  maintained  similar  specific  heat 
(p  =  0.070)  but  the  specific  heat  of  the  2  mm  samples  was  significantly  increased  compared  to 
the  3  mm  and  4  mm  thicknesses  (p  <  0.0001 ). 


Comparison  of  the  specific  heat  results  of  all  three  materials  demonstrate  an  increase  in  specific 
heat  with  increased  time  which  suggests  a  change  in  the  respective  materials.  At  the  end  of  the 
storage  time  all  three  materials  did  not  exhibit  a  significant  difference  in  the  specific  heats 
between  the  2  mm  and  3  mm  samples  as  well  as  between  the  3  mm  and  4  mm  samples. 

Except  for  Fuji  II  LC,  the  samples  did  maintain  a  significant  difference  between  the  2  mm  and  4 
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mm  samples.  However,  the  results  with  Fuji  II  LC  samples  need  to  be  interpreted  with  caution, 
as  the  2  mm  group  demonstrated  wide  variation. 

Thermal  Scan 

The  differential  scanning  calorimetry  (DSC)  thermal  scan  method  employed  during  this 
evaluation  followed  the  same  protocol  as  Khalil  and  Atkins.61  Accordingly,  after  the  specific 
heat  determination  the  samples  were  weighed  and  then  submitted  to  a  thermal  scan  of  37  °C  to 
240  °C  at  a  rate  of  10  °C  per  minute.  A  reverse  scan  from  240  °C  to  37  °C  was  not 
accomplished  as  pilot  studies  with  all  three  materials  did  not  reveal  any  results.  Results  of  the 
thermal  scan  are  reported  as  both  thermal  peak  temperature,  i.e.  the  temperature  at  the 
minimum  of  the  endothermic  peak,  and  total  enthalpy  of  the  peak.  This  was  accomplished  by 
software  integration,  with  all  samples  normalized  for  sample  size.  For  graphical  and  analysis 
simplicity,  total  enthalpy  is  presented  as  a  positive  number,  although  the  peaks  were 
endothermic,  meaning  the  value  was  really  negative. 

Graphic  results  for  the  Vitremer  samples  thermal  scan  is  presented  in  Figure  28. 


90 


Figure  28.  Vitremer  Mean  Thermal  Scan  Enthalpy  Results  (J/g) 
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As  storage  time  progressed  all  samples  demonstrated  an  increase  in  thermal  enthalpy  that  was 
associated  with  the  thermal  peak.  One-way  ANOVA  of  the  results  at  each  storage  time 
revealed  that  there  was  no  significant  difference  for  enthalpy  findings  between  the  3  mm  and  4 
mm  samples  throughout  the  time  period.  The  2  mm  samples  were  significantly  different  than 
the  3  mm  and  4  mm  samples  at  all  time  periods  (p  <  0.004)  except  for  at  three  months,  where 
there  was  no  significant  difference  noted  between  all  three  thicknesses  (p  =  0.665). 


Representative  images  of  the  Vitremer  thermal  scans  can  be  seen  in  Figures  29  -  32.  It  can  be 
observed  as  the  materials  mature  the  individual  peaks  evolve  from  broad,  ill-defined 
endothermic  curves  into  more  uniform,  symmetrical  curves  whose  peak  temperatures  can  be 
readily  defined.  This  thermal  behavior  is  consistent  with  materials  that  are  becoming  more 
uniform.  As  will  be  discussed  next,  it  can  also  be  observed  that  the  thermal  peak  temperatures 
display  a  trend  towards  migrating  to  a  common  value. 
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Figure  29.  Vitremer  24  Hour  Mean  Thermal  Scans 

Aexo  Vitremer  24  Hour  Mean  Curves  31.03.2006  19:32:51 


Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 


Figure  30.  Vitremer  One  Week  Mean  Thermal  Scans 

Aexo  Vitremer  one  week  mean  curves  03.04.2006  16:10:52 


Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 
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Figure  31 .  Vitremer  One  Month  Mean  Thermal  Scan 

*exo  Vitremer  Imnth  mean  depth  curves  combine  04.01.2006  12:54:57 


Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 
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Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 
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The  analysis  of  the  thermal  peak  temperatures  for  the  Vitremer  samples  can  be  seen  in  Figure 
33. 


Figure  33.  Vitremer  Thermal  Scan  Mean  Peak  Temperature  Results  (°C) 
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The  mean  thermal  peak  temperature  of  the  3  mm  and  4  mm  samples  were  statistically  similar 
throughout  the  evaluation  (p  >  0.272).  However,  the  immediate  2  mm  samples  demonstrated  a 
significantly  higher  thermal  peak  temperature  than  the  3  mm  and  4  mm  (p  <  0.0001) 
immediately  after  fabrication  and  significantly  reduced  than  the  other  thicknesses  at  24  hours  (p 
<  0.0001 ).  As  time  progressed  the  2  mm  samples  demonstrated  a  rising  trend  that  tended  to 
approach  the  thermal  peak  temperatures  of  the  3  mm  and  4  mm  samples.  However,  at  three 
months  the  2  mm  samples  still  maintained  a  significant  difference  (p  <  0.012). 


The  mean  enthalpy  values  of  the  Fuji  II  LC  thermal  scans  are  depicted  in  Figure  34.  All 
samples  demonstrated  a  significant  increase  in  enthalpy  as  storage  time  progressed  (p  < 
0.0001 )  with  all  samples  demonstrating  the  most  increase  between  fabrication  and  one  week. 
After  one  week,  there  was  no  difference  in  mean  thermal  scan  enthalpy  between  the  remaining 
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storage  time  intervals  (p  >  0.187).  Significant  differences  were  found  between  the  enthalpy 
requirements  of  the  2  mm  and  the  other  samples  (p  =  0.002)  but  no  difference  in  enthalpy  was 
noted  between  the  3  mm  and  4  mm  samples  (p  =  0.975). 


Figure  34.  Fuji  II  LC  Mean  Thermal  Scan  Enthalpy  Results  (-J/g) 
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Representative  thermal  scans  of  representative  Fuji  II  LC  samples  are  depicted  in  Figures  35 
and  36.  As  with  the  Vitremer,  the  Fuji  II  LC  samples  display  some  increase  in  uniformity  with 
aging  and  the  migration  of  the  thermal  peaks  towards  a  common  value. 
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Figure  35.  Fuji  II  LC  One  Week  Mean  Thermal  Scans 
*exo 


Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 
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The  mean  thermal  peak  temperatures  of  the  Fuji  II  LC  samples  are  depicted  in  Figure  37.  With 
this  material,  the  3  mm  depth  samples  displayed  the  highest  mean  thermal  peak  temperatures; 
the  2  mm  samples  the  lowest  temperature,  while  the  4  mm  samples  an  intermediary 
temperature  between  the  two  extremes.  The  immediate  Fuji  II  LC  thermal  peak  temperatures 
were  not  significantly  disparate  (p  =  0.301)  as  well  as  at  24  hours  (p  =  0.053).  At  one  week,  the 
2  mm  and  3  mm  samples  were  significantly  different  (p  =  0.003)  which  was  maintained  at  one 
month  (p  =  0.004).  At  three  months,  the  mean  thermal  peak  temperatures  of  the  different 
thicknesses  were  merging  and  were  statistically  similar  (p  =  0.1 16). 


Figure  37.  Fuji  II  LC  Thermal  Scan  Mean  Peak  Temperature  Results  (°C) 
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All  of  the  Photac-Fil  Quick  samples  (Figure  38)  demonstrated  a  significant  increase  in  thermal 
scan  enthalpy  requirements  as  storage  time  increased  (p  <  0.0001).  The  thermal  scans  of  the 
samples  demonstrated  a  significant  increase  between  fabrication  and  24  hours  (p  =  0.001)  after 
which  the  loss  stabilized  with  no  significance  between  groups  until  one  month  (p  >  0.431 ). 


97 


Although  the  samples  demonstrated  an  increasing  trend  after  one  month,  there  was  no 
difference  noted  between  the  one-month  and  three-month  samples  (p  =  0.079).  Throughout  the 
storage  period  the  2  mm  samples  required  significantly  less  enthalpy  than  the  other  thicknesses 
(p  <  0.0001 )  while  no  difference  was  noted  between  the  3  mm  and  4  mm  samples  (p  =  0.926). 


Figure  38.  Photac-Fil  Quick  Mean  Thermal  Scan  Enthalpy  Results  (J/g) 
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Representative  thermal  scans  of  Photac-Fil  Quick  can  be  seen  in  Figures  39  -  42.  In  contrast 
with  the  other  two  materials,  the  3  mm  and  4  mm  Photac-Fil  Quick  samples  displayed  uniform 
endothermic  peaks  from  the  outset  whose  peaks  became  more  focused  with  maturity.  The  2 
mm  Photac-Fil  Quick  endothermic  peak  was  nondescript  at  24  hours  but  gained  uniformity  as 
time  progressed  and  the  peak  temperature  was  also  observed  to  shift  towards  that  observed  by 


the  other  two  thicknesses. 
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Figure  39.  Photac-Fil  Quick  24  Hour  Mean  Thermal  Scans 

Aexo  Photac  24hr  Mean  Depth  cure  curves  29.03.2006  16:19:32 


Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 


Figure  40.  Photac-Fil  Quick  One  Week  Mean  Thermal  Scans 


n  =  5 

Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 
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Figure  41.  Photac-Fil  Quick  One  Month  Mean  Thermal  Scans 

Aexo  Photac  one  month  mean  curves  combined  03.01.2006  14:55:21 


Red  =  2  mm.  Blue  =  3  mm.  Green  =  4  mm 


Figure  42.  Photac-Fil  Quick  Three  Month  Mean  Thermal  Scans 

Aexo  Photac  3  month  mean  curves  combined  31.03.2006  15:41:22 


Red  =  2  mm,  Blue  =  3  mm,  Green  =  4  mm 
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The  mean  thermal  peak  temperatures  of  the  Photac-Fil  Quick  samples  are  depicted  in  Figure 
43.  Similar  to  Fuji  II  LC,  the  3  mm  samples  demonstrated  the  highest  thermal  peak  temperature 
with  the  2  mm  samples  the  lowest.  The  4  mm  samples  maintained  a  thermal  peak  temperature 
that  was  intermediary  to  the  other  thicknesses.  The  2  mm  samples  were  significantly  lower  than 
the  3  mm  samples  (p  =  0.007)  as  well  as  the  4  mm  samples  (p  =  0.047)  but  the  3  mm  and  4  mm 
groups  were  statistically  similar  (p  =  0.569).  As  with  the  other  two  materials,  all  three 
thicknesses  of  the  Photac-Fil  Quick  samples  demonstrated  a  merging  trend  of  the  peak 


temperatures  with  the  passage  of  time.  At  24  hours  there  was  no  difference  between  the 
samples  (p  =  0.121),  as  well  as  at  one  week  (p  =  0.151).  However,  at  one  month  the  merging 
trend  was  disrupted  by  a  significant  difference  between  the  2  mm  and  the  other  thicknesses  (p 


<  0.033)  which  continued  at  three  months  (p  =  0.002). 


Figure  43.  Photac-Fil  Quick  Thermal  Scan  Mean  Peak  Temperature  Results  (°C) 
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All  three  resin-modified  glass-ionomer  restorative  materials  demonstrated  increasing  thermal 
requirements  for  the  DSC  thermal  scan  with  storage  time,  although  all  achieved  such  displaying 
distinct  thermal  behavior.  Vitremer  samples  displayed  an  increasing  rate  throughout  the 
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evaluation  while  Fuji  II  LC  demonstrated  a  rise  in  thermal  requirements  at  one  week  that 
essentially  reached  a  plateau  for  the  remainder  of  the  observation  time.  Photac-Fil  Quick 
reached  a  similar  plateau  at  one  week,  which  was  maintained  at  one  month  but  then  evidenced 
an  increasing  trend  for  thermal  requirements  at  one  month.  Collectively  the  data  indicates 
different  thermal  behavior  for  all  of  the  materials  with  increased  storage  time,  which  is  evidence 
that  all  of  the  materials  are  exhibiting  change  in  composition.  The  individual  thermal  behavior  of 
these  materials  will  demand  more  attention  and  evaluation:  it  remains  to  be  determined  if  the 
early  plateau  reached  by  Fuji  II  LC  is  evidence  of  the  formation  of  a  mature  and/or  stable 
composition.  As  glass-ionomer  materials  are  known  to  require  considerable  time  to  reach 
maturity,  only  longer  periods  of  observation  will  be  able  definitively  demonstrate  this  behavior  by 
thermal  means. 

The  peak  temperature  of  the  DSC  thermal  peak  provides  additional  information  concerning 
these  RMGI  materials.  The  peak  temperature  of  a  thermal  measurement  during  DSC  can 
provide  material  composition  characteristics  almost  in  the  same  manner  as  glass  transition 
temperatures  and  melting  points.  It  is  interesting  that  all  three  of  the  resin-modified  glass- 
ionomer  materials  demonstrated  similar  behavior  in  regards  to  thermal  peak  temperatures 
during  the  thermal  scans.  Each  material  demonstrated,  especially  with  the  3  mm  and  4  mm 
samples,  higher  mean  thermal  peak  temperatures  immediately  after  fabrication  that  slowly 
lessened  with  storage  time.  Moreover,  as  storage  time  increased,  the  temperatures  also 
displayed  a  trend  of  merging  towards  the  same  range  of  temperatures,  to  the  point  that  at 
intermediary  times  there  was  no  significance  between  the  peak  temperatures  of  the  Photac-Fil 
Quick  samples,  while  at  three  months  there  was  no  significant  difference  between  the  mean 
thermal  peak  temperatures  of  the  Fuji  II  LC  samples.  The  merging  of  the  mean  peak 
temperature  values  provides  additional  evidence  of  material  compositional  change  with  the 
resin-modified  glass-ionomer  materials.  Furthermore,  as  the  peak  temperatures  approximate 
each  other  it  suggests  that  the  composition  of  each  respective  material  is  becoming  more 


similar. 
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The  RMGI  materials  were  all  evaluated  for  the  different  weight  changes  during  all  phases  of 
thermal  analysis,  as  investigation  into  these  weight  changes  could  provide  information 
concerning  the  water  uptake,  ratio  of  loosely  bound  to  firmly  bound  water,  as  well  as  possible 
polymer  development  in  these  materials. 

Not  surprisingly,  all  of  the  materials  were  observed  to  significantly  increase  in  weight  as  storage 
time  progressed.  Any  weight  gain  during  storage  in  the  98  ±  2  percent  humidity  conditions  was 
assumed  to  be  due  to  water  uptake.  As  with  conventional  glass-ionomer  materials,  RMGIs 
have  been  documented  to  absorb  water,  as  water  uptake  is  essential  for  the  continuation  of  the 
polyalkenoate  reaction.3,21'93  Furthermore,  all  three  materials  were  also  noted  to  experience 
significant  weight  loss  during  the  specific  heat  determinations.  Any  weight  loss  observed  during 
the  specific  heat  determinations  was  assumed  to  be  predominately  due  to  water  loss, 
presumably  of  the  loosely  bound  nature.  This  assumption  is  founded  on  the  short  time  duration 
of  the  specific  heat  determination  scans  (20  minutes)  and  the  narrow  temperature  range 
involved  (20  °C  to  60  °C)  that  was  decidedly  below  the  boiling  point  of  both  water  and  HEMA. 

An  interesting  finding  regarding  the  weight  loss  during  the  specific  heat  determinations 
(presumed  to  be  loosely-bound  water)  among  the  three  materials  is  that  each  material 
demonstrated  different  behavior  in  the  nature  of  the  loosely-bound  water  loss.  The  Vitremer 
(Figure  44)  2  mm  and  3  mm  samples  lost  significantly  more  water  at  three  months  than  at  the 
onset  (p  <  0.0001)  while  the  4  mm  samples  demonstrated  a  similar  trend  towards  increased 
water  loss,  but  yet  is  was  not  significant.  The  2  mm  samples  demonstrated  a  trend  for  decrease 
in  water  loss  after  24  hours  that  continued  until  one  month,  with  the  3  mm  samples  displaying 
similar  behavior  after  one  week.  At  one  month  there  was  no  significant  difference  in  water  loss 
between  all  thicknesses,  and  although  the  2  mm  and  3  mm  samples  displayed  a  greater  amount 
of  water  loss  compared  to  the  4  mm  samples  at  three  months,  no  significant  difference 
remained  among  the  groups  (p  =  0.357). 
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Figure  44.  Vitremer  Mean  Water  Loss  During  Specific  Heat  Determination  (%  Wt) 
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The  Fuji  II  LC  samples  (Figure  45)  also  demonstrated  an  increasing  trend  of  water  loss  during 
the  specific  heat  determinations  with  storage  time  but  did  so  in  a  manner  different  than 


Vitremer. 
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Figure  45.  Fuji  II  LC  Mean  Water  Loss  During  Specific  Heat  Determination  (%  Wt) 
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At  the  end  of  the  three  months,  each  thickness  of  Fuji  II  LC  samples  did  not  experience  a 
significant  difference  in  water  loss  compared  to  the  water  loss  with  the  immediate  groups  (p  > 
0.437).  However,  during  the  storage  time  all  three  thicknesses  experienced  a  significant 
increase  in  water  loss  (p  <  0.001)  that  reached  a  maximum  at  one  week  and  then  declined. 
Except  for  the  immediate  groups,  the  Fuji  II  LC  2  mm  samples  lost  significantly  more  water  than 
the  3  mm  and  4  mm  groups  (p  <  0.0001),  while  the  latter  two  groups  were  not  significantly 
different  (p  =  0.459). 

The  water  loss  behavior  during  the  specific  heat  determinations  for  the  Photac-Fil  Quick 
samples  is  displayed  in  Figure  46. 
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Figure  46.  Photac-Fil  Quick  Mean  Water  Loss  During  Specific  Heat  Determination  (% 
Wt) 
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The  Photac-Fil  Quick  samples  displayed  an  increase  in  water  loss  with  time  similar  to  Fuji  II  LC 
except  that  the  maximum  water  loss  peaked  at  the  24-hour  storage  time.  After  one  week  the  2 
mm  samples  continued  on  an  increased  trend  for  water  loss  while  the  other  thicknesses 
maintained  relatively  stable.  One-way  ANOVA  identified  that  over  the  total  storage  time  the  2 
mm  Photac-Fil  Quick  samples  lost  significantly  more  water  during  the  specific  heat 
determinations  (p  <  0.0001 )  compared  to  the  3  mm  and  4  mm  samples  which  were  statistically 
similar  (p  =  0.21 9).  Within  the  Photac-Fil  Quick  groups  the  2  mm  and  4  mm  samples  lost 
significantly  more  water  at  three  months  compared  to  the  immediate  samples  (p  <  0.002),  while 
the  3  mm  samples  maintained  statistical  similarity  (p  =  0.054).  However,  all  thicknesses 
demonstrated  a  significant  increase  in  water  loss  at  the  24-hour  peak  as  that  experienced  by 
the  immediate  groups. 


The  difference  between  the  weight  gain  during  storage  (water  uptake)  and  weight  loss  during 
the  specific  heat  determinations  (loosely  held  water  loss)  results  in  the  net  retention  of  water, 
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and  provides  some  insight  into  the  development  of  the  more  firmly  bound  water  associated  with 
the  maturation  of  the  polyalkenoate  hydrogel  matrix. 


All  three  materials  demonstrated  a  significant  change  in  the  net  water  retention  during  the 
specific  heat  determination  for  the  storage  times  evaluated.  The  results  of  all  thicknesses  of  the 


Figure  47.  Vitremer  Mean  Net  Water  Retention  During  Specific  Heat 
Determination  (%  Wt) 
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Vitremer  samples  are  graphically  depicted  in  Figure  47.  Two-way  ANOVA  identified  that  the 
Vitremer  samples  demonstrated  a  significant  increase  in  net  water  retention  both  per  thickness 
and  storage  time  (p  <  0.0001 ).  One-way  ANOVA  for  net  water  retention  between  the 
thicknesses  found  no  significant  difference  between  the  2  mm  and  3  mm  samples  (p  =  0.241) 
but  identified  significantly  more  net  water  retention  between  the  4  mm  and  the  2  mm  samples  (p 
=  0.  043).  Although  the  2  mm  samples  gained  weight  during  storage  time,  Scheffe  post  hoc 
analysis  did  not  identify  any  significant  change  in  net  water  retention  due  to  large  standard 
deviations  among  the  sample  means.  A  significant  change  was  identified  within  the  3  mm 
samples  (p  <  0.0001),  with  significant  net  retention  of  water  increasing  at  all  storage  times 
except  between  the  immediate  and  24  hour  samples.  A  significant  change  was  also  noted 
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within  the  4  mm  samples  (p  <  0.0001),  with  significant  gains  identified  between  storage  times 
after  one  week.  The  data  indicates  that  at  approximately  one  week  the  Vitremer  samples  began 
to  show  evidence  of  some  water  retention  within  the  material. 


The  mean  net  water  retention  results  during  the  specific  heat  determination  results  for  the  Fuji  II 


LC  samples  can  be  observed  in  Figure  48. 


Figure  48.  Fuji  II  LC  Mean  Net  Water  Retention  During  Specific  Heat  Determination 
(%  Wt) 
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Two-way  ANOVA  identified  significant  changes  in  net  water  retention  during  specific  heat 
determinations  for  the  Fuji  II  LC  samples  for  both  thickness  and  storage  time  (p  <  0.0001).  All 
the  thicknesses  demonstrated  an  increasing  trend  for  increased  water  retention  with  storage 
time  that  appeared  to  peak  at  one  week  or  one  month.  Within  the  individual  thicknesses, 
although  the  samples  demonstrated  a  significant  gain  in  water  retention  up  to  at  least  one  week 
that  was  followed  with  a  decrease  at  three  months,  the  2  mm  samples  still  maintained  a 
significant  gain  in  water  retention  at  three  months  as  compared  to  the  immediate  group  (p  < 
0.0001 ).  All  of  the  thicknesses  displayed  statistical  similarity  in  net  water  retention  immediately 
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after  fabrication  and  at  24  hours,  but  at  one  week  the  3  mm  and  4  mm  samples  displayed 
significantly  greater  net  water  retention  than  the  2  mm  specimens  that  was  maintained  up  to 
three  months  (p  <  0.001).  The  Fuji  II  LC  samples  demonstrated  net  water  retention  at 
approximately  24  hours  that  was  earlier  than  that  seen  by  the  Vitremer  samples. 


The  mean  net  water  retention  results  during  the  specific  heat  determination  results  for  the 
Photac-Fil  Quick  samples  can  be  observed  in  Figure  49. 


Figure  49.  Photac-Fil  Quick  Mean  Net  Water  Retention  During  Specific  Heat 
Determination  (%  Wt) 
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The  Photac-Fil  Quick  samples  displayed  net  water  retention  behavior  during  the  specific  heat 
determinations  similar  to  that  evidenced  by  the  Vitremer  samples.  All  samples  demonstrated  a 
significant  increase  in  net  water  retention  at  three  months  (p  <  0.0001 )  as  compared  to  after 
immediate  fabrication  while  the  3  mm  and  4  mm  thicknesses  were  found  to  exhibit  significantly 
more  water  retention  than  the  2  mm  samples  (p  <  0.006).  The  3  mm  and  4  mm  Photac-Fil 
Quick  samples  exhibited  net  water  retention  starting  at  24  hours  while  the  2  mm  samples 
required  one  week. 


109 


Both  Vitremer  and  Photac-Fil  Quick  displayed  similar  behavior  regarding  net  water  retention 
during  the  specific  heat  determinations.  Fuji  II  LC  demonstrated  a  different  behavior  marked  by 
a  trend  of  decreasing  net  water  retention  after  a  significant  gain  at  one  week.  It  is  not  known  at 
this  time  if  this  trend  would  continue,  but  further  analysis  is  planned  to  follow  this  material’s 
behavior.  It  is  this  author’s  contention  that  this  net  water  retention  analysis  provides  some 
evidence  of  early  mature  hydrogel  formation  in  these  RMGI  materials.  Using  this  criterion, 
based  on  the  conditions  of  this  evaluation  it  appears  that  it  requires  one  week  for  evidence  of 
firmly-bound  water  in  the  matrix  of  both  Vitremer  and  Photac-Fil  Quick  whereas  evidence  of  the 
same  with  Fuji  II  LC  is  apparent  at  24  hours. 

In  comparing  the  water  loss  and  water  retention  behavior  of  the  three  RMGI  materials,  all 
materials  displayed  increasing  water  loss  that  was  somewhat  offset  by  increasing  amounts  of 
water  retention  as  time  progressed.  It  should  also  be  noted  that  the  thinner  samples,  especially 
the  2  mm  thickness,  appeared  to  demonstrate  more  water  loss  and  less  net  water  retention  than 
the  3  mm  or  4  mm  samples.  This  behavior  may  be  explained  by  the  consideration  that  all  of 
these  samples  were  enclosed  in  aluminum  calorimetry  crucibles  in  which  the  RMGI  materials 
displayed  only  one  open  surface  to  the  calorimeter  environment.  With  all  three  thicknesses 
having  roughly  the  same  surface  area  exposed,  the  thicker  specimens  would  be  expected  to 
retain  more  water  due  to  the  time  requirement  for  diffusion  to  take  place. 

Vitremer  gave  evidence  of  an  interaction  of  water  loss/net  water  retention  behavior  with  a 
possible  correlation  between  the  two  factors  (Pearson’s  0.316,  p  =  0.006)  but  this  was 
discovered  to  be  a  weak  correlation  as  linear  regression  did  not  identify  any  significant 
relationship  (R2  =  0.10).  Moreover,  the  same  behavior  was  seen  with  Fuji  II  LC  (Pearson’s 
0.301,  p  =  0.009;  R2  =  0.091)  but  no  such  correlation  was  identified  with  Photac-Fil  Quick  (p  = 
0.450).  It  appears  evident  that  there  is  no  significant  relationship  between  the  water  loss 
behavior  and  the  amount  of  net  water  retained  during  the  specific  heat  determinations. 

Certainly  a  relationship  can  be  established  between  the  amount  of  water  gained  during  storage 
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and  net  water  retention  for  all  three  materials  using  linear  regression  (Vitremer,  R2  =  0.800  ;  Fuji 
II  LC,  R2  =  0.629  ;  Photac-Fil  Quick,  R2  =  0.747)  but  this  certainly  begs  the  rationalization: 
water  must  be  gained  during  the  storage  periods  to  be  able  for  the  water  to  be  retained  during 
the  specific  heat  determinations. 

The  effect  of  net  water  content  on  the  development  of  specific  heat  capacity  must  be 
considered,  as  mature  glass-ionomer  materials  are  postulated  to  contain  up  to  five  percent 
unbound  water  and  anywhere  from  1 8  to  28  percent  bound  water.93  Water  has  a  reported 
specific  heat  capacity  of  4.186  J/gX90  and  hence,  more  water  content  within  a  material  could 
possibly  affect  its  specific  heat  value.  When  analyzing  any  possible  relationship  between 
Vitremer  water  retention  behavior  and  specific  heat  values,  linear  regression  did  not  identify  any 
strong  relationships  between  net  water  retention  (R2  =  0.014)  or  water  gain  during  storage  (R2  = 
0.184).  Similar  results  were  found  for  Fuji  II  LC  (net  water  retention,  R2  =  0.042;  water  gain,  R2 
=  0.370)  or  Photac-Fil  Quick  (water  gain,  R2  =  0.0707;  net  water  retention,  R2  =  0.01 1). 
Interestingly,  there  appeared  to  be  a  stronger  relationship  between  water  loss  during  the 
specific  heat  determinations  and  specific  heat  values  (Vitremer  R2  =  0.540;  Fuji  II  LC  R2  = 

0.576;  Photac-Fil  Quick  R2  =  0.547).  The  significance  of  these  findings  remains  obscure  at  this 
time. 

The  resin-modified  glass-ionomer  materials  were  also  analyzed  for  weight  loss  during  the  DSC 
thermal  scan  for  identification  of  trends.  In  addition,  the  total  weight  loss  during  the  specific 
heat  determinations  and  the  thermal  scan  was  evaluated  for  similar  reasons  and  these  weight 
losses  were  compared  to  water  gain  during  storage. 


The  Vitremer  thermal  scan  weight  loss  data  is  depicted  in  Figure  50. 
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Figure  50.  Vitremer  Thermal  Scan  Mean  Weight  Loss  (%  Wt) 
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All  thicknesses  experienced  significantly  more  weight  loss  during  the  thermal  scan  with 
increased  storage  time  (p  <  0.0001),  with  each  thickness  roughly  displaying  the  same  trend  of 
weight  loss.  The  3  mm  and  4  mm  samples  displayed  parallel  increasing  weight  loss  behavior 
with  increased  storage  time,  but  the  2  mm  samples  developed  a  decrease  from  one  week  to 
one  month  which  then  became  almost  identical  to  the  3  mm  trend  at  three  months.  The  2  mm 
samples  demonstrated  significantly  less  weight  loss  during  that  thermal  scan  than  the  4  mm 
samples  (p  =  0.006)  while  all  other  thicknesses  were  similar  in  weight  loss. 

The  Fuji  II  LC  thermal  scan  weight  losses  are  posted  in  Figure  51 .  Considering  total  weight  loss 
over  the  storage  time,  the  Fuji  II  LC  samples  demonstrated  a  significant  increase  in  weight  loss 
(p  <  0.0001 ).  When  evaluated  between  the  sample  thicknesses,  the  4  mm  groups 
demonstrated  significantly  more  weight  loss  (p  =  0.037)  than  the  2  mm  samples,  while  no 
statistical  difference  was  identified  between  the  2  mm  and  3  mm  as  well  as  between  the  3  mm 
and  4  mm  samples  (p  >  0.153). 
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Figure  51.  Fuji  II  LC  Thermal  Scan  Mean  Weight  Loss  (%  Wt) 
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The  results  for  the  Photac-Fil  Quick  thermal  scan  weight  loss  can  be  seen  in  Figure  52. 
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Figure  52.  Photac-Fil  Quick  Thermal  Scan  Mean  Weight  Loss  (%  Wt) 
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The  Photac-Fil  Quick  samples  demonstrated  a  significantly  greater  weight  loss  at  the  end  of  the 
three  month  storage  period  as  compared  to  the  onset  (p  <  0.0001 )  with  a  significant  difference 
in  loss  identified  between  the  2  mm  and  3  mm  samples  (p  =  0.017)  and  between  the  2  mm  and 
4  mm  samples  (p  =  0.001),  but  not  between  the  3  mm  and  4  mm  samples  (p  =  0.577). 

All  three  RMGI  materials  displayed  similar  weight  loss  behavior  during  the  DSC  thermal 
process,  demonstrating  a  significant  increase  in  weight  loss  as  storage  time  progressed. 
Interesting,  review  of  the  data  will  show  that  the  2  mm  material  samples  between  one  week  and 
one  month  either  show  a  trend  of  either  weight  gain  or  at  least  a  lessening  in  the  rate  of  weight 
loss,  but  this  trend  is  reversed  after  one  month.  As  compared  to  the  specific  heat  determination 
weight  loss,  it  can  be  observed  that  the  2  mm  thicknesses  display  in  all  materials  significantly 
less  weight  loss  than  the  4  mm  samples.  This  trend  is  the  reverse  from  that  observed  during 
the  specific  heat  determinations:  a  possible  explanation  can  be  afforded  due  to  difference  in 
thermal  energy  provided  between  the  two  methods  and  the  development  of  more  firmly-bound 
water  as  the  RMGI  polyalkenoate  matrix  matures.  Accordingly,  the  enthalpy  developed  by  the 
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thermal  scan  is  much  greater  than  that  provided  by  specific  heat  determination  and  this 
increased  energy  could  provide  the  impetus  necessary  to  overcome  some  of  the  diffusion 
barriers  that  hinders  the  loss  of  loosely-bound  water  during  the  specific  heat  determinations. 
Furthermore,  the  4  mm  thicknesses  could  also  be  susceptible  to  more  weight  loss  during  the 
thermal  scan  due  to  loosely-bound  water  not  removed  during  the  specific  heat  determinations 
and  the  development  of  bound  water  as  the  polyalkenoate  matrix  matures.  Based  on  some  of 
the  evidence  provided  by  hardness  testing,  the  deeper  layers  do  not  have  the  same  degree  of 
setting  as  the  upper  layers  and  the  polyalkenoate  reactions  in  the  deeper  layers  have  either 
been  severely  hampered  or  plasticized  by  the  influx  of  water  during  storage.  Hence,  the 
polyalkenoate  matrix  in  the  deeper  regions  does  not  attain  the  level  of  maturity  required  to  resist 
the  forces  of  desiccation  and  is  more  prone  to  water  loss. 

The  three  resin-modified  glass-ionomer  materials  were  additionally  analyzed  for  total  weight 
loss  experienced  by  the  samples  during  the  specific  heat  determinations  combined  with  the 
DSC  thermal  scan,  and  the  results  for  Vitremer  can  be  seen  in  Figure  53.  All  of  the  Vitremer 
samples  experienced  significant  weight  loss  between  initial  fabrication  and  three  months  (p  < 
0.0001),  but  there  was  no  significant  difference  found  between  the  thicknesses  at  the  end  of 
three  months  (p  =  0.716).  Interestingly,  the  results  for  Fuji  II  LC  and  Photac-Fil  Quick  were 
similar.  All  Fuji  II  LC  samples  (Figure  54)  experienced  significant  weight  loss  between 
immediate  fabrication  and  three  months  (p  <  0.0001)  but  there  was  no  significant  difference  in 
total  weight  loss  between  the  thicknesses  at  three  months  (p  =  0.254).  The  Photac-Fil  Quick 
samples  displayed  similar  weight  loss  behavior  (Figure  55)  demonstrating  a  significant  increase 
in  total  weight  loss  over  the  total  storage  time  (p  <  0.0001 )  but  without  a  significant  difference 
identified  between  the  different  thicknesses  (p  =  0.548) 
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Figure  53.  Vitremer  Thermal  Determinations  Mean  Total  Weight  Loss  (%  Wt) 
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Figure  54.  Fuji  II  LC  Thermal  Determinations  Mean  Total  Weight  Loss  (%  Wt) 
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Figure  55.  Photac-Fil  Quick  Thermal  Determinations  Mean  Total  Weight  Loss  (% 
Wt) 
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The  total  weight  loss  data  provides  some  insight  into  the  deposition  and  maturity  of  the  water 
that  may  be  contained  within  each  resin-modified  glass-ionomer  material.  The  comparison  of 
total  weight  loss  to  the  thermal  scan  weight  loss  data  will  identify  some  differences,  although  in 
some  instances  the  trends  may  appear  to  be  similar.  One  striking  difference  between  the  two 
sets  of  data  is  that  the  thermal  scan  weight  loss  should  involve  only  the  more  firmly-bound  water 
that  is  incorporated  in  the  polyalkenoate  hydrogel.  As  this  hydrogel  becomes  more  mature,  less 
water  should  theoretically  be  lost  in  the  resin-modified  glass-ionomer  materials  during  the  heat 
capacity  determinations  while  more  weight  loss  due  to  water  could  be  expected  to  be  lost  during 
the  thermal  scan.  For  some  cases,  this  has  been  found  to  be  exactly  the  case  during  this  three- 
month  evaluation.  However,  continued  evaluations  for  longer  storage  times  are  needed  before 
definitive  trends  can  be  identified. 

Analysis  of  the  total  weight  loss  of  the  materials  will  provide  some  identity  to  the  nature  of  the 
total  water  behavior  of  the  resin-modified  glass-ionomer  materials.  Due  to  the  maturation 
processes  that  occur  with  glass-ionomer  materials  in  general,  it  would  be  expected  that  overall 
rate  of  water  loss  (as  in  weight  percent  loss  over  time)  would  decrease  as  storage  time 
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progressed  and  the  polyalkenoate  matrix  continues  to  mature.  This  behavior  was  observed  at 
three  months  with  Fuji  II  LC,  Photac-Fil  Quick  demonstrated  a  stabilization  trend  of  total  weight 
loss  in  the  evaluation  midst,  and  Vitremer  was  still  demonstrating  an  increasing  weight  loss  at 
three  months.  It  cannot  be  ascertained  at  present  if  the  present  findings  will  continue  to  display 
the  same  behavior  or  if  the  other  materials  will  eventually  provide  similar  total  weight  loss 
behavior  as  demonstrated  by  Fuji  II  LC.  Further  evaluations  are  ongoing  for  evaluation  of 
weight  loss  for  increased  storage  time. 

To  gain  some  insight  into  the  effect  of  water  gain  during  storage  to  the  weight  loss  during  the 
thermal  determinations,  the  ratios  of  DSC  thermal  scan  to  water  gain  and  total  weight  loss  to 
water  gain  (expressed  in  percent)  was  analyzed.  The  immediate  groups  were  excluded  from 
this  analysis.  The  results  of  the  ratio  between  thermal  scan  weight  loss  and  water  gain  for  the 
Vitremer  samples  is  depicted  in  Figure  56.  The  ratio  of  the  weight  loss  during  the  thermal 
scans  to  water  gain  during  storage  for  the  Vitremer  samples  demonstrated  a  significant 
decrease  as  storage  time  progressed  (p  <  0.0001).  There  was  no  significant  difference  in  the 
ratio  reduction  between  the  2  mm  and  3  mm  thicknesses  (p  =  0.755)  or  between  the  3  mm  and 
4  mm  thicknesses  (p  =  0.189).  However,  a  significant  difference  was  identified  between  the  2 
mm  and  4  mm  thicknesses  (p  =  0.042). 

The  results  of  the  Fuji  II  LC  ratio  of  thermal  scan  weight  loss/water  gain  ratio  can  be  seen  in 
Figure  57. 
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Figure  56.  Vitremer  Ratio  Mean  Thermal  Scan  Loss/Water  Gain  (%) 
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Figure  57.  Fuji  II  LC  Ratio  Mean  Thermal  Scan  Loss/Water  Gain  (%) 
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One-way  ANOVA  evaluation  of  the  Fuji  II  LC  ratio  of  weight  loss  during  the  thermal  scans  to 
water  gain  identified  a  significant  change  (p  <0.0001)  within  the  samples  when  analyzed  over 
the  storage  time.  However,  this  was  most  punctuated  by  a  difference  noted  between  24  hours 
and  one  week  as  seen  by  the  3  mm  and  4  mm  samples  that  demonstrated  a  precipitous  and 
significant  (p  <  0.0001)  decline  in  the  ratio.  However,  after  this  observation  there  was  no 
significant  difference  identified  within  the  samples  between  one  week  and  three  months  (p  > 
0.090).  A  significant  difference  in  ratio  behavior  was  noted  between  the  2  mm  and  3  mm  (p  = 
0.010)  samples  as  well  between  the  2  mm  and  4  mm  samples  (p  =  0.004)  but  no  difference  was 
identified  between  the  3  mm  and  4  mm  samples  (p  =  0.941). 


The  Photac-Fil  Quick  samples  (Figure  58)  thermal  scan  weight  loss  to  water  gain  ratio  displays 
a  decrease  in  ratio  over  time,  similar  to  the  case  of  Vitremer.  A  significant  decrease  in  the 
overall 


ratio  was  identified  between  24  hours  and  three  months  (p  =  0.002),  however  no  significant 
difference  was  found  between  the  thicknesses  (p  =  0.378). 
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An  attempt  at  additional  insight  into  the  dynamics  of  the  resin-modified  glass-ionomer  water 
behavior  was  done  with  evaluating  the  ratio  of  total  thermal  weight  loss  to  water  gain  during 
storage.  The  analysis  of  Vitremer  total  thermal  weight  loss  to  water  gain  is  graphically  depicted 
in  Figure  59.  The  behavior  of  this  analysis  is  nearly  the  same  as  the  thermal  scan  weight  loss 
and  water  gain  ratio. 


Figure  59.  Vitremer  Ratio  Mean  Total  Thermal  Weight  Loss/Water  Gain  (%) 
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As  with  the  ratio  of  thermal  scan  weight  loss  to  water  gain,  all  samples  demonstrated  a 
significant  reduction  in  the  ratio  with  increased  storage  time  (p  <  0.0001).  However,  the  total 
weight  loss  to  water  gain  ratio  differed  from  the  thermal  scan  to  water  gain  ratio  analysis  in  that 
ANOVA  found  no  significant  difference  in  the  ratio  reduction  behavior  between  the  sample 
thicknesses  (p  =  0.253). 

Analysis  of  the  Fuji  II  LC  ratio  of  total  thermal  weight  loss  to  water  gain  (Figure  60)  found  that  all 
samples  displayed  a  significant  difference  in  the  ratio  between  24  hours  and  three  months 
storage  (p  <  0.0001)  with  the  main  difference  noted  between  24  hours  and  the  other  storage 
times,  as  there  were  no  differences  found  after  one  week  and  three  months  (p  >  0.145).  As  with 
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Vitremer  there  was  no  significant  difference  identified  between  the  Fuji  II  LC  thicknesses  (p  > 
0.075). 


As  with  the  thermal  scan  loss  to  water  gain  ratio,  the  Photac-Fil  Quick  samples  (Figure  61) 
demonstrated  a  significant  reduction  in  total  thermal  weight  loss  to  water  gain  ratio  between  24 
hours  and  three  months  (p  <  0.0001 ,  with  no  significant  differences  noted  between  the  sample 
thicknesses  (p  =  0.429). 
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Water  is  an  essential  ingredient  for  all  formulations  of  glass-ionomer  materials  as  water  is  both 
a  reactant  in  the  early  stages  of  the  glass-ionomer  setting  reaction,  but  it  also  enables  the 
formation  of  the  silica-based  hydrogel.93  As  glass-ionomer  materials  mature,  a  certain  water 
content  becomes  increasingly  resistant  to  removal  by  desiccation  and  is  referred  to  as  being 
more  “bound”.  The  ratio  to  “bound”  to  “unbound”  has  been  demonstrated  to  increase  as  glass- 
ionomer  products  mature.3'21,93  The  exact  timing  of  this  conversion  of  the  initial  unbound  water 
to  the  more  removal-resistant  bound  water  has  not  been  ascertained,  as  the  earliest  detection 
of  bound  water  has  not  been  reported  in  the  scientific  literature. 

The  weight  changes  associated  with  thermal  analysis  of  the  resin-modified  glass-ionomer 
restorative  materials  may  provide  some  insight  into  the  nature  of  water  within  these  materials.  If 
the  assumptions  of  this  thesis  are  correct,  results  of  the  net  water  retention  analysis  during  the 
specific  heat  determinations  have  demonstrated  evidence  of  net  water  retention  as  early  as  24 
hours  for  Fuji  II  LC  and  one  week  for  both  Photac-Fil  Quick  and  Vitremer.  It  is  unclear  if  this 
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early  evidence  of  water  retention  is  substantiation  of  the  first  formation  of  bound  water  in  resin- 
modified  glass-ionomer  cements. 

The  ratios  of  weight  loss  during  both  the  thermal  scan  and  total  weight  loss  to  the  water  gain 
during  storage  was  undertaken  to  possibly  provide  some  erudition  into  relationship  between  the 
water  gained  during  storage  and  the  amount  of  weight  loss  during  the  thermal  analysis. 

Another  assumption  made  during  the  thermal  analysis  was  that  weight  loss  during  the  higher- 
temperature  thermal  scans  would  predominately  be  due  to  the  more  firmly-bound  water  species. 
To  assume  that  the  weight  loss  would  entirely  be  represented  by  water  would  be  incorrect,  as 
resin-modified  glass-ionomer  materials  represent  complex  solutions  of  both  polyalkenoate  and 
methacrylate  components,  as  well  as  photointiators  and  other  modifiers.21  Some  weight  loss 
during  the  thermal  scan  with  Fuji  II  LC  and  Photac-Fil  Quick  could  be  also  attributed  to 
unreacted  methacrylate  components,  especially  HEMA.  However,  due  to  the  water-soluble 
nature  of  HEMA,  it  could  be  reasonable  to  assume  that  any  unreacted  HEMA  remaining  in  the 
matrix  might  exist  in  solution  with  water  during  the  thermal  scan  process.  Since  the 
methacrylate  component  is  largely  grafted  upon  the  polyacrylic  acid  backbone  in  Vitremer,  it  is 
comfortable  to  assume  that  weight  loss  during  the  thermal  scan  could  be  more  due  to  water  loss 
than  the  other  two  materials.  However,  the  reader  must  be  reminded  that  these  simplistic 
generalizations  are  made  in  order  to  attempt  to  observe  generalized  trends  of  the  materials:  the 
emphasis  remains  that  these  materials  are  complex  entities  and  not  mere  simple  mixtures  of 
polyalkenoate  components  and  methacrylates. 

All  materials  demonstrated  increased  weight  loss  during  the  DSC  thermal  scan  as  storage  time 
increased.  This  behavior  is  expected  as  all  materials  were  demonstrated  to  gain  weight  during 
storage.  Division  of  the  weight  loss  during  the  DSC  thermal  scan  by  the  observed  water  gain 
during  storage  provides  some  insight  into  the  nature  of  the  water  into  these  materials  at  the  time 
of  the  thermal  scan.  Accordingly,  the  RMGI  materials  certainly  contain  both  unbound  and 
bound  water  in  their  matrix:  but  by  the  time  the  samples  were  submitted  to  the  thermal  scan  a 
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considerable  component  of  the  unbound  water  has  been  removed  by  the  specific  heat 
determination.  This  concept  perhaps  lends  better  credence  to  comparing  total  weight  loss  to 
the  water  gain  during  storage. 

All  three  materials  demonstrated,  with  few  exceptions,  an  overall  loss  in  the  ratio  of  thermal  total 
weight  loss  to  water  gain  with  storage  time.  If  the  content  of  RMGI  materials  are  considered, 
the  materials  will  consist  on  the  outset  a  mixture  of  aluminofluorosilicate  glasses,  polyacrylic 
acid  polymers,  methacrylate  monomers,  water,  photointiators,  and  a  variety  of  other  proprietary 
resin  components.  After  preparation  the  material  will  contain,  depending  on  its  maturity,  a 
mixture  of  methacrylate  polymers,  siliceous  hydrogel  matrix,  and  unreacted  aluminoflurorsilicate 
glasses,  polyacrylic  acid  polymers,  and  unreacted  methacrylate  components.  Concerning  the 
weight  loss  observed  during  the  thermal  scans,  it  is  felt  that  any  unreacted  methacrylate 
components  that  are  not  grafted  onto  the  polyacrylic  acid  polymer  backbone  may  be  removed 
during  the  thermal  scan.  However,  loss  of  unreacted  polyacrylic  acid  components  contribution 
to  weight  loss  during  the  thermal  scan  is  considered  minor  as  most  polyacrylic  acids  used  in  the 
RMGI  component  demonstrate  boiling  points  in  excess  of  200  °C  and  thermal  endothermic 
peaks  associated  with  this  phase  change  was  not  apparent  during  the  thermal  scans.  It  is  felt 
that  probably  that  the  major  contributor  to  the  weight  loss  during  the  DSC  thermal  scan  is  due  to 
water  loss,  which  may  be  accompanied  by  other  minor  components  that  may  be  concurrently  in 
solution  with  the  water  at  the  time.  As  storage  time  progressed,  the  ratio  of  total  weight  loss 
during  the  thermal  determinations  to  water  gain  decreased  in  all  materials.  This  represents  the 
transformation  of  the  water  that  is  gained  from  the  unbound  to  the  more  stable  bound  nature  in 
the  mature  hydrogel  matrix. 


CONCLUSIONS 
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Based  on  the  conditions  of  this  study,  several  encompassing  summary  statements  may  be 
made: 

1 .  The  solubility  data  reveals  interesting  material  trends  concerning  resin-modified  glass- 
ionomer  restorative  materials.  All  three  materials  demonstrated  increased  solubility 
until  the  one-month  storage  period.  This  reflects  a  continuation  of  the  ongoing  ion- 
exchange  process  of  the  polyalkenoate  reaction  and  that  resin-modified  glass-ionomer 
materials  may  be  more  susceptible  to  the  effects  of  solution  until  that  time. 

Furthermore,  solubility  measurement,  especially  under  the  conditions  of  this  study,  does 
not  provide  sufficient  sensitivity  to  provide  meaningful  data  in  the  determination  of  resin- 
modified  glass-ionomer  depth  of  cure. 

2.  The  analysis  of  the  hardness  data  provided  evidence  of  a  continuing  post-irradiation 
polyalkenoate  reaction.  Although  hardness  increase  was  noted  in  deeper  layers  of  all 
materials,  the  increase  in  the  4  mm  and  5  mm  bottom  surfaces  was  not  of  sufficient 
magnitude  to  reach  statistical  equivalence  with  the  hardness  exhibited  by  the  2  mm 
surfaces.  At  the  end  of  three  months,  only  Fuji  II  LC  demonstrated  a  bottom  surface 
hardness  of  the  3  mm  samples  that  were  statistically  similar  to  the  hardness  exhibited 
by  the  2  mm  samples. 

3.  All  materials  evidenced  an  increase  in  specific  heat  capacity  with  material  aging.  This 
is  suspected  to  be  due  to  increased  water  uptake  and  retention,  which  is  strong 
evidence  of  the  continuation  of  a  post-irradiation  polyalkenoate  reaction.  At  the  end  of 
the  three-month  storage  there  were  no  significant  differences  in  the  specific  heat 
between  the  2  mm  and  3  mm  thicknesses  of  materials.  There  remained  significant 
differences  between  the  2  mm  and  4  mm  thicknesses  in  two  of  the  three  RMGI 
materials. 

4.  All  materials  exhibited  evidence  during  the  differential  scanning  calorimetry  thermal 
scans  that  demonstrated  a  change  in  material  compositional  nature  with  storage  time. 
Each  material  demonstrated  different  behavior  in  the  thermal  scan  in  regard  to  energy 
requirements  and  tendencies  towards  stabilization  of  the  thermal  energy  requirements 
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with  increased  storage  time.  Each  material  demonstrated  mean  thermal  scan  peak 
temperature  behavior  that  also  provides  evidence  that  the  material  compositional 
change  within  each  material  is  becoming  more  similar  in  nature. 

5.  Analysis  of  weight  loss  during  the  specific  heat  determinations  identified  evidence  of  the 
first  events  of  net  water  retention  with  the  resin-modified  glass-ionomer  materials.  This 
suggests  that  the  first  evidence  of  bound  water  in  Fuji  II  LC  is  at  24  hours  and  at  one 
week  with  both  Photac-Fil  Quick  and  Vitremer. 

6.  Analysis  of  thermal  determinations  weight  loss  compared  to  water  gain  revealed  that 
the  resin-modified  glass-ionomer  materials  demonstrated  water-retentive  behavior  in 
the  form  of  unbound  and  bound  water  as  that  reported  by  conventional  glass-ionomer 
materials. 

The  purpose  of  this  investigation  was  to  characterize  the  depth  of  cure  of  resin-modified  glass- 
ionomer  restorative  materials  using  physical  property  testing  with  the  research  hypothesis  that 
RMGI  materials  will  display  a  depth  of  cure  gradient  that  is  more  dependent  on  visible  light 
penetration  rather  than  what  residual  acid-base  chemical  setting  reaction  that  may  remain. 
Based  on  the  analysis  of  the  data  that  was  collected  under  the  conditions  of  this  study  the 
research  hypothesis  is  accepted. 

Information  gained  from  the  hardness  testing  and  thermal  analysis  did  give  evidence  of  a 
continuing  post-photopolymerization  reaction,  which  is  certainly  indicative  of  the  acid-base 
polyalkenoate  setting  reaction.  However,  the  nature  of  this  reaction,  especially  in  the  deeper  4 
mm  and  5  mm  depths,  did  not  provide  sufficient  change  in  physical  properties  as  to  be 
statistically  equivalent  to  the  2  mm  depths.  There  were  instances  in  which  material  properties  at 
the  3  mm  depth  was  equivalent  to  that  seen  of  2  mm  depths,  however  this  was  not  consistently 
seen  within  all  materials  during  all  storage  times.  It  is  the  conclusion  from  the  conditions  of  this 
study  that  for  best  material  properties  resin-modified  glass-ionomer  restorative  products  should 
be  photopolymerized  in  thicknesses  of  no  more  than  two  millimeters. 
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Table  64.  Vitremer  Immediate  Solubility  Experimental  Sample  Results  (grams) 
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Table  65.  Vitremer  Immediate  Solubility  Results  Control  Sample  Results  (grams) 
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Table  66.  Vitremer  24-Hour  Solubility  Results  Experimental  Sample  Results  (grams) 
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Table  67.  Vitremer  24-Hour  Solubility  Results  Control  Sample  Results  (grams) 


Vitremer  II  24-HR  SOLUBILITY  (CONTROL  GROUP) 
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Table  68.  Vitremer  One-Week  Solubility  Results  Experimental  Sample  Results  (grams) 


Table  69.  Vitremer  Restorative  One-Week  Solubility  Control  Sample  Results  (grams) 
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Table  70.  Vitremer  One-Month  Solubility  Experimental  Sample  Results  (grams) 


VITREMER  ONE  MONTH  SOLUBILITY  (EXPERIMENTAL  GROUP) 
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Table  71.  Vitremer  One-Month  Solubility  Control  Sample  Results  (grams) 
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Table  72.  Vitremer  Three-Month  Solubility  Experimental  Sample  Results  (grams) 
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Table  73.  Vitremer  Three-Month  Solubility  Control  Sample  Results  (grams) 
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Table  74.  Fuji  II  LC  Immediate  Solubility  Experimental  Sample  Results  (grams) 
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Table  75.  Fuji  II  LC  Immediate  Solubility  Control  Sample  Results  (grams) 
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Table  76.  Fuji  II  LC  24-Hour  Solubility  Experimental  Sample  Results  (grams) 


150 


ss 

$2 

CN 

§ 

s 

0 

CN 

o 

<=> 

0 

S3 

5S 

wo 

0 

0 

1 

2  98 

©  o 

0 

0 

ro 

o> 

CO 

<T> 

St 

<=>  s 

8 

? 

CN 

o 

O 

0 

<T»  CD 

S3 

s 

0 

I 

284 

o  o 

0 

0 

o> 

aS 

5 

S 

-- 

§ 

O 

WO 

CN 

o  o 

O 

0 

f 

! 

5! 

>  U- 

Floss  Weight 

I 

1 

* 

Table  77.  Fuji  II  LC  24-Hour  Solubility  Control  Sample  Results  (grams) 


151 


a>  <r>  o>  co  wo 

fO  O  r-  r-  ^ 

'  CNJ  OvJ  ro  Tf  *-4 

0  <\J  CNI  CNJ  CsJ 

O  ©  ©  ©  <£ 

I  -t  o 


eg  a> 
cr>  <x> 

82 

CO 


COCOCOO^tWOWOCM 

<no<S5ococm2>^- 

m  v*  in  ««•  n’t  rrt  m  o 


Table  78.  Fuji  II  LC  One-Week  Solubility  Experimental  Sample  Results  (grams) 


FUJI  II  LC  One  Week  SOLUBILITY 
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Table  79.  Fuji  II  LC  One-Week  Solubility  Control  Sample  Results  (grams) 
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Table  80.  Fuji  II  LC  One-Month  Solubility  Experimental  Sample  Results  (grams) 


Fuji  II  ONE  MONTH  SOLUBILITY  (EXPERIMENTAL  GROUP) 
OTtaus  Analytical  Plus  Scale 
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Table  81.  Fuji  II  LC  One-Month  Solubility  Control  Sample  Results  (grams) 
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Table  82.  Fuji  II  LC  Three-Month  Solubility  Experimental  Sample  Results  (grams) 
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Table  83.  Fuji  II  LC  Three-Month  Solubility  Control  Sample  Results  (grams) 
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Table  84.  Photac-Fil  Quick  Immediate  Solubility  Experimental  Sample  Results  (grams) 
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Table  85.  Photac-Fil  Quick  Immediate  Solubility  Control  Sample  Results  (grams) 
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Table  86.  Photac-Fil  Quick  24-Hour  Solubility  Experimental  Sample  Results  (grams) 
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Table  87.  Photac-Fil  Quick  24-Hour  Solubility  Control  Sample  Results  (grams) 


PHOT  AC  24  hour  SOLUBILITY 
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Table  88.  Photac-Fil  Quick  One-Week  Solubility  Experimental  Sample  Results  (grams) 
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Table  89.  Photac-Fil  Quick  One-Week  Solubility  Control  Sample  Results  (grams) 
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Table  90.  Photac-Fil  Quick  One-Month  Solubility  Experimental  Sample  Results  (grams) 
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Table  91.  Photac-Fil  Quick  One-Month  Solubility  Control  Sample  Results  (grams) 


PHOT  AC  ONE  MONTH  SOLUBILITY  (C 
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Table  92.  Photac-Fil  Quick  Three-Month  Solubility  Experimental  Sample  Results  (grams) 
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Table  93.  Photac-Fil  Quick  Three  Month  Solubility  Control  Sample  Results  (grams) 


PHOTAC  THREE  MONTH  SOLUBILITY  (C 
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HARDNESS  TESTING  DATA 


169 


Table  94.  Vitremer  24-Hour  Hardness  (KHN) 


Vitremer  24  Hour  Hardness 

2mm 

1 

2 

3 

4 

5 

298 

24  8 

229 

24  7 

250 

top 

29  1 

24  5 

24  3 

252 

259 

avg  245 

272 

233 

255 

224 

256 

st  dev 

04 

1 . . 

avg 

2fT7 

'  24  2 

'  242 

24  1 

r  255 

st  dev 

r  1.3 

'  08 

1.3 

r  15 

r  0.5 

%  bottom/top 

94  28766 

1 

2 

3 

4 

5 

25  5 

21  3 

22  1 

24  1 

23  1 

bottom 

24  7 

230 

228 

239 

249 

avg  23  1 

255 

208 

235 

22  4 

25  4 

st  dev  0.3 

avg 

252 

-2T7- 

'  22  8 

'  235 

r  245 

st  dev 

0  5 

12 

■  0.7 

r  09 

1.2 

3mm 

1 

2 

3 

4 

5 

25  2 

264 

26  4 

24  8 

24  6 

top 

28  0 

24  6 

24  0 

24  6 

23  6 

avg  24  9 

st  dev  0  3 

26  4 

260 

24  4 

262 

22  9 

avg 

265 

■  25  7 

249 

252 

23  7 

st  dev 

k  14 

'  09 

'  13 

k  09 

r  09 

'o  bottom/top 

91  12228 

1 

2 

3 

4 

5 

bottom 

23  7 

23  8 

220 

24  3 

220 

229 

214 

24  0 

21  9 

200 

avg  227 

23  6 

236 

233 

230 

22  7 

st  dev 

04 

avg 

23  4 

'  229 

'  23  1 

r  23  1 

r  216 

st  dev 

^  04 

r  13 

r  10 

r  12 

r  14 

4mm 

1  2 

3 

4  5 

26  9 

23  7 

254 

258 

22  9 

top 

avg 
st  dev 

25  3 

230 

23  8 

239 

222 

avg  23  9 

st  dev  0  4 

26  0 

24  8 

25  5 

228 

224 

’  261 

'  238 

r  24  9 

'  24  2 

'  22  5 

r  08 

'  09 

r  10 

'  15 

r  04 

%  bottom/top 

1 

2 

3 

4 

5 

85  884 

21  8 

24  2 

21  6 

19.1 

179 

bottom 

203 

21  8 

194 

22  7 

182 

avg 

205 

07 

avg 

207 

20  8 

203 

22  1 

177 

st  dev 

-20  9- 

223 

'  204 

'  213 

r  17  9 

st  dev 

’  oli 

r  1.7 

■  n 

r  19 

r  03 

L _ : _ i _ 

5mm 

1 

2 

3 

4 

5 

...  _J_._ . 

258 

229 

262 

232 

239 

top 

228 

230 

260 

234 

22  1 

avg 

24  1 

06 

25  9 

24  1 

252 

242 

24  7 

st  dev 

avg 

'  24  8 

'  23  3 

'  25  8 

r  23  6 

r  236 

st  dev 

r  18 

r  07 

r  05 

'  05 

r  1.3 

%  bottom/top 

bottom 

1 

2 

70  88958 

3 

4 

5 

207 

14  8 

206 

136 

17.7 

175 

13  3 

214 

139 

194 

avg 

171 

avg 
st  dev 

176 

164 

19  8 

14  0 

199 

st  dev 

06 

— ii ~ 

'  148 

'  206 

'  138 

■  190 

r  18 

r  16 

r  08 

r  02 

r  12 

Table  95.  Vitremer  One-Week  Hardness  (KHN) 

Vitiemei  1  Week  Hairiness 


1 

2 

3 

4 

5 

top 

22.9 

22.6 

23.0 

22.4 

23.1 

22.7 

22.5 

21.0 

22.7 

21.9 

avg  :  22.4 

22.3 

23.3 

22.4 

22.0 

224 

st  dev  0.3 

avg 

226 

22.1 

224 

225 

st  dev 

0.3 

r  0.4 

1.0 

'  0.4 

'  0.6 

%  bottom/top 

1 

2 

3 

4 

5 

88.8 

20.0 

19.4 

19.9 

19.1 

19.4 

bottom 

avg 

19.9 

20.0 

20.5 

19.8 

19.7 

avg  19.9 

st  dev  0.2 

20.1 

20.7 

20.0 

20.0 

20.7 

rxr~ 

20.0 

20.1 

19.6 

199 

st  dev 

0.1 

'  0.7 

0.3 

0.5 

r  0.7 

1 

2  3 

4 

5 

22.9 

21.4 

22.8 

21  6 

22.4 

top 

22.4 

22.2 

21.6 

22.1 

23.4 

avg  |  22.4  | 

own 

avg 

22.7 

22  5 

23.8 

23.1 

223 

st  dev  0.3 

’  22.7 

'  220 

'  227 

223 

227 

st  dev 

'  0.3 

r  0.6 

1.1 

'  0.8 

0.6 

%  bottom/top 

1 

2  3 

4 

5 

80.1 

18.7 

18.4 

18.7 

18.6 

18.5 

bottom 

avg 

17.3 

16.9 

19.1 

17.7 

17.8 

avg  180 

st  dev  0.1 

17.6 

16.9 

17.8 

179 

17.2 

'  17.9 

17.4 

'  18.5 

'  18.1 

r  17.8 

st  dev 

r  0.7 

0.9 

0.7 

r  0.5 

0.7 

4  mm 


1 

2 

3 

4 

5 

22.0 

22.3 

22.5 

22.0 

22.2 

top 

229 

22.2 

21.8 

22.1 

22.7 

avg  22.1 

21.8 

21.0 

22.1 

224 

21.5 

st  dev  0.2 

avg 

222 

f  22l 

r  22.2 

mssm 

st  dev 

0.6 

0.7 

^“04 

0.2 

7  0.6 

%  bottom/top 

78.4 

1 

2 

3 

4 

5 

17.0 

17.2 

18.3 

17.8 

18.0 

bottom 

16.5 

16.9 

17.6 

16.9 

17.3 

avg  17.3 

16.5 

16.8 

17.0 

16.7 

17.1 

st  dev  0.2 

avg 

"  16.7 

'  170 

'  17.6 

r  17.5 

st  dev 

r  o.3 

'  0.2 

'  0.7 

'  0.6 

k  0.5 

5  mm 

i 

2 

3 

4 

5 

22.5 

22.3 

22.7 

22.8 

23.1 

top 

22.9 

23.5 

23.7 

22.2 

22.1 

avg  22.8 

22.4 

22.1 

22.4 

23.5 

22.6 

st  dev  0.2 

avg 

'  22.6 

’  22.6 

'  228 

'  22.6 

i 

st  dev 

r  0.3 

'  0.8 

r°j\ 

r  0.7 

r  0.5 

%  bottom/top 

67.6 

1 

2 

3 

4 

5 

15.4 

15.0 

15.2 

156 

16.0 

bottom 

14.3 

14.5 

14.4 

15.8 

15.8 

avg  15.4 

16.0 

16.1 

15.8 

15.2 

15.1 

st  dev  0.2 

avg 

'  15.2 

'  15.2 

•  151 

r  155 

156 

st  dev 

'  0.9 

r  0.8 

0.7 

'  0.3 

r  0.5 
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Table  96.  Vitremer  One-Month  Hardness  (KHN) 


Vitremer  1  Month  Hardness 

2mm 

1  2 

3 

4 

5 

25  5 

280 

27  3 

26  7 

272 

top 

258 

258 

262 

27  1 

26  3 

avg 

27t® 

254 

28  3 

26  1 

282 

282 

st  dev 

0.4 

avg 

'  25  6 

274 

265 

’  273 

;  272 

st  dev 

0.2 

r  1.4 

07 

r  08 

’  10 

%  bottom/top 

1 

2 

3 

4 

5 

89  92 

23  8 

253 

254 

24.6 

25  5 

bottom 

221 

242 

23  1 

25.3 

23.3 

avg 

24  4 

227 

244 

230 

25  1 

23.4 

st  dev 

04 

avg 

22  9 

24  6 

r  23  8 

25  0 

'  24  1 

st  dev 

0  9 

0  6 

’  14 

'  04 

'  12 

3mm 

1 

2 

3 

4 

5 

28  0 

279 

25  1 

276 

270 

top 

27  1 

269 

27  4 

26  1 

273 

avg 

■  26.7  I _ 

26  3 

266 

26  8 

270 

24  7 

st  dev  0  3 

avg 

27  1 

r  27  1 

264 

'  269 

'  26  3 

st  dev 

^  09 

k  07 

'  12 

r  08 

’  14 

%  bottom/top 

1 

2 

3 

4 

5 

89  45 

24  4 

243 

228 

238 

259 

bottom 

24  3 

25  1 

23  1 

226 

237 

avg 

245 

235 

225 

25  5 

238 

st  dev 

06 

avg 

'  244 

^24  3“ 

r  22  8 

r  240 

'  24  5 

st  dev 

'  0  1 

r  08 

r  0.3 

'  15 

r  12 

4mm 

1  2 

3 

4 

5 

278 

277 

284 

278 

264 

r_  j _ ; 

top 

27  1 

28  1 

288 

282 

26  1 

avg 

277 

04 

282 

268 

28  1 

276 

28  5 

st  dev 

avg 

■  277 

r  275 

r  284 

'  279 

'  27  0 

st  dev 

'  06 

r  0.7 

r  04 

'  0.3 

'  1.3 

%  bottom/top 

7726 

1  2 

3 

4 

5 

21  3 

21  2 

214 

223 

22  8 

bottom 

22  3 

21  3 

22  7 

21  1 

21  2 

•VSL 

214 

avg 
st  dev 

204 

195 

21  3 

21  3 

20  8 

st  dev 

02 

-273“ 

207 

■  218 

'  216 

:  216 

r  10 

r  10 

'  08 

'  06 

r  ii 

5mm 

1  2 

3  4 

5 

28  5 

288 

27  6 

27  7 

27  9 

top 

avg 
st  dev 

27  8 

285 

26  1 

28  1 

27  3 

avg 

27  8 

27  4 

262 

283 

28  1 

28  8 

st  dev 

05 

'  279 

r  27  8 

273 

'  280 

;  280 

'  06 

r  1.4 

'  1.1 

'  0.2 

r  08 

%  bottom/top 

1 

2 

3 

4 

5 

66  50 

174 

179 

183 

192 

175 

bottom 

avg 

192 

192 

18  1 

186 

188 

avg 

185 

182 

189 

190 

184 

178 

st  dev 

02 

'  18  3 

'  187 

■  18  5 

r  187 

18  0 

st  dev 

r  09 

r  0.7 

'  0.5 

r  04 

'  07 

] 

172 


Table  97.  Vitremer  Three-Month  Hardness  (KHN) 


Vitremer  3  Month  Hardness 


1 

2 

3 

4 

5 

275 

269 

295 

256 

27  4 

top 

28  0 

268 

28  7 

269 

26  0 

avg 

27  1 

25  6 

27  1 

270 

272 

25  7 

st  dev 

05 

evg 

k  27  0 

269 

;  284 

26  6 

r  264 

st  dev 

r  13 

02 

'  13 

■  09 

k  09 

%  bottom/top 

91  81034 

1 

2 

3 

4 

5 

280 

240 

24  6 

254 

269 

bottom 

259 

268 

226 

254 

23.3 

avg 

249 

06 

avg 

266 

25  3 

230 

252 

257 

st  dev 

268 

25  4 

'  23  4 

'  253 

253 

st  dev 

1.1 

'  1.4 

'  11 

r  01 

'  1.8 

3mm 

1 

2 

3 

4 

5 

268 

224 

224 

24  7 

234 

top 

269 

250 

22  8 

228 

233 

avg 

233 

28  5 

262 

21  3 

23  4 

21  7 

st  dev 

05 

avg 

274 

245 

'  222 

•  236 

k  22  8 

st  dev 

^  10 

k  19 

'  08 

r  10 

r  10 

%  bottom/top 

85  89835 

1 

2 

3 

4 

5 

227 

18  5 

192 

193 

19  1 

bottom 

24  5 

210 

202 

20  3 

197 

avg 

200 

250 

214 

21  6 

205 

192 

st  dev 

05 

avg 

'  24  1 

'  203 

'  20  3 

'  200 

'  193 

st  dev 

’  1.2 

r  16 

r  1.2 

r  06 

'  0.3 

4mm 

1 

2 

3  4  5 

236 

159 

25  1 

203 

26  1 

top 

226 

16  1 

24  3 

20  7 

257 

avg 

217 

223 

17  8 

233 

21  6 

23  1 

st  dev 

04 

avg 

r  22  8 

'  166 

r  242 

r  209 

'  25  0 

st  dev 

'  07 

r  10 

r  09 

'  07 

r  16 

%  bottom/top 

1 

2 

3  4 

7657692 

5 

209 

135 

18  6 

176 

160 

bottom 

avg 
st  dev 

199 

14  0 

17  5 

17  3 

164 

avg  16  6 

st  dev  0  2 

207 

153 

18  1 

180 

168 

•  205 

14  3 

'  18  1 

'  17  6 

r  164 

r  05 

r  09 

r  06 

r  04 

r  04 

* 

5mm 

1 

2 

3 

4 

5 

260 

250 

252 

228 

24  0 

top 

avg 

247 

249 

250 

24  1 

23.1 

avg 

245 

254 

251 

27  1 

240 

233 

st  dev 

04 

254 

25  0 

;  258 

'  236 

'  235 

st  dev 

^07 

'  0  1 

■  12 

F  07 

r  05 

0 

<o  bottomAop 

68  46049 

1 

2 

3 

4 

5 

14  9 

184 

16  0 

18  1 

162 

bottom 

avg 

14  4 

152 

16  9 

18  1 

158 

avg 

16  8 

166 

173 

15  7 

166 

16  7 

st  dev 

05 

15"3 

CSJ 

r- 

'  176 . 

r  16  2 

st  dev 

'  12 

r  16 

r  06 

'  09 

r  05 

173 


Table  98.  Fuji  II  LC  24-Hour  Hardness  (KHN) 


FUJI  II  LC  24  HOUR  HARDNESS 

_ 

2mm 

1 

2 

3 

4 

5 

21.3 

20.4 

21.0 

20.1 

21.0 

top 

22.2 

21.4 

20.5 

21.8 

21.3 

avg 

20.8 

20.3 

21.0 

19.7 

21.1 

20.7 

st  dev 

0.3 

avg 

213 

20.9 

204 

210 

210 

st  dev 

'  1.0 

'  0.5 

'  0.7 

r  0.9 

0.3 

%  bottom/top 

88.2 

1 

2 

3 

4 

5 

19.0 

18.0 

17.9 

17.7 

18.6 

bottom 

17.9 

18.7 

18.9 

17.3 

18.5 

avg 

18.4 

19.8 

19.2 

18.4 

18.6 

18.8 

st  dev 

0.3 

avg 

18.9 

186 

18.4 

179 

186 

. . J 

st  dev 

’  1.0 

r  0.6 

'  0.5 

•  0.7 

'  0.2 

3mm 

1 

2 

3 

4 

5 

1  _  -  _  ■  j.  J 

19.5 

19.9 

20.8 

195 

19.6 

top 

19.8 

20.0 

21.2 

21.1 

21.3 

avg 

204 

20.1 

20.5 

19.9 

20.3 

205 

st  dev 

0.3 

avg 

198 

20  1 

20.6 

[  20.3 

205 

st  dev 

r  0.3 

1  0.3 

r  0.7 

r  o.8 

r  0.9 

%  bottom/top 

74.7 

1 

2 

3 

4 

5 

14.9 

14.6 

14.8 

158 

14.6 

bottom 

14  4 

15.5 

15.4 

15.2 

15.9 

avg 

15  2 

15.1 

15.3 

15.6 

15.7 

143 

st  dev 

0.2 

avg 

14.8 

L  151 

'  15.3 

'  15.6 

'  149 

st  dev 

■aM 

r  o.5 

0.4 

'  0.3 

'  0.9 

4  mm 

1 

2 

3 

4 

5 

19.8 

19.6 

20.0 

19.4 

21.1 

top 

20.1 

20.5 

19.3 

20.5 

21  2 

avg 

202 

21.2 

20.8 

19.8 

19.7 

20  2 

st  dev 

0.1 

avg 

20  4 

r  20.3 

19.7 

20  8 

1 _ 1 

L 

st  dev 

"07 

r  0.6 

r  0.4 

r  0.6 

r  06 

%  bottom/top 

57.7 

1 

2 

3 

4 

5 

9.5 

13.6 

9.9 

119 

125 

bottom 

9.4 

12.4 

11.8 

114 

10.3 

avg 

116 

i 

10.6 

13.5 

11.3 

10.8 

10.2 

st  dev 

0.3 

avg 

'  98 

'  132 

'  110 

'  114 

r  110 

st  dev 

'  0.7 

r  0.7 

r  1.0 

r  0.6 

r  13 

5mm 

1 

2 

3 

4 

5 

20.7 

20.2 

20.3 

21.7 

20.7 

top 

21.8 

19.6 

20.6 

20.0 

20.5 

avg 

mmm 

21.0 

19.8 

19.8 

19.7 

19.9 

st  dev 

0.3 

avg 

r  21.2 

r  19.9 

r  20.2 

'  205 

'  20  4 

1 

st  dev 

r  0.6 

'  0.3 

'  0.4 

'  1.1 

r  0.4 

%  bottom/top 

478 

1 

2 

3 

4 

5 

10.9 

8.7 

10.2 

9.2 

9.7 

bottom 

9.3 

10.8 

10.0 

9.6 

9.6 

avg 

97 

1 

97 

10  1 

9  1 

9.2 

9.9 

st  dev 

0.4 

avg 

■  100 

99 

r  97 

r  93 

r  97 

st  dev 

r  0.8 

r  1.0 

r  0.6 

'  0.2 

r  0.2 

174 


Table  99.  Fuji  II  LC  One-Week  Hardness  (KHN) 


FUJI  II  LC  1  Week  Hardness 

1 

2 

3 

4 

5 

— 

top 

209 

21  5 

216 

207 

20  0 

19  3 

220 

19  8 

220 

195 

avg 

20  7  | 

207 

222 

193 

20  3 

19.1 

st  dev 

03 

avg 
st  dev 

20  3 

21  9 

20  2 

210 

195 

09 

0.4 

1.2 

09 

0.5 

%  bottom/top 

1 

2 

3 

4 

5 

90  77 

208 

20  7 

19.1 

170 

21  7 

bottom 

20  7 

193 

189 

164 

18.3 

avg 

188 

avg 

192 

19.2 

19  8 

157 

190 

st  dev  0  5 

20  2 

19  7 

19  3 

164 

197 

st  dev 

09 

08 

0.5 

07 

1.8 

1 

2 

3 

4 

5 

top 

20  5 

20  1 

19  9 

21  3 

206 

21  9 

202 

20  6 

21  2 

21  1 

®3L 

206 

03 

220 

20  1 

20  9 

202 

20  7 

st  dev 

avg 

21  5 

201 

20  5 

20  9 

20  8 

st  dev 

08 

0.1 

05 

06 

0.3 

%  bottom/top 

88  50 

1 

2 

3 

4 

5 

180 

176 

179 

19  4 

180 

bottom 

avg 

198 

180 

177 

19  6 

17.1 

avg 

18  2 

19  3 

18  6 

18  1 

183 

182 

st  dev 

03 

190 

181 

17  9 

19  1 

178 

st  dev 

09 

0.5 

0.2 

07 

06 

4mm 


1 

2 

3 

4 

5 

t9P  _ 

198 

20  1 

200 

20  9 

226 

21  0 

21.2 

21  6 

21.0 

225 

a*9 

st  dev 

21  9 

21.0 

214 

207 

220 

209 

208 

210 

209 

224 

st  dev 

1.1 

0.6 

0.9 

0.2 

0.3 

1 

2 

3 

4 

5 

14  1 

138 

14  5 

15  7 

15  8 

bottom 

14  4 

16  1 

15  9 

156 

13  9 

avg 

avg 
st  dev 

155 

166 

15  0 

14  8 

174 

st  dev 

'  14  7 

'  15  5 

■  15  1 

'  15  4 

r  15  7 

r  07 

r  1.5 

r  07 

r  05 

r  18 

5mm 


1 

2 

3 

4 

5 

209 

221 

21  6 

203 

222 

top 

214 

222 

214 

200 

21  8 

avg 

20  6 

226 

203 

19  5 

21  8 

st  dev 

avg 

’  210“ 

’  22  3“ 

’  211 

'  19  9 

'  219 

st  dev 

'  0.4 

’  0.3  ' 

'  07 

'  04 

r  02 

1 

2 

3 

4 

5 

125 

11.9 

137 

130 

13  1 

bottom 

122 

124 

132 

11.9 

134 

avg 

12  4 

120 

114 

139 

142 

st  dev 

avg 

'  124 

’  121“ 

■  128 

'  12  9 

r  13  6 

st  dev 

CN 

o 

'  0.3 

r  1.2 

r  10 

r  06 

21  3 

04 

%  bottom/to 

P_ 

7259 

154 

06 

21  3 
02 


%  bottom/top 

6024 


128 

05 


Table  100.  Fuji  II  LC  One-Month  Hardness  (KHN) 


FUJI  II  LC  1  Month  Hardness 

2mm 

1 

2 

3 

4 

5 

187 

18  9 

190 

18  8 

21  2 

top 

19  3 

21  3 

188 

203 

21  1 

avg 

200 

190 

207 

193 

212 

199 

st  dev 

05 

avg 

19  0 

203 

190 

201 

20  7 

st  dev 

03 

12 

0.3 

12 

07 

%  bottom/top 

90  94 

1 

2 

3 

4 

5 

17.2 

17.3 

190 

182 

185 

bottom 

17.5 

17.5 

179 

183 

188 

avg 

182 

avg 

17.5 

185 

173 

187 

18.7 

st  dev 

0.3 

174 

178 

18  1 

184 

187 

st  dev 

0.2 

06 

0.9 

0.3 

0.2 

3mm 

1 

2 

3 

4 

5 

203 

192 

21.8 

224 

204 

top 

206 

194 

205 

193 

19  8 

avg  20  1 

21  0 

185 

192 

209 

20  3 

st  dev 

06 

avg 

206 

19  0 

205 

209 

202 

st  dev 

04 

05 

1.3 

16 

03 

%  bottom/top 

8291 

1 

2 

3 

4 

5 

170 

17  1 

160 

178 

158 

bottom 

arg 

st  dev 

163 

165 

157 

179 

165 

avg 

167 

175 

167 

162 

173 

169 

st  dev  0  2 

16  9 

168 

160 

177 

164 

0.6 

0.3 

0.3 

0.3 

0.6 

4mm 

1 

2 

3 

4  5 

20  5 

208 

18  8 

20  1 

19.2 

top 

209 

198 

18  6 

209 

190 

avg 

196 

183 

18  7 

180 

199 

21  2 

st  dev 

0.4 

avg 
st  dev 

'  199 

'  198 

'  185 

’  20  3 

'  19  8 

’  -14” 

’  ii” 

’  0  4 

'  05 

r  12 

%  bottom  A  op 

60  49 

1 

2 

3 

4  5 

144 

122 

123 

11  2 

11.1 

bottom 

125 

123 

11  8 

127 

11  0 

avg 

11  8 

05 

15  1 

132 

11  9 

99 

12  5 

st  dev 

avg 
st  dev 

'  14  0 

'  12  6 

r  12  0 

r  113 

r  115 

r  1.3 

r  06 

r  03 

’  14 

r  08 

5mm 

1 

2 

3 

4 

5 

top 

208 

202 

200 

199 

20.2 

!  -  L.  _  - 

19.2 

18  0 

20  3 

209 

20.5 

avg 

20  1 

205 

200 

19  9 

21  8 

199 

st  dev 

0.4 

avg 

r  20  2 

'  194 

r  20  1 

'  209 

^202~ 

st  dev 

r  09 

r  12 

r  02 

'  10 

oT^ 

«5 

'o  bottomAop 

54  23 

1 

2 

3 

4 

5 

bottom 

9  1 

100 

11.9 

94 

11  5 

9  7 

11.0 

99 

97 

11.6 

avg 

109 

98 

11  4 

12  1 

100 

126 

st  dev 

04 

avg 
st  dev 

r  95 

'  108 

’  113 

'  97 

r  119 

r  04 

’  07 

r  1.2 

'  o! 

r  06 

1 

176 


Table  101.  Fuji  II  LC  Three-Month  Hardness  (KHN) 


FUJI  II  LC  3  Month  Hardness 

2mm 

1 

2 

3 

4 

5 

20  3 

20  7 

223 

21 7 

20  9 

top 

avg 

20  4 

196 

20  7 

18  0 

183 

avg 

206 

21.1 

20  1 

21  5 

237 

20  2 

stdev  10 

206 

201 

215 

211 

198 

st  dev 

0.4 

0.6 

08 

2.9 

1.3 

%  bottom/top 

2 

3 

4 

5 

90.23 

198 

189 

184 

18  3 

18.1 

bottom 

avg 

19.7 

17.1 

184 

198 

189 

avg  18  6 

st  dev  0.5 

195 

199 

175 

205 

177 

19  7 

186 

181 

195 

182 

st  dev 

0.2 

1.4 

0.5 

1.1 

0.6 

3mm 

1 

2 

3 

4 

5 

203 

21  3 

214 

205 

205 

top 

214 

205 

21  0 

202 

202 

avg 

206 

avg 

21  3 

20  1 

222 

197 

197 

st  dev 

01 

210 

206 

215 

201 

201 

st  dev 

0.6 

06 

06 

0.4 

04 

%  bottom/top 

1 

2 

3 

4 

5 

94  18 

• 

197 

19  3 

196 

19  1 

19  1 

bottom 

193 

19  6 

19  5 

193 

193 

avg 

19  4 

avg 

19  6 

192 

20  1 

194 

194 

st  dev 

01 

195 

194 

197 

19  3 

19  3 

st  dev 

0.2 

0.2 

0.3 

0.2 

0.2 

L  -| 

4mm 

1 

2 

3 

4 

5 

20  3 

206 

228 

200 

202 

top 

avg 

21  9 

21.8 

205 

205 

214 

avg 

21  3 

222 

220 

233 

21.9 

209 

st  dev 

03 

’  215 

•  215 

'  22  2 

'  208 

'  208 

st  dev 

'  L0 

'  0.8 

'  1.5 

r  10 

r  0.6 

%  bottom/top 

6143 

1 

2 

3 

4 

5 

133 

159 

14  4 

134 

122 

bottom 

138 

13  8 

154 

111 

11  8 

avg 

13  1 

152 

130 

155 

10  1 

10  6 

st  dev 

05 

- _ 

avg 

-iJT- 

’  142 

r  151 

r  115 

r  115 

st  dev 

'  10 

’  L5 

'  06 

r  17 

r  08 

5mm 

1 

2 

3 

4 

5 

220 

208 

204 

200 

22  4 

top 

21  6 

20  7 

21  0 

204 

21  8 

avg 

21  0 

21  0 

22  1 

202 

20  4 

21  2 

st  dev 

02 

avg 
st  dev 

r  215 

'  212 

'  20  5 

'  203 

'  218 

r  0.5 

r  08 

'  04 

r  02 

r  06 

%  bottom/tc 

>P 

1 

2 

3 

4 

5 

50.62 

bottom 

st  dev 

11  9 

11  3 

10  9 

98 

9  1 

10  3 

94 

11  0 

12  8 

105 

avg 

10  6 

128 

104 

100 

11  3 

10  8 

st  dev 

04 

’  117 

'  10  4 

r  10  6 

r  113 

r  10  1 

r  1.3 

'  09 

r  06 

'  1.5 

r  09 

avg 
st  dev 


177 


Table  102.  Photac-Fil  Quick  24-Hour  Hardness  (KHN) 

Photac-Fil  Quick  24  Horn  Hairiness 


1 

2 

3 

4 

5 

11.8 

11.3 

12.8 

11.0 

11.9 

top 

11.6 

10.1 

12.3 

12.7 

11.6 

avg 

115 

12.2 

11.0 

11.0 

10.6 

11.5 

st  dev 

04 

avg 

11.9 

108 

120 

11-7 

st  dev 

r  0.3 

0.6 

'  0.9 

*  1.1 

r  0.2 

%  bottom/top 

81.7 

1 

2 

3 

4 

5 

9.8 

9.0 

10.3 

8.7 

7.8 

bottom 

10.8 

8.9 

11.2 

10.3 

9.3 

avg 

94 

10.4 

9.5 

10.1 

9.1 

8.5 

st  dev 

0.2 

avg 

103 

'  9.1 

10.5 

'  94 

'  8.5 

st  dev 

1  0.5 

0.3 

'  0.6 

'  0.8 

'  0.7 

1 

2 

3 

4 

5 

11.6 

13.1 

12.6 

11.9 

10.4 

top 

13.3 

12.4 

11.7 

10.9 

10.1 

avg 

•  ■■ 

122 

10.9 

12.7 

12.5 

10.2 

st  dev 

0.4 

avg 

124 

121 

123 

118 

102 

.  J 

st  dev 

*  0.9 

1.1 

f  0.6 

r  0.8 

0.2 

%  bottom/top 

79.0 

1 

2 

3 

4 

5 

9.7 

9.2 

8.7 

9.0 

8.0 

bottom 

10.0 

8.5 

9.9 

8.3 

94 

avg  | 

92 

8.7 

9.8 

10.0 

9.6 

9.8 

st  dev 

0.1 

avg 

9.5 

92 

96 

1 

CD 

CD 

— 

9.1 

st  dev 

0.7 

0.7 

0.7 

0.7 

0.9 

4mm 

1 

2 

3 

4 

5 

13.4 

12.7 

11.6 

11.1 

11.8 

top 

12.4 

12.9 

10.7 

127 

12.8 

avg 

12.0 

12.4 

13.5 

10.6 

11.1 

12.1 

st  dev 

0.2 

avg 

12  7 

130 

110 

'  116 

122 

i  H 

st  dev 

r  0.6 

"  0.4 

"  0.6 

'  0.9 

r  0.5 

%  bottom/to 

P 

70.0 

1 

2 

3 

4 

5 

7.6 

8.2 

7.4 

8.1 

8.9 

bottom 

10.1 

9.3 

8.1 

8.0 

84 

avg 

84 

L 

104 

8.6 

7.7 

8.6 

9.3 

st  dev 

05 

avg 

94 

87 

77 

'  82 

;  89 

st  dev 

'  1.5 

0.6 

0.4 

r  0.3 

'  0.4 

5mm 

1 

2 

3 

4 

5 

11.7 

12.5 

12.6 

10.7 

12.0 

top 

11.4 

11.2 

12.7 

10.7 

12.4 

avg 

i  m 

13.2 

11.4 

11.9 

9.2 

11.6 

st  dev 

0.3 

avg 

121 

r  117 

12.4 

r  10.2 

’  120 

st  dev 

'  1.0 

'  0.7 

'  0.4 

'  0.9 

'  0.4 

%  bottom/top 

75.5 

1 

2 

3 

4 

5 

95 

88 

82 

7.8 

7.6 

bottom 

8.0 

104 

9.1 

9.6 

7  7 

avg 

■■■ 

89 

10.4 

82 

9.6 

74 

st  dev 

0.4 

avg 

88 

99 

r  85 

'  90 

'  76 

st  dev 

'  0.8 

0.9 

'  0.5 

'  1.1 

r  0.2 

178 


Table  103.  Photac-Fil  Quick  One-Week  Hardness  (KHN) 

Photac-Fil  Quick  1  Week  Hairiness 


1 

2 

3 

4 

5 

14.1 

14.2 

14.6 

13.2 

13.9 

top 

13.8 

12.5 

14.4 

13.5 

14.2 

avg 

137 

13.3 

12.9 

13.4 

13.8 

14.1 

st  dev 

0.3 

avg 

•  137 

MB£M 

'  14.1 

:  135 

[  14.1 

L _ _ L _ L 

st  dev 

0.4 

'  0.6 

r  0.3 

r  o.2 

%  bottom/top 

87.3 

1 

2 

3 

4 

5 

125 

12.7 

12.1 

114 

11.8 

bottom 

12.2 

13.1 

11.9 

11.6 

11.5 

avg 

12.0 

12.3 

11.9 

12.0 

11.9 

119 

st  dev 

0.2 

avg 

MEEmMBM 

MBBM 

'  116 

'  117 

st  dev 

r  02  i 

r  0.6 

rin 

r  0.3 

r  0.2 

- 

1 

2 

3 

4 

5 

13.9 

13.7 

14.2 

14.5 

13.4 

, _ . 

top 

13.3 

12.6 

14.1 

13.4 

13.3 

avg 
st  dev 

13.6 

12.6 

12.6 

13.6 

13.3 

13.9 

0.2 

avg 

'  133 

130 

140 

'  137 

'  135 

st  dev 

'  0.7 

'  0.6 

0.3 

0.7 

r  0.3 

%  bottom/top 

83.3 

1 

2 

3 

4 

5 

110 

11.8 

11.3 

10.6 

10.6 

bottom 

10.4 

11.9 

11.9 

11.0 

11.2 

avg 
st  dev 

113 

12.1 

11.9 

11.0 

11.3 

110 

0.3 

avg 

112 

'  119 

11.4 

110 

109 

st  dev 

’  0.9 

r  0.1 

'  0.5 

'  0.4 

'  0.3 

1 

2 

3 

4 

5 

top 

14.5 

12.4 

12.5 

13.6 

13.3 

13.9 

12.8 

11.7 

13.3 

13.1 

avg 

12.8 

12.9 

12.3 

12.5 

12.8 

st  dev 

0.3 

avg 

137 

HTt- 

12.2 

r  13.1 

'  13.1 

st  dev 

0.9 

0.3 

0.4 

r  0.6 

0.3 

%  bottonVtop 

82.3 

1 

2 

3 

4 

5 

106 

9.6 

10.5 

10.6 

11.2 

bottom 

10.9 

10.9 

10.4 

10.9 

11.0 

avg 

10.5 

103 

10.2 

10.2 

10.5 

10.1 

st  dev 

0.2 

avg 

106 

'  102 

10.4 

•  107 

'  10.8 

st  dev 

r  0.3 

’  0.7 

0.2 

r  0.2 

P  0.6 

5  mm 

1  2 

3 

4 

5 

12.9 

13.0 

13.0 

12.3 

12.5 

top 

12.7 

13.2 

12.4 

12.0 

138 

avg 

127 

134 

129 

12.1 

12.5 

128 

st  dev 

0.2 

avg 

130 

130 

12.5 

'  123 

'  130 

st  dev 

0.4 

'  0.2 

0.5 

r  0.3 

0.7 

%  bottonVtop 

80.4 

1 

2 

3 

4 

5 

8.4 

10.2 

10.5 

10.8 

9.8 

bottom 

9.4 

10.8 

9.4 

10.1 

10.6 

avg 

10.2 

8.5 

10.3 

10.0 

9.9 

10.3 

st  dev 

0.1 

avg 

8.7 

10.3 

_ L  _ 

st  dev 

P  0.5 

r  0.3 

r  0.6 

r  0.5 

r  0.4 

179 


Table  104.  Photac-Fil  Quick  One-Month  Hardness  (KHN) 

Photac-Fil  Quick  1  Month  Hairiness 


1 

2 

3 

4 

5 

20.1 

17.1 

18.2 

19.2 

17.8 

top 

17.0 

17.4 

18.0 

17.7 

16.4 

avg  175 

st  dev  0.5 

17.0 

16.4 

17.2 

17.5 

17.6 

avg 

18-0 

17.0 

178 

;  181 

17.3 

st  dev 

r  1.8 

’  0.5 

0.5 

r  0.9 

0.8 

%  bottom/top 

1 

2 

3 

4 

5 

92.9 

16.1 

17.2 

16.9 

16.3 

16.2 

bottom 

avg 
st  dev 

16.1 

16.5 

16.4 

15.8 

15.6 

avg  16.3 

15.6 

16.5 

16.5 

15.9 

15.8 

st  dev  0.1 

159 

'  16  7 

'  166 

'  16.0 

r  159 

'  0.3 

r  0.4 

'  0.3 

'  0.3 

'  0.3 

3mm 


1 

2 

3 

4 

5 

17.7 

194 

18.7 

19.8 

17.6 

top 

16.7 

173 

19.0 

17.2 

17.3 

avg 

18.1 

16.9 

17.6 

18.5 

17.5 

17.4 

st  dev 

0.6 

avg 

’  17  1 

[  IB-1 

'  187 

'  182 

r  17.4 

st  dev 

'  0.5 

r  " 

'  0.3 

r  1.4 

1  0.2 

%  bottom/top 

86.1 

1 

2 

3 

4 

5 

15.4 

16.7 

15.8 

15.7 

15.9 

bottom 

15.1 

15.8 

15.0 

14.9 

15.2 

avg 

Hi 

15.2 

16.8 

149 

14.8 

15.6 

st  dev 

0.2 

avg 

'  15  2 

'  164 

r  15  2 

r  15.1  . 

'  156 

st  dev 

*  0.6 

'  0.5 

r  0.5 

'  0.4 

top 

avg 

1 

2 

3 

4 

5 

18.7 

19.1 

18.6 

18.9 

19.0 

18.0 

179 

188 

18.8 

17.2 

avg  182 

st  dev  0.2 

17.6 

183 

171 

17.5 

17.5 

18.1 

r  18.4 

182 

k  18.4 

k  17.9 

st  dev 

0.6 

k  0.6 

'  0.9 

r  0.8 

r  1.0 

%  bottomAop 

1 

2 

3 

4 

5 

79.7 

bottom 

15.3 

15.5 

149 

12.2 

14.5 

avg  ■■■ 
st  dev  0.4 

15.2 

15.1 

15.1 

13.8 

15.2 

15.0 

14.9 

15.0 

14.0 

14.2 

avg 
st  dev 

r  152 

r  152 

'  150 

'  133 

'  146 

i(12 

r  0.3 

r  0.1 

’ To 

r  0.5 

5  mm 

top 

1 

2 

3 

4 

5 

17  4 

16.7 

176 

19.8 

178 

14.8 

17.1 

173 

19.7 

17.2 

avg  17  9 

st  dev  0.6 

17.6 

182 

174 

18.8 

173 

avg 
st  dev 

16.6 

“s 

o 

GO 

'  0.2 

r  o.6 

r  o.3 

%  bottom/top 

62.4  _ 

■ 

bottom 

avg 
st  dev 

1 

2 

3  4 

5 

10.9 

97 

104 

13.5 

10.4 

9.0 

10.3 

10.9 

13.7 

10.8 

avg  112 

9.7 

10.4 

11  3 

12.7 

100 

st  dev  0.2 

f  93 

'  10.1 

f  10.9 

f  13.3 

r  10.4 

...  .  .  L  .  .....  . 

r  1.0 

r  0.4 

r  0.5 

r  0.5 

r  0.4 

180 


Table  105.  Photac-Fil  Quick  Three-Month  Hardness  (KHN) 

Photac-Fil  Quick  3  Month  Hardness 


2mm 


1 

2 

3 

4 

5 

184 

17  9 

175 

16  8 

192 

top 

153 

165 

165 

172 

16  9 

avg 

17  0 

16  9 

154 

16  3 

178 

165 

st  dev 

05 

avg 

16  9 

166 

16  8 

17  3 

175 

st  dev 

16 

1.3 

06 

0.5 

15 

%  bottom/to 

P 

90  56 

1 

2 

3 

4 

5 

164 

162 

162 

156 

158 

bottom 

159 

149 

16.1 

152 

15.2 

avg 

154 

160 

150 

142 

150 

158 

st  dev 

04 

avg 

16  1 

154 

155 

153 

156 

st  dev 

0.3 

0.7 

11 

0.3 

0.3 

’ 

3mm 

1 

2 

3 

4 

5 

168 

174 

164 

169 

176 

top 

17  0 

160 

17  0 

166 

16  9 

avg 

16  8 

16  2 

164 

16  1 

170 

17  0 

st  dev 

02 

avg 

167 

16  6 

165 

16  8 

17  2 

st  dev 

04 

07 

0.5 

02 

04 

%  bottom/top 

80  73 

1 

2 

3 

4 

5 

134 

14  2 

133 

11  2 

139 

bottom 

13  1 

136 

138 

13  1 

133 

avg 

13  5 

14  3 

134 

14  0 

14.5 

142 

st  dev 

05 

avg 

136 

137 

137 

129 

138  . 

st  dev 

0.6 

0.4 

04 

1.7 

0.5 

4mm 

1 

2 

3 

4 

5 

172 

169 

160 

170 

176 

top 

16  8 

16.1 

170 

172 

17  0 

avg 

169 

164 

16  6 

16  8 

169 

17  4 

st  dev 

0.1 

168 

'  165 

'  16  6 

;  173 

st  dev 

r  04 

’  0  4 

r  05 

'  02 

r  03 

%  bottom/top 

66  37 

1 

2 

3 

4 

5 

106 

11  8 

11  5 

109 

107 

bottom 

108 

11  8 

11  4 

11  5 

10  1 

avg 

112 

99 

11.6 

107 

11  4 

11  0 

st  dev 

01 

avg 

'  104 

TT“ 

’  112 

'  113 

'  10  6 

st  dev 

’  ol 

r  0  1 

r  04 

r  03 

'  05 

5mm 

1 

2 

3 

4 

5 

177 

163 

17  1 

178 

180 

top 

178 

167 

17  7 

180 

162 

avg 

173 

177 

180 

175 

177 

168 

st  dev 

0.4 

avg 

’  17  7  " 

’  17  0 

'  174 

r  178 

'  170 

st  dev 

r~oT~ 

’  61i 

’  03 

r  02 

r  09 

%  bottom/top 

61  85 

1 

2 

3 

4 

5 

11  2 

11.3 

10  9 

99 

122 

bottom 

126 

11  4 

94 

92 

11  9 

avg 

107 

11  0 

109 

10  1 

102 

11  2 

st  dev 

02 

avg 

’  ii~ 

’  112  ' 

'  10  1 

'  97 

'  11  8 

st  dev 

r  0.9 

’~lf3 

r  07 

r  05 

r  05 
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Table  106.  Vitremer  Specific  Heat  Results  (J/gC°) 


Vitiemei  Specific  Heat  Capacity 

MMEDIATE 

Sample 

2  nun 

3mm 

4mm 

1 

1.2 

1.09 

0.97 

2 

1.31 

1.08 

0.95 

3 

1.19 

1.09 

0.94 

4 

1.2 

1.03 

0.91 

5 

1.17 

1.02 

1.01 

Mean 

1.21 

1.06 

0.96 

SD 

0.06 

0.03 

0.04 

24  Hours 

Sample 

2mm 

3mm 

4mm 

1 

1.26 

0.99 

1 

2 

1.32 

1.01 

0.96 

3 

1.26 

1.12 

0.77 

4 

1.1 

1.07 

0.95 

5 

1.17 

1.05 

0.93 

Mean 

1.22 

1.05 

0.92 

SD 

0.09 

0.05 

0.09 

1  WEEK 

Sample 

2mm 

3mm 

4mm 

1 

1.32 

1.15 

1.02 

2 

1.27 

1.04 

0.99 

3 

1.28 

1.1 

0.95 

4 

1.28 

1.07 

0.94 

5 

1.27 

1.12 

1 

Mean 

1.28 

1.10 

0.98 

SD 

0.02 

0.04 

0.03 

1  MONTH 

Sample 

2mm 

3mm 

4mm 

1 

1.25 

1.11 

1.09 

2 

1.24 

1.09 

1 

3 

1.24 

1.15 

1.07 

4 

1.29 

1.12 

0.99 

5 

1.26 

1.14 

Mean 

1.26 

1.12 

1.04 

SD 

0.02 

0.02 

0.05 

3  MONTHS 

Sample 

2mm 

3  mm 

4mm 

1 

1.31 

1.37 

1.18 

2 

1.44 

1.18 

1.1 

3 

1.33 

1.19 

1.16 

4 

1.44 

1.09 

1.19 

5 

1.26 

1.32 

1.1 

Mean 

1.36 

1.23 

1.15 

SD 

0.08 

0.11 

0.04 
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Table  107.  Fuji  II  LC  Specific  Heat  Results  (J/gC°) 


FUJI  II  LC  Specific  Heat  (J  gC°) 
IMMEDIATE 

Sample 

1 

2mm 

1.03 

1.02 

1.02 

1.06 

1.05 

1.04 

0.02 

3mm 

0.94 

0.96 

0.94 

0.89 

0.92 

0.93 

0.03 

4mm 

0.84 

0.78 

0.83 

0.86 

0.82 

0.83 

0.03 

2 

3 

4 

5 

Mean 

SD 

24  Hours 

1 

Sample 

2mm 

3  mm 

4mm 

1.00 

1.21 

0.98 

0.89 

2.00 

1.20 

0.95 

0.93 

3.00 

1.19 

1.00 

0.92 

4.00 

1.23 

0.97 

0.92 

5.00 

1.21 

0.97 

0.91 

Mean 

1.21 

0.97 

0.91 

SD 

0.01 

0.02 

0.02 

1  WEEK 

Samjdi 

2mm 

3mm 

4mm 

1.00 

1.16 

1.05 

0.99 

2.00 

1.14 

1.10 

1.09 

3.00 

1.19 

1  12 

1.01 

4.00 

1.19 

1.07 

0.99 

5.00 

1.17 

0.99 

1.00 

Mean 

1.17 

1.07 

1.02 

SD 

0.02 

0.05 

0.04 

:  -  7  .a 

1  MONTH 

Sample 

2mm 

3p»m 

4mm 

1.00 

1.24 

0.98 

0.92 

2.00 

1.13 

0.98 

0.99 

3.00 

1  22 

0.95 

0.97 

4.00 

1.03 

0.92 

0.97 

5.00 

1.18 

1.00 

0.95 

Mean 

1.16 

0.97 

0.96 

SD 

0.08 

0.03 

0.03 

mm 

3  MONTHS 

Samjile 

2mni 

3mm 

4min 

1.00 

1.16 

0.96 

0.98 

2.00 

0.77 

1.02 

1.00 

3.00 

1  01 

1.01 

0.87 

4.00 

1.16 

0.96 

0.99 

5.00 

1.14 

0.99 

0.99 

Mean 

1.05 

0.99 

0.97 

SD 

0.17 

0.03 

0.05 

8.  Photac-Fil  Quick  Specific  Heat  Result 

Photac-Fil  Quick  Specific  Heat  (J/gC°) 

IMMEDIAT 

■E 

Sample 

2mm 

3mni 

4mm 

1 

1.07 

0.86 

0.82 

2 

1.05 

0.92 

0.82 

3 

1.05 

0.97 

0.83 

4 

1.13 

0.98 

0.87 

5 

1.08 

0.90 

0.81 

Mean 

1.08 

0.93 

0.83 

SD 

0.03 

0.05 

0.02 

24  Hour 

Sample 

2mm 

3mm 

4  mm 

1 

1.22 

1.06 

0.84 

2 

1.13 

1.16 

0.89 

3 

1.21 

1.10 

0.94 

4 

1.15 

1.11 

0.96 

5 

1.22 

1.12 

0.81 

Mean 

1.19 

1.11 

0.89 

SD 

0.04 

0.04 

0.06 

1  WEEK 

Sample 

2mm 

3mm 

4mm 

1 

1.05 

0.98 

0.93 

2 

1.11 

0.94 

0.90 

3 

0.84 

0.92 

0.99 

4 

1.13 

092 

0.96 

5 

1.13 

0.90 

0.96 

Mean 

1.05 

0.93 

0.95 

SD 

0.12 

0.03 

0.03 

1  MONTH 

Sample 

2mm 

3mm 

4mm 

1 

1.02 

1.03 

1.00 

2 

0.91 

1.00 

0.92 

3 

1.15 

1.04 

0.85 

4 

1.16 

0.97 

0.89 

5 

1.15 

0.94 

0.93 

Mean 

1.08 

1.00 

0.92 

SD 

0.11 

0.04 

0.06 

3  MONTHS 

Sample 

2mm 

3mm 

4mm 

1 

1.09 

1.04 

0.91 

2 

1.16 

1.01 

0.96 

3 

1.15 

1.02 

0.99 

4 

1.17 

1.03 

0.99 

5 

1.22 

1.02 

0.99 

Mean 

1.16 

1.02 

0.97 

SD 

0.05 

0.01 

0.03 
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DIFFERENTIAL  SCANNING  CALORIMETRY 
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Table  109.  Vitremer  DSC  Thermal  Scan  Results  (J/gm) 
Vitremer  DSC  SCAN  THERMAL  RESULTS  (J/gm) 


IMMEDIA1 

fE 

Sample 

2mm 

Peak  °C 

3mm 

Peak°C 

4mm 

Peak'C 

1 

-2.39 

185.01 

-50.82 

158.18 

-34.84 

161.99 

2 

-4.14 

174.58 

-41.8 

155.03 

-41 .85 

154.25 

3 

-2.28 

183.5 

-43.72 

156.53 

-46.22 

152.61 

4 

-3.22 

186.56 

-36.15 

160.96 

-56.11 

150.67 

5 

-2.84 

185.06 

-31.43 

158.44 

-57.27 

134.07 

Mean 

-2.97 

182.94 

40.78 

157.83 

47.26 

150.72 

SD 

0.75 

4.80 

6.62 

1.99 

8.52 

9.17 

24  hours 

Sample 

2mm 

Peak°C 

3mm 

Peak  °C 

4mm 

Peak°C 

1 

-37.07 

109.86 

-46.69 

131.93 

-55.45 

136.78 

2 

-32.23 

111.53 

-40.52 

126.43 

-50.05 

136.31 

3 

-29.1 

107.43 

-51.13 

122.41 

-65.67 

130.87 

4 

-16 

103.84 

-51.89 

125.85 

-51.9 

132.45 

5 

-22.54 

107.43 

-49.53 

147.43 

-51 .86 

131.2 

Mean 

-27.39 

108.02 

47.95 

130.81 

-54.99 

133.52 

SD 

8.27 

2.91 

4.12 

8.85 

5.62 

2.53 

1  WEEK 

Sample 

2  mm 

Peak°C 

3  mm 

Peak°C 

4  mm 

Peak°C 

1 

-31.76 

109.77 

-61.78 

140.55 

-60.78 

129.16 

2 

-45.33 

115.54 

-75.02 

134.27 

-81.63 

133.28 

3 

-46.23 

110.6 

-66.01 

141.35 

-71.64 

134.45 

4 

-45.97 

106.48 

-62.7 

130.2 

-57.48 

133.62 

5 

-47.36 

111.02 

-55.38 

126.41 

-66.93 

138.04 

Mean 

43.33 

110.68 

-64.18 

134.56 

-67.69 

133.71 

SD 

6.51 

3.25 

6.42 

5.79 

8.51 

2.84 

1  MONTH 

Sample 

2mm 

Peak°C 

3mm 

Peak°C 

4mm 

Peak°C 

1 

-51.94 

117.9 

-71.24 

131.01 

-114.45 

132.95 

2 

-45.7 

116.06 

-83.89 

133.48 

-129.96 

131.92 

3 

-54.02 

114.22 

-93.49 

132 

-92.74 

132.16 

4 

-44.59 

110.75 

-101.74 

132.7 

-94.83 

131 

5 

-52.34 

114.24 

-93.08 

131.04 

-85.27 

129.4 

Mean 

49.72 

114.63 

-88.69 

132.05 

-103.45 

131.49 

SD 

4.26 

2.65 

10.39 

0.96 

16.39 

1.21 

3  MONTHS 

Sample 

1 

2  mm 

Peak  °C 

3mm 

Peak°C 

4mm 

Peak'C 

-102.52 

122.7 

-136.94 

126.66 

-130.69 

126.83 

2 

-68.54 

119.11 

-112.35 

131.37 

-122.02 

128.91 

3 

-98.17 

126.63 

-104.86 

131.02 

-143.73 

126.06 

4 

-96.78 

119.91 

-79.61 

129.56 

-57.48 

133.62 

5 

-84.15 

119.34 

-84.03 

130.29 

-66.93 

138.04 

Mean 

-90.03 

121.54 

-103.56 

129.78 

-104.17 

130.69 

SD 

13.82 

3.19 

20.73 

1.68 

35.08 

4.52 

Table  110.  Fuji  II  LC  DSC  Thermal  Scan  Results  (J/gm) 
FUJI  II  LCDSC  SCAN  THERMAL  RESULTS _ 


IMMEDIA1 

fE 

Sample 

2mm 

Peak  °C 

3mm 

Peak  °C 

4mm 

Peak  °C 

1 

-24.21 

183.01 

-33.75 

174.06 

-32.96 

164.06 

2 

-25.49 

183.77 

-37.29 

175.15 

-38.49 

161.60 

3 

-24.06 

180.83 

-33.73 

172.40 

-31.34 

163.00 

4 

-2.25 

82.65 

-26.34 

180.42 

-35.74 

164.23 

5 

-0.85 

81.89 

-36.56 

171.47 

-33.86 

165.17 

Mean 

-15.37 

142.43 

-33.53 

174.70 

-34.48 

163.61 

SD 

12.64 

54.93 

3.88 

3.13 

2.46 

1.22 

24  hours 


Sample 

2mm  Peak  °C 

3mm 

Peak  °C 

4  mm 

Peak  °C 

1 

-37.01  119.84 

-23.58 

128.37 

-37.73 

137.25 

2 

-38.71  117.39 

-36.44 

146.94 

-40.58 

143.85 

3 

-28.96  106.32 

-40.21 

151.56 

-40.27 

138.89 

4 

-41.75  142.42 

-34.22 

157.47 

-32.74 

143.35 

5 

-37.93  146.69 

-38.80 

149.04 

-42.75 

142.61 

Mean 

-36.87  126.53 

-34.65 

146.68 

-38.81 

141.19 

SD 

4.77  17.29 

5.90 

9.81 

3.43 

2.63 

I  WEEK 


Sample 

1 

2mm 

-49.64 

Peak  °C 

145.63 

3mm 

-81.90 

Peak°C 

145.78 

4mm 

-74.48 

Peak  °C 

135.89 

2 

-51.97 

115.01 

-78.47 

148.74 

-74.86 

136.86 

3 

-57.90 

122.44 

-78.15 

147.26 

-69.43 

138.49 

4 

-52.77 

131.67 

-80.85 

148.70 

-72.22 

139.33 

5 

-49.79 

115.99 

-80.76 

145.95 

-73.50 

139.19 

Mean 

-52.41 

126.15 

-80.03 

147.29 

-72.90 

137.95 

SD 

3.35 

12.76 

1.46 

1.28 

1.96 

1.35 

1  MONTH 


Sample 

2mm  Peak°C 

3mm 

Peak°C 

4mm 

Peak  °C 

1 

-30.90  128.24 

-82.05 

142.53 

-70.14 

136.68 

2 

-57.91  126.47 

-74.32 

144.23 

-82.08 

131.80 

3 

-41.79  117.13 

-67.23 

138.71 

-84.02 

142.05 

4 

-46.71  136.68 

-77.15 

144.90 

-78.53 

131.02 

5 

-53.28  134.36 

-82.14 

144.09 

-76.62 

136.58 

Mean 

46.12  128.58 

-76.58 

142.89 

-78.28 

135.63 

SD 

10.50  7.66 

5.54 

2.23 

4.83 

3.98 

3  MONTHS 

Sample 

1 

2mm 

Peak'C 

3mm 

Peak°C 

4mm 

Peak°C 

-54.69 

136.13 

-73.36 

141.26 

-86.27 

141.12 

2 

-38.18 

136.78 

-72.26 

140.06 

-80.76 

141.23 

3 

-42.03 

143.60 

-73.70 

141.82 

-73.57 

136.44 

4 

-53.41 

130.42 

-79.98 

142.50 

-77.92 

132.18 

5 

-49.97 

117.44 

-75.38 

142.90 

-89.20 

143.32 

Mean 

47.66 

132.87 

-74.94 

141.71 

-81.54 

138.86 

SD 

7.24 

9.81 

2.71 

1.00 

5.63 

4.03 

Table  111.  Photac-Fil  Quick  Thermal  Scan  Results  (J/gm) 


PHOTAC-FIL  QUIK  DSC  THERMAL  SCAN  RESULTS  (J/gm) 

IMMEDIA1 

rE 

Sample 

2mm 

Peak  °C 

3mm 

Peak  #C 

4mm  Peak  °C 

1 

4.61 

134.36 

-29  49 

193.12 

42  99  174.07 

2 

-3.44 

115  69 

-3312 

197.81 

42  66  176.14 

3 

-5.39 

109  72 

-30  45 

196.44 

42  26  173.59 

4 

-397 

59.76 

-31  86 

197.58 

48  59  173  60 

5 

-21.41 

196.81 

4549 

186  72 

41  20  175.55 

Mean 

-7.76 

123.27 

-34.08 

194.33 

43.54  174.59 

SD 

7.66 

49.51 

5.84 

4.16 

2.60  1.06 

24  hours 

Sample 

2mm 

Peak  °C 

3mm 

Peak  °C 

4mm 

Peak  °C 

1 

-35.75 

144.05 

-65  98 

158.38 

4643 

160.57 

2 

-32.19 

162.00 

-72  35 

144.94 

-53  12 

153.53 

3 

-36.49 

147  91 

-69  73 

152  55 

-66  80 

150.44 

4 

-37.70 

111.14 

-75.59 

142.74 

-69  45 

153.07 

5 

-32.73 

108.36 

-70  84 

148.22 

-55  55 

153.92 

Mean 

-34.97 

134.69 

-70.90 

149.37 

-58.27 

154.31 

SD 

2.40 

23.75 

3.15 

5.59 

8.62 

3.36 

1  WEEK 

Sample 

2mm 

Peak  °C 

3mm 

Peak  °C 

4mm 

Peak  °C 

1 

-34.64 

139.38 

-72  18 

145  72 

-79  04 

144.54 

2 

-36.54 

134.54 

-58  99 

148  69 

-7221 

143.77 

3 

-39.82 

145.91 

-69  66 

14594 

-73  56 

139.91 

4 

-64.64 

143  77 

-67  79 

14359 

-67  58 

144  99 

5 

-58.33 

142.52 

-69.98 

142  74 

-62  55 

143.25 

Mean 

46.79 

141.22 

-67.72 

145.34 

-70.99 

143.29 

SD 

13.72 

4.42 

4.58 

2.08 

5.58 

1.79 

1  MONTH 

Sample 

2mm 

Peak  °C 

3mm  Peak  #C 

4mm 

Peak  °C 

1 

48  94 

139.90 

-7585  140.55 

-81  85 

141.00 

2 

41.36 

132.92 

-7582  139.66 

-81  60 

142.65 

3 

41.01 

138  24 

-74  89  139  66 

-74  78 

140.31 

4 

-53.79 

13800 

-70.63  140  19 

-74  29 

140.05 

5 

-53.55 

134.39 

-72  97  140.62 

-73  29 

141.08 

Mean 

47.73 

136.69 

-74.03  140.14 

-77.16 

141.02 

SD 

6.28 

2.91 

2.00  0.42 

3.76 

0.91 

3  MONTHS 

Sample 

2mm 

Peak  #C 

3mm 

Peak  °C 

4mm 

Peak  °C 

1 

-62.47 

125.41 

-8983 

137  58 

-99  04 

139.36 

2 

47.00 

128% 

-90  57 

136  56 

-96  78 

139.50 

3 

-57.73 

133.54 

-94  67 

137.76 

-104  29 

134.31 

4 

-66.28 

133  65 

-95  60 

138  07 

-100  01 

136  68 

5 

-61.94 

125  79 

-90.60 

137  56 

-99  63 

137  32 

Mean 

-59.08 

129.47 

-92.25 

137.51 

-99.95 

137.43 

SD 

7.40 

4.01 

2.39 

0.51 

2.44 

1.91 
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%  mat  loss  during  scan 


%  mat  loss  during  scan 


Mean  change  scan 
Mean  %  lose  scan 


%  mat  loss  during  scan 


during  scan 


Post  HC  2lPost,  ,HC  JPost,  Scan 


during  scan 


%  mat  loss  during  scan 


%  mat  loss  dunng  scan 


1^  I 

%  mat  loss  during  scan 


[pan  empty  tiled  +  cure. 


loss  during  scan 


%  mat  loss  during  scan 


%  mat  loss  during  scan 


%  mat  loss  during  scan 


%  mat  loss  during  scan 


Table  112.  Vitremer  Immediate  Thermal  Weight  Data 

Vitremer  Immediate  Thermal  Weight  Chenge  Weights  in  mg 

2mm  40  pi  pan 


Mean  start  weight 


(mg)  stand  dev 

239  91  10.96 


109.6 

779 

0 


TX57 


■■is 


101.71 

70  84 
0 


101.12 

70  26 
-0  58 


116  08 

84  57 
-0  41 


0  41 


Mean  H20  gain 
Mean  H2Q  loee 


Mean  change  HC1 
Mean  change  HC2 
Mean  change  HC3 


Mean  change  scan 
Mean  %  loee  scan 
Mean  %  total  loee 


116  49 

84  98 
0 
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|pan  empty  illed  +  cun 


|Po.t  HC2lPo,.«HgjEi 


diff  fro( 


%  mat  loss  dunng  scan 


Vltramar  24-Hour  Thormal  Weight  Change 
2mm  40  pi  pan 


Weights  in  mg 


mat  loss  dunng  scan 

2  31  36 


102  39 

71  04 
-0  95 


103  34 

71  99 


104  39 

73  04 
1  05 


70  63 


0  33 


-5  44 


from 


dilf  fro 


%  mat  loss  dunng  scan 

3  31  16 

diff  from  original  weight 


106.25 

74  09 
-1.13 


104  93 


107  16 


105  86 
74  72 

-0.5 


106.38 
75  22 


73  77 


0  70 


105  76 

74  47 
-4.70 


111.31 

80  02 

086 


110.34 


109  76 

78  47 
-0.7 


110  46 

79  17 


78  08 


■an 


-0  12 


diff  fro 


%  mat  loss  dunng  scan 

5  3147 


107.22 

7576 
-0  43 


107.65 

76  18 


108  66 


107  56 

76  09 
-0  09 


75  33 


1  01 


Scan  Tot al%loss  To1al/gain% 


%  mat  loss  dunng  scan 


100  pi  pan  reference  wt 
ref  pan  weight 


diff  fro  I 
%  mat  loss  durini 


61  551 

.refght 


mm 


204  75 

1143.2  I 
■10  79 

947 


228  66 

167  52 


228  3 

167.16 

-0.36 


218  68 

157  64 


%  mat  loss  during  scan 

3  61  54 


7  54 


%H20  lost 


%  mst  loss  dunng  scsn 


as 


0  2 


1  4? 


d'ff  fro£^gwe.gh. 

%  mat  loss  during  scan 

5  61  44 


lost 


1604 


1  44 


0  49 


%  mat  loss  during  scan 


Post  HC  2|Post  HC 


pThc 


PiUHC 


|pan  empty  Iliad  ♦cure 


Scan 


JaoT  *52  as 


250  12 


weight  -  pan  240  51 

^■■s  wm  bb 

%  mat  loss  during  scan 

2  61  21  314  71 


1  61 


3  0k, 


314  71 

253  5 


316  92 

255  71 


237  07 


0.01 


-16.43 


tiiH  tro 


22 


*H20  loss 


%>  mat  loss  dunng  scan 

3  62  03 


2  Oi 


130  92 

277  35 


diff  frc 
diff  fro 


%  mat  loss  dunng  scan 

5  61  76 


i  ii,  o.' 


336  07 

274  31 

0.3 


338  06 


336  77 

274.01 


pan 


2  28 


%  mat  loss  dunng  scan 


Table  113.  Vitremer  24-Hour  Thermal  Weight  Data 


Scan/gamlb 


816.38 


716.23 


Scan/Ret  H20% 


-717.42 


-373333 
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Table  114.  Vitremer  One-Week  Thermal  Weight  Data 


VI  tram  a  r  One  Wank  Thermal  Weight  Change 


2mm  40  pi  pan  raf  pan  weight 
ref  pan  weight 


32  99 

33  09  29- Nov-06 


Poet  ScanTotal%los«Tolat/Gatn%Scan/Go«n%  Scan/RelH20% 


310.76  -3273.33 


%  mat  Iota  during  scan 
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Table  115.  Vitremer  One  Month  Thermal  Weight  Data 


VI trams r  1  Month  thermal  Weight  Data 

2mm  40  pi  pan  ref  pan  wel 
ref  pan  wei 


>ssTotal/Gain%  ToteVScan% 


%  mat  loss  during  scan 


Scan/RetH20% 


-1018.60 


106.67 


-696.72 


2108.16 


818.32 


834.42 


732.62 


773.13 


461.73 


733.74 
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Table  116.  Vitremer  Three-Month  Thermal  Weight  Data 


Vltremer  3  Month  Thormol  Weight  Data 


40  pi  pan  raf  pan  weight 
raf  pan  weight 


Total%lossTotal/Gain%Scan/Gain<K  Scan/RetH20% 


.00  167.43 


diff  fr 
diff  froj 


%  mat  lots  during  scan 


diff  from  original  weight 

m 

%  mat  loaa  dunng  scan 

3  mm  100  pi  pan  reference  wt 
ref  pan  weight 


%  mat  lose  during  ecan 


12.85  235.41  195.37 


11.63  212.71  180.97 
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Fuji  II  LC  Immediate  Thermal  Weight  Data 

2mm  40  pi  pan 


Table  117.  Fuji  II  LC  Immediate  Thermal  Weight  Data 

Weights  in  mg 


'ost  Scan  Tot al%los8 


%  mat  loss  during  scan 


3  mm  100  pi  pan  reference  wt 
ref  pan  weight 


Mean  H20  gain 

000 

0.00 

Mean  H20  lose 

-0  60 

0.09 

Mean  change  HC1 

-0  36 

008 

Mean  change  HC2 

4  86  Mean  change  HO 

-0.17 
-0  17 

0.08 

006 

Mean  change  scan 
Mean  %  loee  ecan 

-397 

3.86 

1.21 

0.50 

Mean  %  total  loee 

4  66 

0  40 

(mg)  a 

Mean  start  weight  170  87 


Mean  H20  gain 
Mean  H20  lose 

Mean  change  HC1 
Mean  change  HC2 
5  04  Mean  change  HC3 

Maan  change  scan 
Mean  %  loee  scan 
Mean  %  total  lose 


000 
•0  90 

-0  54 
•0  26 
-021 


4  43 

606 


nd  dev 

17  96 


0.00 

0  44 

0  46 
0.06 
006 

1  03 
0.17 


(mg)  a 

Mean  start  weight  270  19 


Mean  H20  gain 
Mean  H20  loee 

Mean  change  HC1 
Mean  change  MC2 
5  40  Mean  change  HO 

Mean  change  scan 
Mean  %  lose  ecan 
Mean  %  total  lose 


000 
-0  73 

-0  40 
-0  26 
-0.20 

-12  79 

4  74 

506 


nd  dev 

15  74 


000 
0  11 

009 

005 

0.02 

0.69 
0  16 
0.21 
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Po«l  HC  1IP0M  MC  2IPO.I  HC  3PO.I  Sc.n 


%  mat  loss  during  scan 


Table  118.  Fuji  II  LC  24-Hour  Thermal  Weight  Data 


Fuji  II  LC  24  Hour  Thermal  Weight  Data 


Weights  in  mg 


2mm  40  pi  pan  ref  pan  weight 
ref  pan  weight 


3  mm  100  pi  pan  reference  wt 
ref  pan  weight 


|pan  empty  illed 41cure 


Pr,  HC  IPost  HC 


Post  HC  2 


Post  HC 


P^t 


152  9  150  37 

119  96  117  42 

4  01  2.26 

'  CSP  3  -2D 


149  7 
116  75 
1  61 


149  07 

116.12 

096 


32  95  148  09 

-pan  11514 


109  60 


%  mat  loss  dunng  scan 
2  32  7 


153 


150  66 


150.05 

0.66 


143  99 

11129 

-6.41 

-606 


149  4 
116  7 


’?,?  'S? 


4  18  -2  12 


-00  -0.61 


131  29 


33  12  130  9£ 

pan  0/67 


93  40 


0  76 


-0  46 


%  mat  loss  dunng  scan 

4  32  94  122  61 


117 


125  75 

92  81 
3.14 


123  06 


90  67  90  12  89  66 


C  45 


0  01 


110  84 

06  26 
092 


05  71  05  25 

0  30  -0  08 


*54. 


-  'I 


%  mat  loss  dunng  scan 


63  75  235  42 

171  67 


-8.75 


1  4 


%  mat  loss  during  seen 


259  78 


258  96 

195  17 


2585 


63  79  258  08 

194  29 


194  30 
009 


184 


•3  3C 


-0  33 


17 


61  56  228  4 

166  84 


•  i  no m  previous  weight 

%  met  loss  dunng  seen 


228  96  I  220  80 

167  25  I  169  09 
0.1  -806 


229  84 

168  13 

096 


61  71  228  86 

167  15 


0  53 


-0  43 


-1  02 


%  met  loss  during  seen 

5  61  - 

weigh!  -  pan 


259  71 


258  85  I  2 

197  43  1 

033 


61  42  258  52 

197  1 


87  52 


19921 


•9  58 


dill  fr< 
diff  fro 


%  mat  loss  during  sesn 


pTThc 


jpen  empty  Iliad  cure 


1  61  84  334  34 

weight  -  pan  272.5 

>m  ong.na^wrngJM 


203699  202133  ^3  44 


274  67 


27374 


1.24 


2  17 


26,36  TaS7  S 


pan 


0  46 


13  72 


%  mat  loss  dunng  scan 


348  83 

287  52 

2  18 


61  31  346  65 

265  34 


271  27 


28B73 


3  39 


-14  07 


1  3b 


•0  51 


%  mat  loss  dunng  scan 

4  62  07  348  96 


349  87 


aS,”  !SS 


787  P 


0  91 


%  mat  loss  during  scan 


61  45  314  63 

253  18 


1234 


Scan  Tot al%loss  Total7Gain%  Scan/Gain*  Scen/RelH20% 


7.94  224.51 


8.43  249.04 


7.32  310.fi 


206.80  -5325*0 


552.35  10433.33 


533.44  443.28  4506*7 


%  mat  loss  during  scan 
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Table  119.  Fuji  II  LC  One- Week  Thermal  Weight  Data 


Fuji  II  LC  1  Weak  Thermal  Weight  Data 

2mm  40  pi  pan  ref  pan  weight 
ref  pan  weight 


32  9  CG-Jan-06 
33  03  1 1  -Jarv-06 


%  mat  lost  during  scan 
5  33.31 

_m  m 

imm  original  weight 
(lift  tmws  previous  weight 

■■■ss  ■“ 

%  mat  loss  during  scan 

3  mm 


Scan  Tot al%loss  Total/Gain%  Scan/Gam%  Scan/H20rat% 


182.31  525.49 


125.78  437  M2 


145.29  471.64 


149.06  34229 


145.81  332.58 


141412  353.12 


231.99  409.94 


%  mat  loss  during  scan 


169.81  333.95 


123415  381 4K 


234.69  379.87 


21127  415.82 


I 


198 


Table  120.  Fuji  II  LC  One-Month  Thermal  Weight  Data 


Fuji  II  LC  1  Month  Thermal  Weight  Data 


2mm  40  pi  pan  ref  pan  weight 
ref  pan  weight 


33  03  06- Oct -05 
33  11  11-Now05 


ditf  fr< 
diff  fro 


3  mm  100  pi  pan  reference  wl 
ref  pan  weight 


Pott  HC  3lPoet  ScanT otal%lo«t  Tot  al/Gain% Scan/Gain%Scan/H2Qrat% 


10.03  189.40 


7.78  248.59 


8.12  244.85  173.16  611.69 


8.44  243.40 


8.71  193.02  122 JO  417.69 


diff  fri 
diff  froi 


8.32  297.45  219.66  353.09 


94)2  219.52  168.70  342.62 


8.56  243.65  191.18  402 JO 


8.33  240.11  202 4)1  326.39 


263.47  229.10  349.06 


84)1  264.03  234.36  333.22 


8.14  262.83  231.41  337.41 


8.39  260.56  2224)1  361 .28 


7.92  253.40  221.51  325  J3 


7.99  258.41  225.12  337.48 
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Table  121.  Fuji  II  LC  Three-Month  Thermal  Weight  Data 


Fuji  II  LC  3  Month  TIDSC  DEPTH  OF  CURE 


2mm  40  pi  pan  rof  pan  weight 
ref  pan  weight 


33  14  04- Oct-06 
33  13  04- Jan-06 


Poet  HC  3  Poet  Scan  Tot al%loa>  Tot alA3am%  Scan/Gam%  Scan/H20ret% 


7.46  3004)0  222.33 


dill  fn 
diff  froi 


diff  from 
diff  froi 


%  mat  loss  during  scan 


3  mm  100  pi  pan  reference  wt 
ref  pan  weight 


63  45  04-Oct-OS 
63.47  04-Jarv06 


6.91  294.31  221.43 


6.93  396.3 


303.47  233.64 


7.23  2944)9  23441 


diff  from 
diff  froi 


733  314.64  273-49 


7.59  28065  244.54 


763  310.42  2694)1 


295.34  257 JO 


7.33  301.40 


766  278.92  253.31 


7.19  30067  276.22 


6.58  30161  27663 


766  286.44  25268 


7.88  293.79  266.34 
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Table  122.  Photac-Fil  Quick  Immediate  Thermal  Weight  Data 


Photac-FII  Quick  Immediate  Thermal  Weight  Data  Weights  in  mg 
2mm  40  pi  pan  ref  pan 


diff  fra 
diff  froi 


diff  fr< 
diff  fra 


diff  fn 
diff  fra 


%  mat  loss  during  scan 
3  mm  100  pi  pan  reference  wt 


Post  ScanTotal%loss 


62  15  358  75 

_  M66 

diff  from  original  weigh. 

i'  o 

■■■Mss 

%  mat  loss  during  scan 


Mean  start  weight 

79  37 

829 

Maan  H20  gain 

•0  54 

1  21 

Mean  H20  loee 

-0  66 

008 

Maan  change  MCI 

-0  36 

009 

Maan  change  HC2 

-0  22 

004 

Mean  change  HC3 

-0  19 

004 

Maan  change  scan 

-3  40 

069 

Maan  %  loss  scan 

4  29 

041 

Maan  %  total  loss 

5  27 

030 

Mean  start  weight 

202  13 

1650 

Mean  H20  gain 

000 

000 

Mean  H20  loss 

-0  86 

003 

Maan  change  MCI 

-051 

006 

Mean  change  HC2 

-0  26 

005 

Mean  change  HC3 

-0  21 

004 

Maan  change  scan 

-8  78 

286 

Mean  %  lose  scan 

4  29 

1  13 

Mean  %  total  loss 

4  79 

1.11 

Mean  atari  weight 


(mg)  i 

300  34 


Mean  H20  gain 
Mean  H20  loee 

Maan  change  HC1 
Mean  change  HC2 
Mean  change  HC3 

Maan  change  scan 
Mean  %  loee  (can 
Mean  %  total  loee 


000 
-0  83 

-0  41 
•0  30 
-0  23 

-16  90 
563 
5  94 


tand  dev 

1095 


000 
0  17 

006 
0  13 
003 

085 
0  13 
0.17 


[ 
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Table  123.  Photac-Fil  Quick  24-Hour  Thermal  Weight  Data 


Photac-Fil  Quick  24  Hour  Thermal  Weight  Data  Waights  in  mg 


Post  HC  2|Po«t  HC  3|Poat"Scan'Totai%lossTotal/Gain%Scan/Gain%  Scan/RetH20% 


621.22  529.80 


338.84  299.16 


601 33  510.34 


95534  48131 


%  mat  loss  dunng  scan 
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Table  124.  Photac-Fil  Quick  One-Week  Thermal  Weight  Data 


Photac-FII  Quick  1  Week  Thermal  Weight  Data  Weights  in  mg 


2mm  40  pi  pan  ref  pan  weight 
ref  pan  weight 


33  1  13-Oct-05 
33  07  20- Oct-05 


Scan/Ret  H20 


%  mat  loss  during  scan 


3  mm  100  pi  pan  reference  wt 
ref  pan  weight 


63  74  13- Oct-05 
63  88  20- Oct -05 


7.57  447.32 


489.73  435.96 


%  mat  loss  dunng  scan 


7.34  434.76  373.17 


407.76  351.72 


7.64  443.65  397.36 


7.38  450.78  402.85 


7.74  479.10  428.31 


7.18  462.07  409.28 


7.28  495.75  444.76 


907.51 
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lP«"  •™ptIi!l?d  »  cuf* 


lP*n  amply  W«d„r  cure. 


Ipan  empty  Iliad  ♦  cure 


%  mat  loss  during  acan 


%  mat  loss  during  scan 


diff  from  previous  weight 

%  mat  loss  dunng  acan 


37  243  26 

160  66 


1  66 


%  mat  loss  dunng  scan 


249 


236  97 

171  90 


249  43 

'SST 


3  64  07  246  68 

weight  -  pan  182  81 


!SC 


3  29 


diff  from  previous  waight 

%  mat  loss  dunng  acan 


252  12 


251  42 


238.52 

175  SB 


253  05 

190  12 


1  S3 


%  mat  loss  dunng  scan 


247  92 


24891 


-14  77 


4  09 


Table  125.  Photac-Fil  Quick  One-Month  Thermal  Weight  Data 


4  63  53  307  53 

waight  pan  244 

diff  from  original  waight 
i  ff  i.  m  previous  waight 

%  mat  loss  dunng  scan 

9  63.75  303  05 

waight  -  pan  239  3 

diff  from  original  waight 

r  tf  n  m  previous  waight 


%  mat  loss  dunng  scan 


7.52 


7*4 


8.25 


•24 


545.43 


37123 


607.56 


itac-FII  Quick  1  Month  Tharmal  Waight  Data  Weights  in  mg 


40  pi  pan  ref  pan  weight 
ref  pan  waight 


33  12  mg  13- Oct -05 
33  13  13-Now05 


pEhc 


1  13 


diff  from  previous  waight 

%  mat  loss  dunng  acan 

2  32  56  123  81 


124  02  123  78  118  54 


124  54 

91  96 
073 


91  22  85  98 


1  67 


124  57 

91  83 


124  14 

91  4 


123.77 

91  03 


3  32  74  123  73 

waight  •  pan  90  99 


1  67 


134  90 

101.90 


143  81 

110.41 

212 


1  13 


041 


%  mat  Iota  dunng  acan 


33  3  144  2 

110  9 


146  56 

11326 

2  36 


’S?  "om  ' 


m  i 


1  74 


7.47  415.57  313.77 


8.07  420.28  339.62 


%  mat  loss  dunng  scan 


310  97 


310  43 


247  78 


.'45  94 


306  44 
2421 


305  99 

242  24 


241  86 

1% 


30523 


241  40 


224  20 


i  71 


361.55 


63  45  15- Oct-05 
63  47  15- Nov-05 


307  15 

243  06 


100  pi  pan  rsferance  wt 
ref  pan  waight 
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Table  126.  Photac-Fil  Quick  Three-Month  Thermal  Weight  Data 


Photac-Fil  Quick  24  Hour  Thormal  Weight  Data  Waighls  in  mg 
2mm  40  pi  pan  ref  pan  weight  33  1 


Poet  HC  2  Poat  HC  3  Post  ScanTotal%lt>aaTotal/Gain%Scan/Gatn%  Scan/RetH20% 


■■■»  ■■ 

196 

%  mat  loss  during  scan 

nm  100  pi  P«h  reference  wt  63.74 

| 

■MS 

loan  emptY  filled  +  cure 

PraHC 

Post  HC  1 

Post  HC  2 

Post  HC  3 

Post  Scan 

1  61  69  252  60 

256  13 

254  03 

253  43 

252  69 

239  91 

178.22 

weight  •  pan  190.99 

19344 

192.34 

191 .74 

191  2 

diff  from  original  weight 

2  45 

1.35 

0.75 

0.21 

-12.77 

-1  1 

■■■1 

0  54 

•12  98 

247  6 

244  46 

243  75 

■Hi 

L*"1  16 

%  mat  loss  dunng  scan 

2  61  45  242  27 

•121 

243  14 

229  54 

weight  -  pan  100  02 

186  15 

103  01 

1823 

181  69 

168.09 

diff  from  original  weight 

5  33 

2  19 

1  48 

0.87 

-12  73 

difffrogfrevious  weigh. 

5  33 

■■hi 

0  61 

-1360 

%  mat  loss  dunng  scan 

3  62  00  247  55 

■HHI 

2  40 

251  40 

249  70 

249  09 

240  64 

236  16 

173.08 

weight  -  pan  105  47 

109.4 

187.7 

187.01 

166.56 

diff  from  original  weight 

393 

2.23 

1  54 

1  09 

-12  39 

diff  fro^p^ddfcihBwiwMWPW^ 

3  93 

-1  7 

-O  69 

0  45 

13  40 

253  62 

251  67 

250  09 

■■HI 

1  90 

%  mat  loss  during  scan 

4  61  05  248  70 

■bhbbi 

250  32 

236  99 

weight  -  pan  106  93 

191.77 

188  62 

169  04 

188.47 

174.14 

diff  from  original  weight 

484 

2.89 

2.11 

1  54 

-12.79 

d.ff  from  previous  weight 

HHU 

■■■M 

0  57 

14  33 

■■■■  ■§■■ 

■■Ml 

IB 

%  mat  loss  during  scan 

3  61  12  262  42 

266  1 

264  34 

263  71 

BBS 

263  23 

248  82 

weight  -  pan  201  3 

204  96 

203  22 

202  59 

202  11 
081 

187  70 
-1360 

diff  from  original  weight 

368 

1.92 

1  29 

it  trum  previous  weight 

3  68 

-1  76 

•0  63 

-0  40 

•14  41 

%  mat  loss  during  scan 

IM 

1 

loan  emptY  filled  +  cure 

1  Pre  HC  I 

1  Post  HC  11 

[Post  HC  21 

Poet  HC  3 

Post  Scan 

1  61  63  366  52 

389  91 

380  U 

367  34 

366  68 

367  06  I 

weight  -  pan  324  09 

mamm 

326  51 

326  71 

325.06 

306  23 

diff  from  original  weight 

tm  n  wm 

wnzm 

-1066  1 

%  mat  loss  during  scan 

mmmmm 

1 

5.73  I 

377  83 

‘age  fi a 

31b  64 

376  73 

31574 

376  12 
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